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Abstract: Fabrication of a test strip for detection of benzoic acid was successfully 
implemented by immobilizing tyrosinase, phenol and 3-methyl-2-benzothiazolinone 
hydrazone (MBTH) onto filter paper using polystyrene as polymeric support. The sensing 
scheme was based on the decreasing intensity of the maroon colour of the test strip when 
introduced into benzoic acid solution. The test strip was characterized using optical fiber 
reflectance and has maximum reflectance at 375 nm. It has shown a highly reproducible 
measurement of benzoic acid with a calculated RSD of 0.47% (n = 10). The detection was 
optimized at pH 7. A linear response of the biosensor was obtained in 100 to 700 ppm of 
benzoic acid with a detection limit (LOD) of 73.6 ppm. At 1:1 ratio of benzoic acid to 
interfering substances, the main interfering substance is boric acid. The kinetic analyses 
show that, the inhibition of benzoic is competitive inhibitor and the inhibition constant (Ki) 
is 52.9 ppm. The activity of immobilized tyrosinase, phenol, and MBTH in the test strip 
was fairly sustained during 20 days when stored at 3 °C. The developed test strip was used 
for detection of benzoic acid in food samples and was observed to have comparable results 
to the HPLC method, hence the developed test strip can be used as an alternative to HPLC 
in detecting benzoic acid in food products. 
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1. Introduction 

Benzoic acid is a white solid that is slightly soluble in water and is an extensively used preservative. 
It is generally effective in controlling mould and inhibiting yeast growth and also in preventing a wide 
range of bacterial attacks. Although this preservative prevents or delays nutritional losses due to 
microbiological, enzymatic, or chemical changes of foods during its shelf life, it is harmful at higher 
than permitted safety levels [1]. The maximum permitted concentrations of benzoic acid in each type 
of food are controlled by legislation. And the concentration of naturally occurring benzoic acid in 
several foods should not exceed an average value of 1,000 mg/kg of food [2]. Maximum 
concentrations reported for benzoic acid added to food for preservation purposes were in the range of 
2,000 mg/kg of food [3]. Therefore, the analytical determination of benzoic acid is not only important 
for quality assurance purposes but also for consumer interest and protection. 

Cases of urticaria, asthma, rhinitis, or anaphylactic shock have been reported following oral, 
dermal, or inhalation exposure to benzoic acid. The symptoms appear shortly even at low doses and 
disappear within a few hours. Information regarding skin reactions caused by benzoic acid in the 
general population is limited [4]. 

Various traditional methods have been reported for the analysis of benzoic acid in foodstuffs, such 
as thin layer chromatography (TLC) [5], high performance liquid chromatography (HPLC) [6,7] 
enzyme-linked immunosorbent assay (ELISA) and other immunochemical techniques. However, these 
methods are expensive, slow, require well trained operators and in some cases, require steps of 
extraction or sample pre-treatment which increases the time of analysis [1]. 

Biosensor technology is based on a specific recognition element in combination with a transducer 
for signal processing. Since their inception, biosensors have been expected to play significant 
analytical roles in medicine, agriculture, food safety, homeland security, environmental and industrial 
monitoring [8]. Biosensor devices incorporate a biological sensing element and an electrical transducer 
to produce an electrochemical, optical, or mass signal in proportion to the concentration of analyte in a 
sample. Among these transducers, the optical biosensor offers simplicity and sensitivity in the 
development of a detection system. There are two main areas in optical biosensors, which determine 
changes in light absorption between the reactants and products of a reaction or measure the light output 
by a luminescent process. The optical biosensor system has many advantages compared to the other 
sensor system due to the capability of remote and multiple sensing [9]. Besides that, optical biosensors 
are not subject to interference from electric fields and are easy to miniaturize, which can lead to the 
development of very small, light, and flexible sensors [10]. 

Polyphenol oxidase (PPO), also called tyrosinase, is a binuclear copper monooxygenase enzyme 
containing metalloid-protein. It is widespread in Nature throughout the polygenetic scale from bacteria 
to mammals and takes part in a large number of biological reactions. Tyrosinase catalyzes the  
ortho-hyroxylation of monophenols to form ortho-diphenols (cresolate activity) and the oxidation of 
ortho-phenols to ortho-quinones (catchecolase activity), or both, at the expense of oxygen as an 
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electron-acceptor [1]. Tyrosinase has a binding site with an affinity for aromatic compounds (the 
substrate site) and another with an affinity for metal binding (oxygen site). Tyrosinase has various 
inhibitors that affect the enzymatic reaction and benzoic acid is one of the inhibitors of tyrosinase [11]. 

The use of an amperometric biosensor to detect benzoic acid in food products based on the 
inhibition mechanism of PPO using a novel phenol biosensor has been reported [1,4,12-14]. However 
the use of an optical biosensor to detect benzoic acid based on the inhibition mechanism of tyrosinase 
using a novel phenol biosensor has not yet been reported. In this paper we describe the use of a phenol 
biosensor for the development of an optical biosensor for benzoic acid based on immobilized 
tyrosinase, phenol, and MBTH into filter paper using polystyrene as a polymeric support. The sensing 
scheme is based on the decreasing intensity of a maroon colored product associated with the reaction 
of o-quinone and 3-methyl-2-benzothiazolinone hydrozone (MBTH). The effect of pH, volume of 
tyrosinase, interference substances and kinetic study of the inhibition are described in detail. 

2. Experimental Section 

2.1. Apparatus 

Reflectance was measured using an optical fiber reflectance spectrophotometer and the instrumental 
parameters were controlled by the operating software of a SpectraSuite spectrometer (model SD2000, 
Ocean Optics Inc.). All data were collected and processed by this software.  

2.2. Preparation of Reagents 

Tyrosinase (98% purity) from mushroom (EC 1.14.18.1, 4.741 units mg−1) and phenol (99% purity) 
was purchased from Sigma. MBTH (99% purity) was purchased from Merck. Polystyrene  
(mw ~250K) was purchased from Merck. Tetrahdyrofuran (99% purity) was purchased from Sigma. 
Tyrosinase (10 mg) was dissolved in 0.05 M phosphate buffer (pH 6.5, 100 mL). The tyrosinase 
solution was filtered with a filter paper and stored at 3 °C. MBTH powder (0.54 g) was dissolved in 
deionized water (250 mL). The stock solution of MBTH was stored in a refrigerator maintained at  
3 °C. Phenol crystals (0.38 g) were dissolved in deionized water (500 mL). A stock solution of  
1,000 ppm of benzoic acid was prepared by dissolving 1.00 g of benzoic acid in 1,000 mL of deionized 
water. A series of standard solutions were prepared by appropriate dilution of the stock solution.  

2.3. Preparation of Food Samples (Soy Sauce and Oyster Sauce) 

Soy sauce and oyster sauce (5 mL, purchased from a local supermarket) was accurately pipetted 
into a 50 mL volumetric flask and diluted up to the mark with deionized water. The pH was adjusted to 
pH 6.5 with 0.5 M of sodium phosphate dibasic. The sample was filtered to remove suspended matter. 
Then the whole sample was diluted with 100 mL deionized water. A 5 mL aliquot of this solution was 
diluted with 100 mL deionized water. 
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2.4. Preparation of Test Strip  

In this fabrication of test strip, an impregnating method was used. It is one of the possible enzyme 
immobilization procedures. This method involves impregnating a matrix carrier (filter paper) with an 
enzymatic testing solution includes tyrosinase, phenol, and chromogen (MBTH). Filter paper 
(Whatman, No. 4) was purchased from Sigma. The filter papers were cut into pieces of 1.0 × 1.5 cm. A 
mixture of tyrosinase (2 mL), 0.01 M phenol (6 mL), and 0.01 M MBTH (3 mL) was left for 30 min 
until a complete change of color (colorless to dark maroon) occurred. The filter paper was dipped into 
the mixture solution and dried at room temperature. The test strip was then impregnated with 1 g of 
polystyrene in 30 mL tetrahydrofuran (THF) and again dried at room temperature. The test strip was 
stored at 3 °C. 

2.5. Measurement Procedure 

The prepared test strips were introduced into 5 mL of benzoic acid solution (100 ppm) for 30 min. 
The change in color was measured using an optical fiber reflectance spectrophotometer. Reflectance 
was recorded between 300 to 600 nm of wavelength. 

3. Results and Discussion 

3.1. Spectral Study 

Figure 1 shows the reflectance spectra before (A) and after (B) introducing the test trip into100 ppm 
of benzoic acid solution.  

Figure 1. Reflectance spectra for test strips (A) before and (B) after being introduced into 
100 ppm of benzoic acid solution. 
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The inhibition effect of benzoic acid on tyrosinase enzyme causes an increase in reflectance due to 
the decreasing intensity of the maroon color on the test strip. The reactions involved are shown below: 

Phenol + Tyrosinase → Dihydroxybenzene     (1) 

Dihydroxybenzene + Tyrosinase → o-quinone + H2O   (2) 

o-quinone + MBTH (colorless) → o-quinone-MBTH (maroon)  (3) 

In these enzymatic reactions, phenol is a substrate for tyrosinase, benzoic acid is the inhibitor and 
MBTH is the color indicator. According to previous works, benzoic acid is a reversible inhibitor (and 
it can be proved in this study by analyzing the kinetic investigation between tyrosinase, phenol and 
benzoic acid, see Section 3.6). Based on the theory, the reversible inhibitor is not only bound to the 
enzyme but also to the enzyme-substrate complex, the active center is usually deformed and its 
function is thus impaired [15]. When this happen, the amount of enzyme-substrate complex will be 
decreased, due to the inhibition effect of benzoic acid on normal function of tyrosinase. Therefore, the 
quantities of benzoic acid can be measured based on the decreased amount of enzyme-substrate complex. 

3.2. pH Optimization 

The pH of an enzyme solution can affect the overall catalytic activity because enzymes have a 
native tertiary structure that is sensitive to pH and the denaturation of enzymes can occur at extreme 
pH values [16]. Therefore, the influence of pH on the detection of benzoic acid was carried out in this 
study in order to identify the optimum pH. Figure 2 shows the result of the pH study and the optimum 
pH for the detection of benzoic acid is identified at pH 7. Therefore, pH 7 was selected for further 
analytical procedure. Previous works reported that the optimum pH for the inhibitory action of benzoic 
acid on the enzymatic activity of tyrosinase was obtained at a pH range of 6–7 [1,4,12,13]. The study 
on pH is limited to pH 8 only due to the fact that the enzyme will denature at pH higher than this value. 

Figure 2. The effect of pH on the detection of benzoic acid (100 ppm) using the developed test strip. 
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3.3. Reproducibility of the Test Strip 

Reproducibility study of the developed test strip based on ten replicates (n = 10) revealed an 
encouraging result. Reproducibility refers to the successive runs made by using the method developed 
to evaluate discrepancies in its responses. The RSD for reproducibility of the developed method was 
calculated to be 0.47%. Small RSD values calculated for this method indicate a good precision of the 
method developed. 

3.4. Effect of Amount of Tyrosinase on the Detection of Benzoic Acid 

The effect of amount of tyrosinase immobilized on the test strip was also studied and the result is 
shown in Figure 3. The intensity of reflectance decreases with the increase in tyrosinase volume until a 
constant value is reached for both with and without benzoic acid. Increase in tyrosinase volume leads 
to the increase of the enzyme-substrate complex formed [17] and the intensity of the maroon color of 
the test strips. This plateau region is reached when all available tyrosinase has been converted to 
enzyme-substrate complex. Based on this observation, volume of 3.5 mL was chosen for the fabrication 
of further test strips. 

Figure 3. The effect of amount of tyrosinase immobilized into the developed test strip  
(A) before and (B) after being introduced into100 ppm of benzoic acid solution. 
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polyaniline-polyphenol oxidase biosensor [14] yielded a linear dynamic range of 2–100 ppm with 
LOD of 0.024 ppm and 4–100 ppm with LOD of 0.037 ppm. In our study, the LOD is higher than the 
previous works. However, the LOD obtained is still under permitted levels (<1,000 ppm) according to 
the Malaysian Food Act 1983 [2]. The applicability of the optical test strip in simple and rapid 
monitoring of benzoic acid in food compared to electrochemical based biosensor is important. The 
developed test strip has proven to be reliable, sensitive enough, cost effective and requires a simple 
analytical procedure for the detection of benzoic acid compared with an electrochemical based 
biosensor. To our knowledge, very little research has been carried out on optical based biosensors for 
the detection of benzoic acid. In addition, the optical-based biosensor is a convenient method, because 
this method offers simple and cheaper detection procedures compared to the usage of electrode 
(electrochemical biosensor). Other advantages of using the optical biosensor method including no 
requirement of a reference electrode, no interference from electroactive species, the electrode fouling 
problem is avoided and there is no complicated sample pretreatment. 

Figure 4. The calibration plot for detection of benzoic acid using the developed test strip. 
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KM is defined as the concentration of the specific substrate at which a given enzyme yields one-half 
its maximum velocity [19]. The values of Rmax remains the same irrespective of the present or absent 
of the inhibitor while the value of Michaelis-Menten constant (KM) increases (Table 1) with increase in 
inhibitor concentration. From this, it can be concluded that benzoic acid is a competitive inhibitor of 
the tyrosinase enzyme [1,12,14]. Competitive inhibitor which is structurally related to the substrate 
may be bound to the enzyme active site and compete with the substrate [1]. From the Dixon plots 
(Figure 6) the inhibition constant (Ki) for benzoic acid binding to tyrosinase is 52.9 ppm. 

Figure 5. The Lineweaver-Burk plots for phenol in the absence (a) and in the presence of 
150 ppm (b), 250 ppm (c), and 350 ppm (d) benzoic acid. 

 

Figure 6. The Dixon plots of benzoic acid inhibition in the presence of 0.002 M (a),  
0.004 M (b), 0.006 M (c), 0.008 M (d), and 0.01 M (e) phenol. 
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Table 1. The kinetic constant (KM) in various concentrations of benzoic acid. 

[Benzoic Acid] (ppm) KM (M) Rmax 
0 0.000040 4030.96 

150 0.000123 4090.87 
250 0.000167 4180.60 
350 0.000322 4030.96 

3.7. Effect of Possible Interfering Substances  

In order to demonstrate the selectivity of the biosensor, a study on the effect of potential 
interferences in the detection of benzoic acid was carried out. Under optimized experimental 
conditions, a study on the influence of sodium chloride, citric acid, ascorbic acid, and boric acid on the 
determination of benzoic acid was carried out and the results are listed in Table 2. The results show 
that all the interfering substances give positive interferences. From the results listed, boric acid gives 
the highest interference in the determination of benzoic acid using the developed test strip and led us to 
conclude that boric acid slightly inhibits tyrosinase and confirms the evidence proved by the previous 
study reported by Kerry and Earl [20]. 

Table 2. The effect of possible interfering substances. 

Substance % Interference 
Sodium chloride 4.7 

Citric acid 6.8 
Ascorbic acid 13.1 

Boric acid 21.2 

3.8. Stability of the Test Strip 

As most of the biological materials, enzyme activity decreases with time [21]. Therefore, sustainability 
of enzyme activity is important in the development of enzyme-based biosensor. Figure 7 shows the 
stability of the developed test strip against time. It can be seen from the result that enzyme activity 
decreases with time. Loss of activity can be accounted to irreversible enzyme denaturation with time 
and working storage conditions. Theoretically, enzyme activity decreases with time in an almost linear 
manner [21,22]. The test strips were stored in a freezer at 3 °C during the experiment. The reflectance 
intensity was sustained up to 20 days and slowly decreased with time in linear manner and it was 
considered to be non-functional after that [21,22]. 

3.9. Application on Real Sample Analysis 

The developed test strip was applied for the detection of benzoic acid in food samples. Soy and 
oyster sauce (from a local supermarket) were assayed in order to demonstrate the practical usage of the 
biosensor. The contents of benzoic acid in the samples were calculated using the calibration curve and 
are listed in Table 3. The results based on the proposed method were compared with the results 
assayed using the HPLC method. The relative errors were within acceptable limits. The calculated 
results show that the results determined by the proposed method were in satisfactory agreement with 
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those given by the HPLC method, indicating that it is feasible to apply the developed test strip for the 
determination of benzoic acid in real samples. 

Figure 7. The stability of the developed test strip. 

 

Table 3. Determination of benzoic acid in sauce samples by the developed test strip and 
HPLC method. 

Sample HPLC method (ppm) Test strip (ppm) Relative errors (%) 
Soy sauce 592.3 ± 0.8 604.0 ± 10 +1.9 

Oyster sauce 662.0 ± 16 680.0 ± 5 +2.6 

4. Conclusions 

In previous work, many biosensors based on the inhibition effect of tyrosinase for detecting benzoic 
acid have been reported [1,12-14]. All the biosensors reported were based on amperometric biosensors, 
but an optical biosensor based the inhibition effect of tyrosinase for detecting benzoic acid has not yet 
been reported. In this work, an optical biosensor has been developed for the determination of benzoic 
acid based on tyrosinase immobilized onto filter paper using polystyrene as a polymeric support. The 
optimized pH for the detection is at pH 7. The response range of the developed detection method was 
in the range of 100–700 ppm of benzoic acid. A good reproducibility (RSD = 0.47%) was obtained 
using the developed method, indicating a reliable detection system. The LOD value was 73.6 ppm. The 
kinetic interpretation of the optical response of phenol for the tyrosinase based test strip recorded in the 
absence and in the presence of benzoic acid revealed a competitive process. The inhibition constant 
(Ki) is 52.9 ppm. The proposed method is simple, easy to operate, reliable, and able to detect benzoic 
acid at the permitted level, making it a good alternative to traditional methods for benzoic acid 
analysis. 
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