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Abstract:

 Measurement and diagnostic systems based on electronic sensors have been increasingly essential in the standardization of hospital equipment. The technical standard IEC (International Electrotechnical Commission) 60601-2-19 establishes requirements for neonatal incubators and specifies the calibration procedure and validation tests for such devices using sensors systems. This paper proposes a new procedure based on an inferential neural network to evaluate and calibrate a neonatal incubator. The proposal presents significant advantages over the standard calibration process, i.e., the number of sensors is drastically reduced, and it runs with the incubator under operation. Since the sensors used in the new calibration process are already installed in the commercial incubator, no additional hardware is necessary; and the calibration necessity can be diagnosed in real time without the presence of technical professionals in the neonatal intensive care unit (NICU). Experimental tests involving the aforementioned calibration system are carried out in a commercial incubator in order to validate the proposal.
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1. Introduction

Newborns with health complications and premature birth have great difficulty in regulating their body temperature because of various reasons, such as a high metabolism rate caused by the conditions of an illness, low birth weight and a high rate of surface to body volume, which causes a high amount of energy per kilogram to be lost when compared to an adult. Within this context, a neonatal incubator helps in taking care of the health of newborns [1]. A neonatal incubator must be seen as a thermoneutral environment, which provides favorable conditions that assure the minimum energy expenditure of the newborn while body temperature is within a safe range [2].

A neonatal incubator is one of the most important pieces of neonatal intensive care unit (NICU) equipment [3,4]. For every 1,000 Brazilian children born in 2010, about 8.7 individuals died in the first week of life, while 2.6 individuals died between the seventh and 27th day of life, according to the Brazilian Ministry of Health [5]. Within this period of early life, the incubators are fundamental tools for reducing the risk of mortality and diseases. The incubator provides an adequate microclimate, so that newborn infants can overcome the first occurrences of diseases, and it also controls skin temperature and the relative humidity [6].

As with any other electro-medical equipment, a neonatal incubator must be calibrated periodically, because its malfunction may cause serious damage to the newborn's health or even lead to the newborn's death. The technical standard IEC 60601-2-19 establishes operating specifications for neonatal incubators, so that a safe environment can be offered for newborns [7]. Such specifications are verified by performing several tests, including the application of input signals to the temperature, humidity and air flow actuators, with the aim of analyzing the behavior of the aforementioned variables at specific points inside the incubator.

In order to perform the aforementioned tests, the incubator is removed from service, and a calibration system is installed, so that temperature and humidity data are provided for a standardized calibration procedure. Considering that it is necessary to turn off the incubator to run the tests and, also, that the number of available incubators in neonatal centers is limited in most Brazilian hospitals, a maintenance strategy that minimizes the incubator down time will prove to be very useful.

In this work, a literature survey is carried out by considering the published studies addressing the identification and control of the dynamics involving temperature and humidity in neonatal incubators. Zermani et al. [8] use genetic algorithms (GA) to estimate the parameters of NARMA (nonlinear auto-regressive moving average) and ARX (autoregressive model with external input) models, which identify the dynamic properties of humidity in the newborn incubator. Furthermore, a comparative study was made between a proportional integral derivative (PID) controller and a model-based predictive control (MPC), where the parameters of the PID controller and the cost function of MPC were optimized using GA [8]. Such controllers are used to adjust the humidity inside the incubator. The simulated results presented by the researchers have demonstrated that the MPC controller has a better performance when compared with the PID one.

Zermani et al. [9] design an indirect adaptive generalized predictive controller (IAGPC) for the temperature loop in a newborn incubator. In this case, the process is identified by an ARX structure, whose parameters are updated in real time to fit the process changes. The authors establish a comparison among three controllers: (i) ON-OFF; (ii) PID and (iii) IAGPC. Experimental results show that IAGPC is the most efficient controller. In Neto et al. [10], the researchers proposed the application of multivariable PI control strategies for the humidity and temperature control loops in the neonatal incubator. The evaluated TITO (two input two output) system was decoupled into four independent loops. In order to ensure the robustness and stability of the whole control system, PI tuning-based methods, such as modified Ziegler-Nichols and revised BLT (Biggest Log-Module Tuning) were then developed.

Amer and Al-Aubidy [11] declared that it is essential to detect any abnormal condition in the premature birth incubator system as soon as possible. In their work, a novel technique using an artificial neural network (ANN) is used in order to simulate adequate incubator control for taking care of premature births. The outputs of the sensors that indicate the temperature, humidity and oxygen concentration of the incubator internal environment are the inputs of an ANN, which identifies the corresponding case and decides the suitable reaction based upon previous training. According to the authors, the ANNs have been consolidated as a powerful tool to be used in the control and identification of dynamic systems.

ANNs are massively-distributed parallel structures, consisting of simple processing units known as neurons, which have a natural propensity for storing experimental knowledge and making it available for use [12]. Among the ANN properties, some of the most relevant ones are the intrinsic nonlinearity, the generalization capabilities and adaptability, fault tolerance and the universal approximation capability [13].

In the literature, several studies report applications of ANNs as a potential technique for identification of the dynamical behavior for temperature and humidity inside controlled environments. Although these next briefly described works are not directly related to neonatal incubators, there is some similarity with the scope of this paper. Martnez et al. [14] presented a system based on an ANN for the estimation and prediction of environmental variables related to the tobacco drying process. This system was validated with temperature and relative humidity data obtained from a real tobacco dryer through a wireless sensor network (WSN).

In another paper, Ferreira et al. [15] developed an intelligent, light-weight and portable sensor, using ANN models as a time-series predictor system in order to obtain accurate measurements for global solar radiation and atmospheric temperature. This sensor can be applied in several areas, such as in agriculture, renewable energy and energy management or thermal comfort in buildings. ANNs were also applied by Salazar et al. [16] in order to predict the temperature and relative humidity inside an interconnected polyethylene greenhouse with tomato cultivation. The authors performed a feasibility study, which has once again demonstrated the potential of ANNs as an accurate forecasting tool. The inputs for the three neural network models were chosen as the outside temperature, relative humidity, solar radiation and wind speed. In the first two neural models analyzed in the paper, only one output is considered, i.e., temperature or relative humidity. The last model takes into account both variables as outputs at the same time. Various aspects described in the aforementioned papers may be considered in the proposed study.

The present work introduces a new method for calibrating neonatal incubators based on multilayer perceptron (MLP) neural network models, with a reduced number of sensors if compared with that used in the traditional calibration procedure. The basic idea is the use of an ANN to infer the temperature and humidity of the extra sensors positioned inside the equipment according to standard IEC 60601-2-19 by using only the sensors included in the commercial neonatal incubators. The proposed method has four significant advantages over the standard calibration process: (i) while the standard technique requires five temperature sensors and one humidity sensor, the proposed method dramatically reduces the number of sensors to one for temperature and one for humidity; (ii) the calibration process works with the incubator under operation; (iii) no hardware calibration is necessary, and the sensors used in the new process are already installed in the traditional incubator; and (iv) the necessity for calibration is diagnosed in real time, and the presence of technical experts in the NICU is not necessary.

This paper is organized as follows. The next section presents a brief description of the incubator used in this research and the traditional calibration procedure for such equipment. In Section 3, a summary of the main points established by the IEC standard is presented. The theoretical referential of MLP and inferential systems is presented in Section 4. Finally, the simulations and relevant results are discussed in Section 5, while the main conclusions are given in Section 6.



2. Theoretical Background of Neonatal Incubator and Calibration System

A neonatal incubator, which is represented in Figure 1, consists of a rigid box built in fiber and steel, where an infant may be kept in a controlled environment for medical care. The device includes an AC-powered heater, an electrical motor fan to circulate the warmed air, a water container to add humidity, a mechanical filter through which the oxygen flows and an access port for nursing care. The electric motor allows the air to circulate into the neonatal incubator through an air inlet at the bottom of the equipment. It influences the temperature and humidity levels inside the incubator dome, as well as the oxygen level. The air is renewed by a set composed of an electrical exhaust fan and an air inlet.

Figure 1. Example of a commercial incubator.
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The arrangement is a multivariable system characterized by nonlinearities and interaction among the variables. Within this context, two variables are the most important ones: temperature and humidity, which are regulated by controlling the electric current that flows through two resistors. Temperature and humidity are measured by sensors positioned on the dome. Figure 2 shows a schematic diagram of the overall operation of a neonatal incubator.

Figure 2. Overview of the incubator operation.
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The relative humidity sensor, SHT11, represented in Figure 3a, is used, which is placed inside the incubator as shown in Figure 3b. SHT11 integrates a sensor element and a signal processor in a tiny footprint, providing a fully-calibrated output. This sensor is composed of two sensor elements: a capacitive sensor to measure the relative humidity (resolution = 0.05%, accuracy = ±3.0%) and a band-gap sensor to measure the temperature (resolution = 0.01 °C, accuracy = ±0.4 °C). According to the manufacturer (Sensirion), CMOS (complementary metal-oxide-semiconductor) technology associated with an analog-to-digital (A/D) converter and a serial interface circuit provides superior signal quality, a fast response time and insensitivity to external disturbances.

Figure 3. (a) Sensor SHT11; (b) position of sensor SHT11 in the dome.



[image: Sensors 13 15613f3 1024]





To perform the standardized calibration procedure, an embedded digital system was designed. The system is composed of a data acquisition platform based on the microcontroller PIC18LF2620 and a data communication wireless link based on ZigBee protocols. The embedded system is connected to a PC (personal computer) through a ZigBee radio link. This embedded system is responsible for monitoring the sensor states and sending commands to the power drivers that control temperature, humidity and oxygen levels and the air flowing inside the neonatal incubator. The main objective of the embedded system is to provide the data acquisition and the communication link with the PC.

The communication link is a ZigBee network, which is a low-cost, low-powered wireless network standard (IEEE–Institute of Electrical and Electronics Engineers-802.15.4). The reduced cost allows the technology to be widely used in wireless control and monitoring applications. The low-powered ZigBee devices often transmit data over long distances by transferring data through an intermediate device in a mesh configuration. ZigBee operates in industrial, science and medical radio bands. The prototype uses the ZigBee radio MRF24J40MA (Microchip), which is shown in Figure 4.

Figure 4. Zigbee radio MRF24J40MA.
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The designed microcontrolled system is based on standard IEC 60601-2-19. This standard specifies the behavior of the temperature in specific points inside the incubator. The aforementioned points are outlined in Figure 5a and named as A, B, C, D and E. Besides temperature, relative humidity must be also measured in central point A.

Figure 5. (a) Representation of the data acquisition system base; (b) experimental setup of the data acquisition system base.
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The mechanical part of the calibration system is comprise of a rigid base made of acrylic, five supports for sensors arranged according to the standard recommendation (given in Section 3) and a control board. At points B, C, D and E, the temperature sensors, MCP9808 (Microchip), are placed. Point A integrates a temperature and humidity sensor, SHT11. The acrylic base with sensors for calibration purposes must be positioned inside the incubator during the tests and removed from the dome when the incubator is under normal operation. The sensor system that integrates the commercial incubator is maintained during the test. Figure 5b presents the experimental setup for the data acquisition system.



3. Overview of Standard IEC 60601-2-19

The parameters for quality and safety in Brazilian neonatal incubators must comply with standard IEC 60601-2-19 “Particular requirements for the safety of neonatal incubator”. This standard determines the variation range of environmental variables in the neonatal incubator, such as temperature, humidity, velocity of air flow, and noise level.

According to the referred IEC standard, five positions within the incubator are defined to carry out the measurements of temperature and relative humidity, as shown in Figure 6. The standard defines a measurement plane placed 10 cm above of the incubator mattress, where a set of five measurement points (A, B, C, D, and E) exist. Five temperature sensors must be positioned at points A, B, C, D, and E, while the humidity sensor must be positioned at central point A.

Figure 6. A scheme (a) and an overview of the sensor positioning inside the neonatal incubator (b) according to standard IEC 60601-2-19.
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ccording to standard IEC 60601-2-19, besides the correct positioning of the sensors, a set of six steps must be followed to calibrate the incubator, which are:


	Before starting the tests, verify if the environment temperature is between 21 °C and 26 °C.


	Adjust the incubator temperature control (set by the operator) to 11 °C over the environment temperature. The incubator must reach the temperature control at the time instant specified by the manufacturer with a tolerance of up to 20%. The incubator temperature control is measured by the incubator sensor.


	Adjust the incubator temperature control to two operation points, i.e., 32 °C and 36 °C. At each point, wait for the stabilization temperature condition (the measured incubator temperature at point A must not vary more than 1 °C within the period of one hour).


	In step number three, the average temperature measured by the sensors at points A, B, C, D and E cannot differ by more than 0.8 °C from the average temperature of the incubator within the period of one hour. Moreover, the average temperature cannot differ more than ±1.5 °C from the incubator control temperature. The incubator average temperature is obtained by means of temperatures measured in regular intervals.


	With the incubator temperature at 32 °C, set the temperature control reference in steady state to 36 °C and verify if the overshoot is below 2 °C and that the setting is reached in less than 15 min.


	The humidity value shown by the incubator sensor must not differ by more than 10% of the value measured by the sensor at position A during the whole period of the incubator functioning.




The aforementioned procedures must be performed periodically after each maintenance procedure or when the incubator sensors are found to be uncalibrated. The accuracy of temperature and humidity measured by the designed embedded digital system (Section 2) are given by the IEC standard and listed in Table 1, whose specifications are based on certified equipment.

Table 1. Precision in the measurements of temperature and humidity specified by standard IEC 60601-2-19.


	Requirement
	Precision Required by the Embedded Digital System





	Temperature measurement. IEC 60601-2-19, Section 8, Item 50.101.2
	The measured temperature must not differ from the standard temperature thermometer in more than 0.8 °C. The accuracy of the standard thermometer must be at least 0.05 °C



	Measured of humidity inside the incubator. IEC 601-2-19, Section 8, Item 50.110.
	The relative humidity must not differ more than 10 % from the value measured by a standard equipment.










4. Inferential System Based on MLP

Inferential systems (or soft sensors) represent an attractive approach to estimate the primary process variables [17], particularly when conventional hardware sensors are not available or when high cost or technical limitations complicate on-line use [18]. Inferential estimators make use of easily available process knowledge, including a process model and measurements of secondary process variables, so that primary variables of interest can be estimated in real time [19].

Inferential systems are mathematical algorithms that have been used in a wide range of applications in industry, such as supervision, control and optimization of processes due to their advantages over some physical sensors that present measurement problems. Such systems provide faster measurements with more accuracy and reliability at a lower cost in terms of development, implementation and maintenance.

According to Warne et al. [20], despite the wide use of inferential models in practical applications, only a few techniques are discussed in the available literature. Generally speaking, there are mainly three approaches for building inferential models: mechanistic modeling (first principles), statistical regression and artificial intelligence modeling. In this work, the intelligent technique of a multilayer perceptron (MLP) neural network is applied to design the inferential system.

The MLP neural network architecture consists of a set of neurons arranged in layers, where a layer sends its outputs only to the neurons of the next layer. In addition, all neurons in a given layer are connected to all neurons of the next layer through adjustable parameters of the network, called synaptic weights. These connections are responsible for the MLP's ability to learn and store the knowledge extracted from the problem context. Figure 7 shows the basic structure of an MLP.

Figure 7. Structure of a multilayer perceptron (MLP).
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An MLP has at least one intermediate layer, called a hidden layer. If only one hidden layer is used, the MLP is able to solve problems of low complexity. Cybenko [13] demonstrated that any continuous function can be approximated by an MLP consisting of a single hidden layer with sigmoid activation functions and an output layer formed by linear neurons. The author concludes that there is no need to use more than one hidden layer and/or a mixture of different types of activation functions. However, the use of more sophisticated architectures may be more appropriate in cases of high complexity mappings.

The synaptic weights between the MLP layers are adjusted through a process called learning or training. The supervised training process can be applied to the MLP architecture to solve mapping problems. In this learning process, the synaptic weights are adjusted based on a set of experimental input-output pairs of the problem and a cost function [12]. A commonly used cost function in the training algorithm is the MSE (mean squared error). In this case, the algorithm tries to minimize the MSE between the neural network output and the target value over all the training examples. Algorithms, such as backpropagation, Levenberg-Marquardt and the Kalman filter, among others, can be used to minimize the cost function in the learning process of this network [21,22].

A supervised neural network requires an external source to provide information about the analyzed problem. This information is given by a set of N pairs of vectors, {x(n), d(n)}, n = 1, 2, …, N, where x(n) ∈ ℝ(p+1) represents the input vector at discrete time n and d(n) ∈ ℝm denotes the desired vector of outputs (responses) for such an input vector.

Each input vector is represented as:
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(1)




where p > 0 denotes the effective number of input variables used in the problem. The term “effective” is used here, because the input component, x0(n), is not really a variable in the usual sense, since it has a fixed value equal to −1 and is known as the threshold or (bias). Similarly, the n – th output vector at a discrete time is represented as follows:


[image: there is no content]



(2)




where m > 0 indicates the number of output variables in the neural network. Any component of the input vector is symbolized by xj(n) ∈ ℝ, while the component of a given vector output is symbolized as dk(n) ∈ ℝ.
For a given problem, it is considered that vectors x(n) and d(n) are related according to some unknown mathematical relationship, f(·):
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(3)




For this purpose, one can use a supervised neural network, such as MLP, by adjusting its synaptic weights during the training procedure to generate a mathematical model that acts as an approximation of f (·), denoted by fˆ (·):



[image: there is no content]



(4)




where one expects output y(n) generated by the neural network to be very close to the desired output d(n), even when the inputs presented to the network are different from those used in the training process. This is possible because of the generalization ability of neural networks.
The main goal of this work is to use the supervised neural network MLP to infer the humidity and temperature values at the points specified by IEC 60601-2-19. Thus, in the learning process, vector d(n) represents the real behavior of such variables and y(n) correspond to the values inferred by the network.

According to IEC 60601-2-19, the humidity and temperature must be measured by a set of sensors positioned inside the neonatal incubator during its calibration. In the traditional procedure, the incubator must be put out of service, which reduces the working time of this equipment. Within this context, it is expected that the inferential systems can be used to evaluate the incubator conditions and the calibration in an optimized way. It is then reasonable to assume that the inferential system can replace the traditional calibration system based on sensors installed inside the incubator.

The proposed neural inferential system adopt the values of humidity and temperature (secondary variables) as inputs, which were instantaneously measured by the sensor, SHT11, available in a commercial incubator. By using measurements and a trained MLP, the system is able to estimate primary variables, which are: humidity at point A and temperature at points A, B, C, D and E, as shown in Figure 6.

The general structure of MLP inferential systems is shown in Figure 8, where Ts and Hs are the measurements of temperature and humidity at the incubator's dome output, respectively, d is the transport delay of the system and, finally, m1 and m2 are the dimensions of the regressors applied to the incubator's secondary variables. At the output of the structure, ŷi is the estimation of the i-th primary variable provided by the i-th inferential system, according to Table 2.

Figure 8. Structure of the MLP inferential system.



[image: Sensors 13 15613f8 1024]





Table 2. Primary variables of the neonatal incubator.


	Indexi
	Primary Variableyi
	Description





	1
	HA
	Humidity at point A



	2
	TA
	Temperature at point A



	3
	TB
	Temperature at point B



	4
	TC
	Temperature at point C



	5
	TD
	Temperature at point D



	6
	TE
	Temperature at point E










5. Results and Discussion

The results and the methodology used are detailed in the next two subsections. In Section 5.1, the analysis of the results obtained by the neural network is presented. The results are related to the inferential values of the temperature and humidity inside the incubator. In Section 5.2, the procedural steps for the evaluation and calibration of the incubator with the inferential MLP system are presented.


5.1. Results Obtained by Neural Network

For the training and testing of the MLP network, 900 samples of temperature and humidity were acquired from points A, B, C, D and E and the incubator sensor, with sampling periods of 24 s. The collected data were divided into two sets: one for training, containing 750 samples and 150 samples for tests. The samples were collected by applying two PRBS (pseudo-random binary sequence) electric current signals to the incubator resistors. The amplitude limits of the PRBS electric currents are set by IEC 60601-2-19 for humidity and temperature inside the incubator. Main text paragraph.

The humidity (HS) and temperature (TS) values measured by the incubator sensors at the air outlet of the dome were used as input data in the network, aiming to infer the magnitudes measured by the humidity sensors at point A (HA) and temperature sensors at points A, B, C, D and E (TA,TB,TC,TD and TE, respectively). Therefore, the IEC 60601-2-19 standardized temperature and humidity points can be determined by the inferential MLP process using only the temperature and humidity values (HS and TS) measured by the incubator sensor.

The values of HS and TS are used to assemble the arrays containing the data to be used as network inputs, which must be associated with the desired outputs, HA,TA,TB,TC,TD and TE. The structures for training and validation are presented in Figure 9. Parameters TS(n), HS(n) and HS(n — 1) are used in Figure 9a to estimate humidity ĤA(n).Figure 9b uses HS(n), TS(n) and TS(n — 1) to estimate humidity Tˆi(n)), where i is the reference temperature at points A, B, C, D and E. Such values are used in the training process of the network based on a backpropagation algorithm [23]. After the training of all neural networks, the next step consists of evaluating the performance of inferential networks through the MSE of the inferred variables with respect to their desired values. For this purpose, a tool known as boxplot is used to qualitatively evaluate the distribution of errors.

Figure 9. Training structure of networks: (a) humidity and (b) temperatures.
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Boxplot (or box diagram) is a graphical way to represent numerical data aligned horizontally or vertically through five quantities: the smallest observation, lower quartile, median, upper quartile and largest observation [24]. The boxplots also show the outliers, which are represented here by the symbol “+”. Outliers are values numerically distant compared to other existing data, which may assume values too small or too large that are located beyond the percentiles.

Figure 10a presents the boxplots for the MSE values of variable humidity in the incubator obtained from a variation in the number of neurons in the hidden layer. These results demonstrate that two or four neurons represent the best model. However, the adoption of four neurons is more interesting, because the model with two neurons has outliers. Figure 10b shows the result for variable Ta. It can be seen that the boxplots for this variable provide results that are very close to those for variable Ha.

Figure 10. Number of hidden layer neurons: (a) humidity at point A; (b) temperature at point A; (c) temperature at point B; (d) temperature at point C; (e) temperature at point D; (f) temperature at point E.
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By analyzing the boxplots in Figure 10c–f, for the temperature at points B, C, D and E, one can notice that there are smaller errors for two, four and six neurons. The choice of six neurons can be disregarded by presenting a median slightly larger than the other choices and the presence of extreme values. Thus, in order to infer the temperatures, it can be stated that the choice of four neurons in the hidden layer is the best option to achieve the best models. Therefore, the test results for the aforementioned structures are given in Figure 11a–f.

Figure 11. Response of the neural model: (a) humidity at point A; (b) temperature at point A; (c) temperature at point B; (d) temperature at point C; (e) temperature at point D; (f) temperature at point E.
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From the aforementioned results, it is clear that MLP has succeeded in inferring the humidity presented by the sensor at point A and, also, the temperatures given by the sensors positioned at all points specified by the standard. At points B, C, D and E, the network has the best performance, with the MSE ranging between 4.53 × 10−4 and 7.69 × 10−4. The results for each network are detailed in Table 3, which shows the average MSE and the error variance for both the training and validation of the networks. These values are obtained from the completion of 30 training and validation steps for each variable to be estimated.


Table 3. Results for the analyzed inference MLP systems.



	
Inferred Variables

	
Neurons

	
Training

	
Validation




	
Mean

	
Variance

	
Mean

	
Variance






	
HA

	
2

	
5.31 ×10−3

	
9.21 ×10−6

	
5.93 ×10−3

	
1.12 × 10−5




	
4

	
4.15 ×10−3

	
7.55 ×10−9

	
4.55 ×10−3

	
9.19 × 10−9




	
6

	
5.49 ×10−3

	
1.56 ×10−5

	
6.10 ×10−3

	
1.97 × 10−5




	
8

	
1.17 ×10−2

	
8.16 ×10−5

	
1.27 ×10−2

	
9.71 × 10−5




	
10

	
2.01 ×10−2

	
4.69 ×10−5

	
2.16 ×10−2

	
5.57 × 10−5




	
12

	
2.44 ×10−2

	
4.43 ×10−7

	
2.64 ×10−2

	
4.36 × 10−7




	






	
TA

	
2

	
5.32 ×10−3

	
1.13 ×10−5

	
5.00 ×10−3

	
6.97 × 10−6




	
4

	
4.30 ×10−3

	
6.03 ×10−8

	
4.18 ×10−3

	
2.19 × 10−8




	
6

	
8.08 ×10−3

	
3.85 ×10−5

	
7.11 ×10−3

	
2.36 × 10−5




	
8

	
1.14 ×10−2

	
8.71 ×10−5

	
1.26 ×10−2

	
5.63 × 10−5




	
10

	
1.93 ×10−2

	
5.50 ×10−5

	
1.85 ×10−2

	
3.87 × 10−5




	
12

	
2.49 ×10−2

	
1.53 ×10−6

	
2.20 ×10−2

	
4.21 × 10−6




	






	
TB

	
2

	
7.32 ×10−4

	
1.16 ×10−11

	
7.42 ×10−4

	
1.91 × 10−11




	
4

	
1.07 ×10−3

	
7.29 ×10−7

	
1.12 ×10−3

	
8.87 × 10−7




	
6

	
4.89 ×10−3

	
1.39 ×10−4

	
5.54 ×10−3

	
1.95 × 10−4




	
8

	
3.71 ×10−2

	
1.49 ×10−4

	
4.33 ×10−2

	
2.06 × 10−4




	
10

	
4.34 ×10−2

	
7.53 ×10−6

	
5.04 ×10−2

	
8.19 × 10−6




	
12

	
4.32 ×10−2

	
4.30 ×10−6

	
5.02 ×10−2

	
4.60 × 10−6




	






	
TC

	
2

	
6.58 ×10−4

	
9.18 ×10−11

	
7.74 ×10−4

	
1.02 × 10−10




	
4

	
6.58 ×10−4

	
2.38 ×10−10

	
7.69 ×10−4

	
3.52 × 10−10




	
6

	
2.94 ×10−3

	
7.69 ×10−5

	
3.17 ×10−3

	
7.57 × 10−5




	
8

	
3.16 ×10−2

	
3.16 ×10−4

	
3.12 ×10−2

	
2.94 × 10−4




	
10

	
4.47 ×10−2

	
7.05 ×10−6

	
4.25 ×10−2

	
2.01 × 10−6




	
12

	
4.49 ×10−2

	
6.87 ×10−6

	
4.25 ×10−2

	
1.99 × 10−6




	






	
TD

	
2

	
5.00 ×10−4

	
1.52 ×10−11

	
4.56 ×10−4

	
1.74 × 10−11




	
4

	
4.93 ×10−4

	
2.95 ×10−10

	
4.53 ×10−4

	
2.76 × 10−10




	
6

	
4.02 ×10−3

	
1.02 ×10−4

	
4.53 ×10−3

	
1.33 × 10−4




	
8

	
3.37 ×10−2

	
2.62 ×10−4

	
3.97 ×10−2

	
3.67 × 10−4




	
10

	
4.43 ×10−2

	
4.00 ×10−6

	
5.36 ×10−2

	
1.03 × 10−5




	
12

	
4.29 ×10−2

	
6.11 ×10−6

	
5.16 ×10−2

	
1.73 × 10−5




	






	
TE

	
2

	
6.46 ×10−4

	
1.71 ×10−11

	
6.91 ×10−4

	
4.54 × 10−11




	
4

	
6.41 ×10−4

	
2.23 ×10−10

	
6.80 ×10−4

	
2.08 × 10−10




	
6

	
9.99 ×10−4

	
5.09 ×10−8

	
1.12 ×10−3

	
6.53 × 10−8




	
8

	
3.79 ×10−2

	
7.64 ×10−5

	
3.66 ×10−2

	
6.99 × 10−5




	
10

	
4.44 ×10−2

	
5.02 ×10−6

	
4.23 ×10−2

	
3.47 × 10−6




	
12

	
4.45 ×10−2

	
6.94 ×10−6

	
4.23 ×10−2

	
4.71 × 10−6









The results show higher values of MSE for the temperature and humidity at point A. The temperature MSE at this point is 4.18 × 10−3 and the MSE for humidity is 4.55 × 10−3. Point A corresponds to the central position of the incubator, as it tends to present higher nonlinearity in the dynamics by being more susceptible to variations. This is less likely to happen at points B, C, D and E, which are located at the ends of the incubator and are less susceptible to temperature variation.

Regarding the analysis of the aforementioned results, the calculation of the relative percentage error between the desired values and the inferred network was performed. In terms of this error, there is the same trend as the MSE, i.e., the humidity and temperature at point A represents a variation of temperature slightly higher if compared to the other specified points. At point A, the moisture presented a relative percentage error ranging from −5% to +5% and a temperature error ranging from −7.5% to +8.0%. At other points, the variation is always within the range of −3.0% to +6.0%, showing that the difference between the desired and inferred temperatures is small. This demonstrates that the MLP achieved satisfactory performance, serving as an effective tool for evaluating the calibration of sensors in the incubator.



5.2. Assessment of the Proposed Procedure

The aforementioned inferential neural network system can be used to implement a software-based calibration system as a substitute or a complementary strategy to hardware calibration. The steps described in the previous section can be summarized as the following instructions in the form of the flowchart presented in Figure 12.

Figure 12. Flowchart representing the calibration process.
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When the software detects that the incubator control loops are not within the standard specified range through the MLP inferential sensors, a warning is automatically sent to the NICU computer and to the responsible nurse's mobile phone number, notifying that the incubator needs to be calibrated. This trigger may also occur manually, when the operator detects that the incubator is operating under a nonstandard state. After sending the alert message, the software checks if there is a newborn in the incubator. This check is performed by means of a load sensor. If the presence of a newborn is detected, an alarm signal is triggered, which persists, until the newborn is removed. Then, the software automatically sends a command that starts the calibration procedure of the temperature and humidity loops. Finally, a test is performed to check whether the temperatures at points A, B, C, D and E and, also, humidity at point A are adequate after the calibration process. Numerically, this test results in Tables 4 and 5. According to the results presented in the aforementioned tables, the proposed system achieved a satisfactory performance, satisfying the requirements of the standard IEC 60601-2-19. In other words, the temperature inferred by the MLP network at points A, B, C, D and E does not differ from the neonatal incubator average temperature by more than 0.8 °C, and this temperature does not differ more than ± 1.5 °C from the incubator control temperature. Compared to the established technique, the estimation error is negligible, as shown in the fourth column of Tables 4 and 5. Regarding the humidity, its variation was below 10% of the reference value, which satisfies the IEC 60601-2-19 standard. According to this standard, the reference value for relative humidity is 48%.

Table 4. Calibration results using the proposed system; control temperature = 32 °.


	Temperature
	Mean Temperature Measured by MLP Inference
	Mean Temperature Measured by Calibration Standard System
	Error





	Point A
	32.13
	32.13
	0.00



	Point B
	32.25
	32.13
	−0.12



	Point C
	32.59
	32.13
	−0.46



	Point D
	32.44
	32.13
	−0.30



	Point E
	32.46
	32.13
	−0.33








Table 5. Calibration results using the proposed system; control temperature = 36 °.


	Temperature
	Mean Temperature Measured by MLP Inference
	Mean Temperature Measured by Calibration Standard System
	Error





	Point A
	36.34
	36.34
	0.00



	Point B
	36.56
	36.35
	−0.21



	Point C
	36.88
	36.36
	−0.52



	Point D
	36.44
	36.37
	−0.07



	Point E
	36.67
	36.38
	−0.29











6. Conclusions

The proposed neural network inferential calibration process of neonatal incubators can be used as an option other than the traditional calibration system based on hardware sensors. This inferential method based on standard IEC 60601-2-19 has shown the advantages of such a method over the hardware calibration process, such as the fact that only one temperature and one humidity sensor are used, that it is not necessary to turn off the incubator to evaluate the incubator condition, that if a more accurate calibration is necessary, it can be detected in runtime, and that during the occurrence of a process warning, alert signals can be sent directly to NICU personnel for repair. Therefore, the intelligent sensor system based on an inferential neural network can reduce the period of the evaluation and calibration of the incubator.

Regarding the accuracy of the estimated values, the neural network architecture has shown small errors with respect to the actual values for humidity and temperature. Therefore, it can be stated that this technique allows for the accurate identification of the dynamic model of the incubator, which is capable of providing estimation in possible advanced risk cases, such as the temperature being out of a safe range and failures in the heater system and/or air flow in the equipment.

With the use of the incubator over the years, it may be required that an MLP retraining be performed, due to natural changes in the operational conditions of this equipment. This is supposed to be the unique limitation of the proposed system. This limitation could be overcome with the implementation of a more sophisticated self-training MLP algorithm.






Acknowledgments

The authors would like to express their gratitude to CAPES (Coordenação de Aperfeiçoamento de Pessoal de Nível Superior) and CNPq (Conselho Nacional de Desenvolvimento Científico e Tecnológico) for supporting the research activities that led to the results described in this work.



Conflict of Interest

The authors declare no conflict of interest.



References


	1. 
Kumar, P.A.; Akshay, N.; Kumar, T.A.; Sama, A.; Jagannath, B. Real time monitoring and control of neonatal incubator using labVIEW. Int. J. Appl. Innov. Eng. Manag. 2013, 2, 375–380. [Google Scholar]

	2. 
Valdez, D.; Ortiz, V.; Cabrera, A.; Chairez, I. Extended Kalman FilterWeights Adjustment for Neonatal Incubator Neurofuzzy Identification. Proceedings of IEEE International Conference on Fuzzy Systems, Vancouver, BC, USA, 22–25 May 2006; pp. 1829–1834.

	3. 
Ginalski, M.K.; Nowak, A.J.; Wrobel, L.C. A combined study of heat and mass transfer in an infant incubator with an overhead screen. Med. Eng. Phys. 2007, 29, 531–541. [Google Scholar]

	4. 
Allen, K. Neonatal thermal care: A discussion of two incubator modes for optimising thermoregulation. A care study. J. Neonatal Nurs. 2011, 17, 43–48. [Google Scholar]

	5. 
Rattner, D.; Neto, D.L.R.; Lansky, S.; Vilela, M.E.A.; Bastos, M.H. Saúde Brasil 2011: Uma análise da situação de saúde e a vigilância da saúde da mulher, 1st ed.; Ministério da Saúde, Secretaria de Vigilância em Saúde, Departamento de Análise de Situação de Saúde: Brasília, Brazil, 2012. [Google Scholar]

	6. 
Cavalcante, M.U.; Torrico, B.C.; Almeida, O.M.; Braga, A.P.; Filho, F.L.M. Filtered Model-Based Predictive Control Applied to the Temperature and Humidity Control of A Neonatal Incubator. Proceedings of International Conference on Industry Applications (INDUSCON 2010), São Paulo, Brazil, 8–10 November 2010.

	7. 
Association for the Advancement of Medical Instrumentation. Medical Electrical Equipment—Part 2-19: Particular Requirements for Safety of Baby Incubator ANSI/AAMI/IEC Std 60601-2-19. 2009.

	8. 
Zermani, M.; Feki, E.; Mami, A. Application of Genetic Algorithms in Identification and Control of A New System Humidification inside A Newborn Incubator. Proceedings of Internationa Conference on Communications, Computing and Control Applications (CCCA 2011), Hong Kong, 3–5 March 2011; pp. 1–6.

	9. 
Zermani, M.; Feki, E.; Mami, A. Application of Adaptive Predictive Control to a Newborn Incubator. Am. J. Eng. Appl. Sci. 2011, 4, 235–243. [Google Scholar]

	10. 
Neto, J.O.; Barcante, G.M.; Cavalcante, M.U.; Almeida, O.M.; Torrico, B.C. PI Multivariable Control Applied to Temperature and Humidity Neonate Incubators. Proceedings of International Conference on Industry Applications (INDUSCON 2010), São Paulo, Brazil, 8–10 November 2010; pp. 1–6.

	11. 
Amer, G.M.; Al-Aubidy, K.M. Novel Technique to Control the Premature Infant Incubator System Using ANN. Proceedings of Third International Conference on Systems, Signals & Devices (SSD 2005), Sousse, Tunisia, 21–24 March 2005.

	12. 
Haykin, S. Neural Networks: A Comprehensive Foundation, 2nd ed.; Prentice Hall: Upper Saddle River, NJ, USA, 1999. [Google Scholar]

	13. 
Cybenko, G. Approximation by superpositions of a sigmoidal function. Mathmat. Control. Signals Syst. 1989, 2, 303–314. [Google Scholar]

	14. 
Martnez, V.M.; Baladrn, C.; Gil, J.G.; Ruiz, G.; Gracia, L.M.N.; Aguiar, J.M.; Carro, B. Temperature and relative humidity estimation and prediction in the tobacco drying process using artificial neural networks. Sensors 2012, 12, 14004–14021. [Google Scholar]

	15. 
Ferreira, P.M.; Gomes, J.M.; Martins, I.A.C.; Ruano, A.E. A neural network based intelligent predictive sensor for cloudiness, solar radiation and air temperature. Sensors 2012, 12, 15750–15777. [Google Scholar]

	16. 
Salazar, R.; López, I.; Rojano, A. A Neural Network Model to Predict Temperature and Relative Humidity in a Greenhouse. Proceedings of International Symposium on High Technology for Greenhouse System Management (Greensys 2007), Naples, Italy, 4–6 October 2007.

	17. 
Tian, L.; Tu, L.; Yang, M.; Chen, S. Inferential control with the aid of modified QPLS-based soft sensor for an industrial FCCU fractionator. Int. J. Modelling Identif. Control. 2010, 11, 59–70. [Google Scholar]

	18. 
Bouhouche, S.; Tarek, H.; Jurgen, B. Inferential sensor based adaptive principal components analysis for mechanical properties prediction and evaluation. Measurement 2013, 46, 3683–3690. [Google Scholar]

	19. 
Brosilow, C.; Joseph, B. Techniques of Model Based Control, 2nd ed.; Prentice Hall: New York, NY, USA, 2002. [Google Scholar]

	20. 
Warne, K.; Prasad, G.; Rezvani, S.; Maquire, L. Statistical and computational intelligence techniques for inferential model development: A comparative evaluation and a novel proposition for fusion. Eng. Appl. Artif. Intell. 2004, 17, 871–885. [Google Scholar]

	21. 
Rivera, J.; Carrillo, M.; Chacón, M.; Herrera, G.; Bojorquez, G. Self-calibration and optimal response in intelligent sensors design based on artificial neural networks. Sensors 2007, 7, 1509–1529. [Google Scholar]

	22. 
Wang, X.; Huang, Y. Convergence study in extended Kalman Filter-based training of recurrent neural networks. IEEE Trans. Neural Netw. 2011, 22, 588–600. [Google Scholar]

	23. 
Pan, C.H.; Hsieh, H.Y.; Tang, K.T. An analog multilayer perceptron neural network for a portable electronic nose. Sensors 2012, 13, 193–207. [Google Scholar]

	24. 
Hines, W.W.; Montgomery, D.C.; Goldsman, D.M.; Borror, C.M. Probabilidade e Estatstíca na Engenharia, 4th ed.; LTC Books: Rio de Janeiro, Brazil, 2006. [Google Scholar]









































© 2013 by the authors; licensee MDPI, Basel, Switzerland. This article is an open access article distributed under the terms and conditions of the Creative Commons Attribution license (http://creativecommons.org/licenses/by/3.0/).







media/file4.png
(a) (b)





nav.xhtml


  sensors-13-15613


  
    		
      sensors-13-15613
    


  




  





media/file11.png
1) START

automatic or
manual trigger

sage to a compu
a mobile phone
for nursing care

5) Alarm

Calibration pro
temperature |

5 alibration pr i
he humidity looy

9) Repair
ncubator hardware






media/file1.png
Air in circulation

¥

o

—_— -

/4

}'/'7&‘\

Air out _:‘ Hot air T
g *:: —_—
A f T e
’/ I . .
Air inlet filter |1 \MS'S%
1

Control unit






media/file2.png





media/file7.png
Ti(n-d)———»

T.(n-d-1)——»

T.(n-d-m))——»

H. (n-d)——»

H,(n-d-1)———»

H(n-d-my)————»

N i

———» 1i(n)






media/file9.png
= 0025
0025 +
0.02 +
0.02
5 g o015
& 0015 w W
0.01 0.01
¥
x Q
0.005 - = 006 e
4 6 8 10 12 4 8 10 12
Neurons Neurons
(a) (b)
0.045/
= o =
= = .
004 0035
0.03]
§ 003 50025
w Y 0.02
0.02]
0.015]
0.01 0.01
% 0.005,
0| i ol — —-—
4 10 L] 4 6 8 10 12
Neurons Neurons
(c) (G))
0.045 =
& T - T
+ *
0.035
0.04 0.03
5 0.025
£ 003 p &
002
0.02 0.015
001
001
0.005
0 — - 1} 0 — -t
4 6 g 10 2 O g g 0 B
Neurons Neurons
(e) ®






media/file10.png
Inferred

(b)

3 8 8

0 juiod ainjesadwal

3 8 8
g juiod ainjesedwia)

38 8

3 utod aun)

Nesadwa)

80
Samples

60






media/file5.png
Base of the incubator

(a)





media/file12.png





media/file3.png





media/file0.png





media/file8.png
T.(n) M T.(m) M
H, () L Ay T(n-1) L foy
H,(n-1) P Hym P
(b)

—
&
=





media/file6.png
Input layer

Hidden layer Output layer

—>
—

Input signal Output signal





