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Abstract: The overall threat of a viral pathogen to human populations is largely 

determined by the modus operandi and velocity of the pathogen that is transmitted among 

humans. Microorganisms that can spread by aerosol are considered a more challenging 

enemy than those that require direct body-to-body contact for transmission, due to the 

potential for infection of numerous people rather than a single individual. Additionally, 

disease containment is much more difficult to achieve for aerosolized viral pathogens than 

for pathogens that spread solely via direct person-to-person contact. Thus, aerobiology has 

become an increasingly necessary component for studying viral pathogens that are naturally 

or intentionally transmitted by aerosol. The goal of studying aerosol viral pathogens is to 

improve public health preparedness and medical countermeasure development. Here, we 

provide a brief overview of the animal biosafety level 4 Aerobiology Core at the 

NIH/NIAID Integrated Research Facility at Fort Detrick, Maryland, USA.  

Keywords: ABSL-4; aerobiology; biosafety level 4; class III biosafety cabinet; BSL-4; 

high-consequence viral pathogens; medical countermeasure; viral hemorrhagic fever 

 

OPEN ACCESS



Viruses 2014, 6 138 

 

 

1. Introduction 

Microorganisms infect humans through numerous routes of transmission. Viral pathogens that are 

dependent on direct person-to-person contact for transmission are generally contained by preventing 

direct physical contact between humans. Although viral pathogens that spread by direct contact can 

still cause disease outbreaks on a global scale (e.g., human immunodeficiency virus 1), these outbreaks 

usually develop in a protracted manner (decades) rather than spreading geometrically in an explosive 

manner. Novel pandemic threats to human populations are therefore largely relegated to microorganisms 

that can be transmitted by aerosols (large respiratory droplets or small particle droplet nuclei) [1]. As a 

result, humans infected with such pathogens may infect numerous people within larger urban settings 

in a very short time. Thus, complete containment of aerosolized viral pathogens may prove impossible 

in instances when the numbers of infected people have reached a critical limit. Viral pathogens that 

cause significant morbidity and lethality through their natural airborne transmission include influenza 

A viruses, severe acute respiratory syndrome coronavirus, human herpesvirus 3 (varicella zoster virus), 

and variola virus. Recently, epidemiologists and biodefense researchers are increasingly concerned 

that bioterrorists or other aggressors may “aerosolize” pathogens usually not transmitted through the 

air. In this scenario, the introduction of pathogens into the human host through an unnatural mechanism 

may result in modified disease courses that clinicians may fail to properly diagnose and treat.  

To address public health threats posed by natural airborne pathogens or by those artificially 

aerosolized, aerobiology has become a crucial component for characterization and evaluation of 

pathogen threats [2]. Aerobiology studies have become increasingly sophisticated over the past decade, 

thanks to significant technological advances made at multiple scientific institutions. Research at the 

NIH/NIAID Integrated Research Facility at Fort Detrick (IRF-Frederick) located in Frederick, MD, 

USA, focuses on high consequence emerging viral pathogens that require animal biosafety level 4 

(ABSL-4) or biosafety level 4 (BSL-4) containment, including specific arenaviruses, bunyaviruses, 

flaviviruses, and filoviruses. Work with these NIAID Priority Pathogens and/or CDC Bioterrorism 

Agents requires rigorous and specialized staff training, strict biosecurity/biosurety oversight, and the 

highest level of biocontainment [3–5]. Biosafety precautions for ABSL-4/BSL-4 experiments are 

outlined in the Biosafety in Microbiological and Biomedical Laboratories (BMBL) manual and several 

other publications [6–8]. Such precautions are implemented through facility-specific standard operating 

procedures. The primary focus of the IRF-Frederick is to facilitate the development and/or evaluation 

of medical countermeasures against high consequence viral pathogens and ease the transition of 

candidate therapeutics or vaccines to clinical licensure. To accomplish this task, the IRF-Frederick has 

been constructed to mimic an intensive care unit for animals experimentally infected with high 

consequence viral pathogens [9]. Here we describe the Aerobiology Core of the IRF-Frederick and the 

safety requirements and procedures that govern aerobiology. 

2. Aerobiology Biosafety and Technology 

2.1. Class III Biological Safety Cabinet 

Aerosol studies at the IRF-Frederick are performed within two negative-pressure (minimum:  

125 Pa [−0.5 inches water gauge]; operational: 250 Pa [−0.75 to −1.0 inches water gauge]), high grade 
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stainless steel Class III biological safety cabinets (BSCs) situated within an ABSL-4 cabinet laboratory 

(Figures 1 and 2) [10,11]. The Class III BSC provides a primary barrier of protection and a safe, 

controlled, ABSL-4 or BSL-4 environment in which researchers perform viral pathogen 

characterization or in vivo experiments. Decontamination of the cabinets must take place between 

experiments to facilitate safe maintenance and/or repairs and to prevent cross-contamination between 

subsequent studies. The method of choice for decontamination at the IRF-Frederick is 

paraformaldehyde gas, as the gas is effective and easy to use in Class III BSCs [12]. All 

decontamination procedures follow standard operating procedures. Successful decontamination of a 

Class III BSC is documented from the results of biological indicators that validate agent inactivation 

(Figure 3).  

Figure 1. Schematic presentation of the Class III Biosafety Cabinet setup at the IRF-Frederick. 
The Class III biosafety cabinet (BSC) is a hermetically sealed stainless steel cabinet 
containing an ABSL-4 environment under negative pressure (currently in static state for 
easy viewing) within an ABSL-4 cabinet laboratory. Materials can be introduced into the 
BSC by staff working in the ABSL-4 cabinet laboratory through an under-cabinet-mounted 
stainless steel tank containing the disinfectant Micro-Chem Plus® (commonly referred to as 
a “dunk tank” in ABSL-4 or BSL-4 settings). Because the BSC is built into the wall 
separating the cabinet laboratory from an ABSL-4 suit laboratory, materials, animals, and 
viral pathogens can also be moved into the BSC from the ABSL-4 suit laboratory side 
using a transport cart and a Rapid Transfer Port (RTP). The contents within the BSC can be 
manipulated from the outside by researchers wearing various types of synthetic rubber 
gloves, specifically neoprene/chlorosulphonated polyethylene. Contents, excluding infectious 
samples, are removed from the BSC after sterilization through a double-door autoclave or 
disinfection via the dunk tank. 
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Figure 2. The IRF-Frederick Aerobiology Core Class III BSC laboratory. Shown are the 

IRF-Frederick Aerobiology Core’s two Class III BSCs within the ABSL-4 cabinet laboratory. 

One researcher is manipulating the contents of one of the Class III BSCs via synthetic rubber 

gloves. The other researcher is monitoring the parameters of the experiment electronically.  

 

Figure 3. Class III BSC paraformaldehyde gas decontamination setup. After an experiment, 

a researcher connects a decontamination machine to the BSC through designated external 

ports on top of the glove box. From a paraformaldehyde gas generator (Certek, Durham, 

NC, USA), the gas is pumped into the BSC and decontaminates the BSC after an 

appropriate contact time (i.e., 6 h). The gas is then neutralized by ammonium bicarbonate 

for an additional 6 h (12 h total decontamination). Biological indicators are placed throughout 

the BSC and the results are recorded and analyzed by staff.  
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A Rapid Transfer Port (RTP) connects the Class III BSC to the adjacent BSL-4 suit laboratory 

(Figure 4) [13]. Specialized transport carts are used to pass experimental animals and materials within 

the ABSL-4 suit laboratory through to the Class III BSC (Figure 5). The BMBL manual mandates that 

all Class III cabinet laboratories have an attached autoclave and equivalent decontamination method, 

such as a pass-through tank filled with disinfectant (dunk tank) [6]. At the IRF-Frederick, materials are 

sterilized and passed in and out of the cabinet through a double-door autoclave (Figure 6). An 

interlocking door mechanism ensures that only one autoclave door can be opened during Class III BSC 

use. This mechanism also prevents the outer door of the autoclave from being operational until a 

decontamination cycle has taken place. Waste samples are sterilized and disposed of after an autoclave 

cycle consisting of the appropriate temperature, pressure, and contact time (121.1 °C, 205.7 kPa, 2 h). 

Figure 4. The IRF-Frederick Class III BSC laboratory Rapid Transfer Port. (A) View into 

one of the IRF-Frederick Aerobiology Core Class III BSCs through the Rapid Transfer 

Port (RTP) connecting the ABSL-4 environment within the BSC to the ABSL-4 suit 

laboratory. Shown on the left are two researchers in the ABSL-4 cabinet laboratory 

manipulating the Automated Aerosol Management Platform (AAMP) connected to a 

whole-body aerosol exposure chamber in the Class III BSC using synthetic rubber gloves; 

(B) View of the RTP interlocking handle, port door closed; (C) View of RTP door seal, 

port door open. 
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Figure 5. ABSL-4 suit laboratory transport carts. Two specialized transport carts within 

the ABSL-4 suit laboratory are docked to the Class III BSC at the Rapid Transfer Port. 

Through windows in the wall between the ABSL-4 suit laboratory and the Class III BSC, 

researchers see into the adjacent ABSL-4 cabinet laboratory containing the Class III BSCs 

and communicate with staff. 

 

Figure 6. Interlocking double-door autoclave attached to the Class III BSC. Used contents 

and waste generated during an experiment inside the BSC must be sterilized after use. A 

researcher is selecting a pre-programmed autoclave cycle to ensure the contents within the 

autoclave chamber are noninfectious when the outer door is eventually opened. The door 

located nearest to the researcher cannot be opened until a full sterilization cycle has been 

completed. Biological indicators inside the autoclave chamber will be analyzed to 

determine agent inactivation after the sterilization process. 
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A chemical immersion dunk tank, which is filled with the appropriate level and concentration of 

disinfectant (≈3,500 μS/cm of Micro-Chem Plus®), is attached below the Class III BSC. Disinfectant in 

the tank is a liquid barrier of protection between the inside of the cabinet and the outside operator 

space (Figure 7). Dunk tanks provide the researcher with easy access to supplies during experimentation 

when the Class III BSC is in use. Within an ABSL-4 cabinet laboratory, non-infectious items/tools may 

be passed into the contaminated Class III BSC but must remain inside until full gas decontamination 

has taken place or until the items/tools are disinfected in the dunk tank mounted under the floor of the 

Class III BSC. Appropriate contact time of items/tools with the disinfectant in the tank is 10 min. If 

samples are transported out of the Class III BSC for any reason, then appropriate barriers and 

disinfectant should be used to provide protection and containment. Experimental samples kept for 

further analysis and study must be passed from the Class III BSC back into the BSL-4 suite through 

the RTP into a transport cart.  

Figure 7. Dunk tank filled with disinfectant attached to the Class III BSC. A liquid barrier 

created by the appropriate disinfectant protects the researcher by ensuring that 

contaminants within the BSC are fully contained. Supplies are passed through the dunk 

tank and into the BSC. A black lid covers the base of the BSC and prevents liquid from 

splashing into the experimental area. 

 

Lastly, a dedicated High-Efficiency Particulate Air (HEPA) filtration system is used in conjunction 

with the general laboratory exhaust system, known as the “HEPA deck.” Air entering the Class III 

BSCs is filtered once, whereas outgoing air is filtered twice before being discharged to the facility’s 

HEPA deck exhaust system [6,9]. The two exhaust HEPA filters on the Class III BSCs are installed “in 

series” and are certified independently by use of the disperse oil particle scan method. After gas 

decontamination of HEPA filters, all HEPA filters are tested, and a negative result indicates that the 

filters are “clean” or “non-infectious”. HEPA filters are also tested for leaks and certified annually to 

ensure correct functionality [10]. 
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2.2. Personnel and Protective Equipment 

Through a series of 24.5 cm (10 inch) glove ports on the sides of the Class III BSC, the researcher 

handles BSL-4 materials within the cabinet (Figures 1, 2, and 4). The ports are furnished with extended, 

arm-length synthetic rubber gloves that range in thickness and material depending on scientific 

application and disinfectants used. In addition to the integrated gloves, all personnel must wear a 

single layer of latex/nitrile gloves, autoclavable or disposable long sleeve scrubs, and appropriate 

footwear when working in the Class III BSC. The latex/nitrile gloves are a protective barrier between 

the user and the Class III BSC in the event there is a breach of containment within the integrated 

synthetic rubber gloves. Upon completion of use, the latex/nitrile gloves are disinfected with 5% 

Micro-Chem Plus® before disposal into double biohazardous trash bags in a step can. When exiting the 

laboratory, staff must take a shower, and all used scrubs must remain inside the containment portion of the 

change room. The scrubs are placed into laundry bags, autoclaved outside of the laboratory, and then 

laundered. Additionally, all footwear remain inside the containment portion of the changing room.  

2.3. Automated Aerosol Management Platform 

The IRF-Frederick Aerobiology Core employs an Automated Aerosol Management Platform 

(AAMP) AeroMP® (Biaera Technologies, Hagerstown, MD, USA) to control and monitor aerosol 

experimentation (Figure 8). This platform was developed at the United States Army Medical  

Research Institute of Infectious Diseases (USAMRIID) maximum containment laboratory [14]. All 

AAMP components are selected and manufactured to withstand repeated decontamination with 

paraformaldehyde gas and hydrogen peroxide vapors. The system does not require tools to assemble 

and is designed without any cut, catch, or tear points to avoid compromising the integrity of protective 

gloves worn by staff. Multiple institutions have successfully used this technology, and the results are 

well documented [14–18].  

The AAMP components are integrated with the Class III BSC (Figure 4A). This turnkey unit 

electronically controls and monitors numerous parameters that can influence an aerosol delivery, such 

as temperature, relative humidity, aerosol particle size, particle concentration, exposure duration, 

exposure chamber pressure, input airflow, and exhaust airflow in real time [19]. Researchers set 

parameters that affect aerosol delivery to optimum settings that will maintain the stability and viability 

of infectious virus particles over the course of the experiment. Communication between the control 

software, which runs on a laptop in the ABSL-4 cabinet laboratory, and the AAMP is accomplished 

with Category 5 Ethernet cables (CAT 5), USB connections, or Bluetooth technology. The Class III 

BSC is equipped with an integrated, connective port between the AAMP and the user’s laptop to 

maintain the integrity of biocontainment.  

The AAMP attaches to dedicated air supply and vacuum ports, which are hard plumbed to the Class 

III BSC. Thus, additional penetrations for equipment into the Class III BSC that potentially 

compromise containment are not needed. The exhaust ports of the AAMP exposure chamber also 

contain in-line HEPA filters, ensuring that all expelled particulates are trapped and contained.  
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Figure 8. Schematic presentation of the Automated Aerosol Management Platform. The 

AAMP is fully contained within the Class III BSC. Compressed air under negative pressure 

enters the aerosol unit, which is controlled by mass flow controllers and experimental 

parameters dictated by the researcher on a laptop (not shown). Droplets produced by 

aerosol generation pass through a mixing tube, are diluted with additional air, and dried. 

This conditioning of particles ensures that the particles are monodispersed prior to entry 

into the whole body chamber. Simultaneously, the vacuum pulls air through the whole 

body chamber ensuring that newly generated particles pass through the chamber while 

maintaining a dynamic system. A biosampler or cascade impactor and particle sizer are 

attached to the whole body chamber for collection and analysis. The overall flow of the 

system is shown by the directional arrows. 

 

The AAMP consists of aerosol generator(s), exposure chamber(s), aerosol biosampler(s), and 

aerodynamic particle sizer(s). A variety of aerosol generators can be used in conjunction with the 

AAMP in the Class III BSC. The IRF-Frederick generally uses a Collison nebulizer (BGI Inc. 

Waltham, MA, USA) to generate small aerosol particles from liquid media containing virus. To 

generate large particles, the Centered flow Tangential Aerosol Generator (CenTAG) (CH Technologies, 

Westwood, NJ, USA) is used and controlled by a syringe pump and AAMP software. Once the 

particles are expelled from the aerosol generators, they are diluted with additional air, dried to an 

optimal size within the mixing tube, and subsequently delivered to the exposure chamber. 

An exposure chamber is connected to the AAMP unit. The type of exposure chamber used is 

dependent on the test subject (type of animal) and desired aerosol exposure (head only, nose only, or 

whole body). Pressure within the exposure chamber can be positive or negative, depending on parameters 

set by the researcher. From the perspective of safety, negative pressure is preferred to ensure all 

generated particulates are drawn towards the exposure chamber and through the exhaust ports.  

Aerosol particles are analyzed during the exposure for particle size distribution by an aerodynamic 

particle sizer or cascade impactor and for virus aerosol concentration by a biosampler. The aerodynamic 

particle sizer provides high-resolution, real-time aerodynamic measurements of particles containing a 

mass median aerodynamic diameter ranging from 0.5 to 20 µm. A few readings from the particle sizer 
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gives a snapshot of the total particle count in the sampled air, mass median aerodynamic diameter of 

the particles, and geometric standard deviation. The cascade impactor (e.g., Cascade Impactor, In-Tox 

Products) analyzes particle size continuously during the exposure. The researcher analyzes particle 

size (mass) within a dedicated size range. As the particle size decreases, the ability to travel further 

through the device increases. The researcher determines the size range of the majority of generated 

particles from mass accumulation of particles collected onto each stage (collection plate with culture 

medium) of the cascade impactor (e.g., seven stages for the Cascade impactor). From the ability to 

generate particles of different sizes and to evaluate the particle size distribution in relation to disease 

course and pathogenesis, the researcher can estimate the deposition of particles within the respiratory 

tract. The deposition pattern is dependent on particle size, density, shape, airway geometry, and 

breathing pattern, as well as the mechanisms of deposition (impaction, settling, diffusion, interception, 

and electrostatic deposition) [20]. In general, small particles are preferred for penetration to the 

tracheobronchial and pulmonary regions of the lung, with emphasis on the lower respiratory tract [21]. 

Larger particles will distribute close to the head airway region via impaction [20].  

Virus aerosol concentrations are continuously sampled by a biosampler (e.g., All Glass Impinger, 

SKC Biosampler) during an exposure. The particles collected by the biosampler are grown in culture 

medium to determine the titer of the aerosolized viral pathogen via plaque assay. Alternatively, RNA 

or DNA is extracted, and genome copies are quantified via polymerase chain reaction. Samples 

generated from aerosol exposure must be evaluated with inside a Class II BSC within the ABSL-4 suit 

laboratory as they are considered to contain infectious viral pathogens. 

2.4. Experimental Preparation 

Preparation for aerosol experiments generally begins 2 to 7 days prior to study initiation. All 

necessary pieces of equipment used for the aerosol exposure and safety devices housing the equipment 

are calibrated for safe use, certified for functionality once each year, and parameters checked for 

inconsistencies prior to commencing each experiment [22]. This equipment includes, but is not limited 

to, aerosol generators, biosampling devices (e.g., flow rate), particle sizers, exposure chambers  

(e.g., leak detection), flow controllers, air and vacuum supply, autoclaves, and the Class III BSC itself. 

The AAMP automatically monitors and maintains environmental conditions (e.g., temperature, relative 

humidity, negative pressure) within the exposure chamber, balances the system airflows (e.g., biosampler 

airflow, airflow into and out of exposure chamber, flow rate for aerodynamic particle sizer), and controls 

biosampling and particle sizing. These aerobiology parameters are programmed into the AAMP before 

initiation of the experiment. 

Prior to animal experimentation, aerosol generation, biosampling, particle size distribution, and 

plethysmography protocols are validated and optimized. To optimize biosampling parameters and 

maximize recovery, aerosolized virus is introduced into the exposure chamber to quantify loss of virus 

from the rigors of particle generation (e.g., mechanical disruption during aerosol generation, 

generation of droplet size) and sample collection. In addition, loss of virus may also be the result of 

other experimental conditions (e.g., loss of viability through dehydration, mutant instability, temperature, 

relative humidity, exposure time duration). Optimizing parameter settings (aerosol characterization) 

will ensure viable virus aerosol concentrations during an actual experiment and experimental 
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reproducibility [22,23]. During a calibration or sham experiment, the initial virus aerosol concentration 

is increased logarithmically, and the actual virus aerosol concentration delivered is measured. The 

ratio, or spray factor, of the delivered virus aerosol concentration to the initial virus aerosol 

concentration generated expresses the viral loss for a particular agent.  

For animal experiments, the initial aerosol concentration of virus is estimated based on the viable 

aerosol concentration (from biosampler or cascade impactor) and the spray factor. Particle size distribution 

and mass are analyzed depending on scientific goals and results. Aerosol equipment parameters are 

tweaked to obtain a monodisperse particle size and mass. 

Plethysmography equipment is calibrated for baseline parameters and checked for structural 

integrity and functionality. Minute volume is calculated from a calibration curve that is produced by 

injection of a known volume of air into the plethysmograph over a wide range of simulated respiratory 

frequencies. Such calibrations can capture simulated animal-to-animal variations in pulmonary 

function but cannot account for changes in respiratory function caused by the use of anesthetics, 

differing individual animal metabolisms, respiratory effects caused by the agent under investigation, or 

changing stresses on the animal during exposure [14].  

2.5. Experimental Procedures 

During an actual experiment, animals undergo plethysmography immediately prior to aerosol 

exposure within the Aerobiology ABSL-4 suit laboratory that abuts to the Class III BSC (Figure 1). 

Animals are placed into a transport cart by staff wearing a positive-pressure suit. Then animals are 

passed through a rapid transfer port and are placed into the exposure chamber of the AAMP.  

The inhaled dose for the set duration of the exposure can be back-calculated using either 

predetermined, formula-generated minute volume values or actual minute volume values obtained via 

plethysmography. In experiments involving smaller animals, the inhaled dose is calculated using  

body-weight-based formulas to estimate respiratory minute volume. With one such formula, Guyton’s 

formula, the respiratory minute volume is estimated by cc/min = 2.1 × (body weight in grams)0.75 [24]. 

In larger animals, the inhaled dose is calculated using a simplified formula D = R × Caero × Texp. D is 

the presented or inhaled dose (e.g., virus plaque-forming units), R is the respiratory minute volume 

(L/min) measured by plethysmography, Caero is the aerosol concentration (plaque forming units/L), and 

Texp is the duration of the exposure (min) [14,23]. In the future, the respiratory minute volume will be 

monitored continuously. Then, exposure time will be varied so that the same inhaled dose could be 

delivered to each animal, as the minute volume of larger animals can vary widely [14]. By monitoring 

the respiratory function during the experiment, the researcher can control the amount and duration of 

the inhalation procedure, rather than using predetermined estimates of time of exposure. The AAMP 

will then terminate the exposure when the target dose of the virus is achieved.  

Experiments involving animals are more complex than calibration experiments and must be 

coordinated with the veterinary technical staff to provide anesthesia and monitoring of animal vital 

signs. The AAMP notifies the researcher when any environmental parameter (e.g., temperature, 

relative humidity, pressure, aerosol concentration, flow velocity) falls outside of upper and lower 

limits defined by the researcher [14,25]. 
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3. Conclusion  

Aerosol studies are a necessary part of research on infectious agents that are either naturally or 

intentionally spread by the respiratory route. Appreciable strides have been made within the field of 

aerobiology, particularly concerning safety and reproducibility of experimental parameters within 

maximum biocontainment. Through the integration of a Class III BSC and the AAMP within high 

containment, an efficient, reliable, and safe environment is ensured for in vivo research with high 

consequence viral pathogens. The Aerobiology Core at the IRF-Frederick seamlessly integrates with 

other state-of-the-art capabilities, such as ABSL-4 medical imaging [9], to facilitate the establishment 

or refinement of animal models and the evaluation of candidate medical countermeasures. 

Acknowledgments 

The content of this publication does not necessarily reflect the views or policies of the US 

Department of Health and Human Services or of the institutions and companies affiliated with the 

authors. MGL performed this work as an employee of Lovelace Respiratory Research Institute; VWJ 

and JHK as employees of Tunnell Consulting, Inc.; and FKM, JW, LB, and JK as employees of 

Battelle Memorial Institute; all under Battelle’s Memorial Institute’s prime contract with NIAID, 

under Contract No. HHSN272200700016I. 

Conflicts of Interest 

The authors declare no conflict of interest.  

References and Notes 

1. Roy, C.J.; Reed, D.S.; Hutt, J.A. Aerobiology and inhalation exposure to biological select agents 

and toxins. Vet. Pathol. 2010, 47, 779–789. 

2. Alibek, K.; Handelman, S. Biohazard: The Chilling True Story of the Largest Covert Biological 

Weapons Program in the World, Told from the Inside by the Man who Ran It, 1st ed.; Random 

House: New York, NY, USA, 1999. 

3. Skvorc, C.; Wilson, D.E. Developing a behavioral health screening program for BSL-4 laboratory 

workers at the National Institutes of Health. Biosecur. Bioterror. 2011, 9, 23–29. 

4. Shurtleff, A.C.; Garza, N.; Lackemeyer, M.; Carrion, R., Jr.; Griffiths, A.; Patterson, J.; Edwin, S.S.; 

Bavari, S. The impact of regulations, safety considerations and physical limitations on research 

progress at maximum biocontainment. Viruses 2012, 4, 3932–3951. 

5. Pastel, R.H.; Demmin, G.; Severson, G.; Torres-Cruz, R.; Trevino, J.; Kelly, J.; Arrison, J.; 

Christman, J. Clinical laboratories, the select agent program, and biological surety (biosurety). 

Clin. Lab. Med. 2006, 26, 299–312. 

6. Wilson, D.E.; Chosewood, L.C. Biosafety in Microbiological and Biomedical Laboratories, 5th ed.; 

U.S. Department of Health and Human Services: Washington, DC, USA, 2009. 

7. Le Blanc Smith, P.; Edwards, S. Contain the operator or contain the bug? In Anthology of 

Biosafety V: BSL-4 Laboratories; Richmond, J., Ed.; American Biological Safety Association: 

Mundelein, IL, USA, 2002; pp. 209–236. 



Viruses 2014, 6 149 

 

 

8. Bressler, D.S.; Hawley, R.J. Safety considerations in the biosafety level 4 maximum containment 

laboratory. In Biological Safety-Principles and Practices, 4th ed.; Fleming, D.O., Hunt, D.L. Ed.; 

ASM Press: Washington, DC, USA, 2006; pp. 487–508. 

9. De Kok-Mercado, F.; Kutlak, F.M.; Jahrling, P.B. The NIAID Integrated Research Facility at Fort 

Detrick. Appl. Biosaf. 2011, 16, 58–66. 

10. Germfree Laboratories. Practices and Performance Testing for Class III Biological Safety 

Cabinets; Germfree Laboratories: Ormond Beach, FL, USA, 2011. 

11. Henkel, R.D.; Sandberg, R.L.; Hilliard, J.K. A Class III cabinet BSL-4 laboratory. In Anthology of 

Biosafety V: BSL-4 Laboratories; Richmond, J., Ed.; American Biological Safety Association: 

Mundelein, IL, USA, 2002; pp. 237–251. 

12. Germfree Laboratories. Basic Principles of Decontamination for Class III Biological Safety 

Cabinets; Germfree Laboratories: Ormond Beach, FL, USA, 2008. 

13. Duhl, V. NIH Glovebox with Rapid Transfer Port. Operator’s Manual; Germfree Laboratories: 

Ormond Beach, FL, USA, 2010. 

14. Hartings, J.M.; Roy, C.J. The automated bioaerosol exposure system: Preclinical platform 

development and a respiratory dosimetry application with nonhuman primates. J. Pharmacol. 

Toxicol. Methods 2004, 49, 39–55. 

15. Gustin, K.M.; Belser, J.A.; Wadford, D.A.; Pearce, M.B.; Katz, J.M.; Tumpey, T.M.; Maines, T.R. 

Influenza virus aerosol exposure and analytical system for ferrets. Proc. Natl. Acad. Sci. USA 

2011, 108, 8432–8437. 

16. Reed, D.S.; Lackemeyer, M.G.; Garza, N.L.; Sullivan, L.J.; Nichols, D.K. Aerosol exposure to 

Zaire ebolavirus in three nonhuman primate species: Differences in disease course and clinical 

pathology. Microbes. Infect. 2011, 13, 930–936. 

17. Alves, D.A.; Glynn, A.R.; Steele, K.E.; Lackemeyer, M.G.; Garza, N.L.; Buck, J.G.; Mech, C.; 

Reed, D.S. Aerosol exposure to the angola strain of marburg virus causes lethal viral hemorrhagic 

fever in cynomolgus macaques. Vet. Pathol. 2010, 47, 831–851. 

18. Geisbert, T.W.; Daddario-Dicaprio, K.M.; Geisbert, J.B.; Reed, D.S.; Feldmann, F.; Grolla, A.; 

Stroher, U.; Fritz, E.A.; Hensley, L.E.; Jones, S.M.; Feldmann, H. Vesicular stomatitis virus-based 

vaccines protect nonhuman primates against aerosol challenge with Ebola and Marburg viruses. 

Vaccine 2008, 26, 6894–6900. 

19. Hermann, J.; Hoff, S.; Munoz-Zanzi, C.; Yoon, K.J.; Roof, M.; Burkhardt, A.; Zimmerman, J. 

Effect of temperature and relative humidity on the stability of infectious porcine reproductive and 

respiratory syndrome virus in aerosols. Vet. Res. 2007, 38, 81–93. 

20. Hinds, W.C. Respiratory Deposition. In Aerosol Technology: Properties, Behavior, and 

Measurement of Aerosol Particles; Wiley and Sons: New York, NY, USA, 1999; pp. 233–259. 

21. Roy, C.J.; Voss, T.G. Use of the aerosol rabbitpox virus model for evaluation of anti-poxvirus 

agents. Viruses 2010, 2, 2096–2107. 

22. Saini, D.; Hopkins, G.W.; Chen, C.J.; Seay, S.A.; Click, E.M.; Lee, S.; Hartings, J.M.; 

Frothingham, R. Sampling port for real-time analysis of bioaerosol in whole body exposure 

system for animal aerosol model development. J. Pharmacol. Toxicol. Methods 2011, 63, 143–149. 



Viruses 2014, 6 150 

 

 

23. Roy, C.J.; Pitt, L.M. Infectious disease aerobiology: Aerosol challenge methods. In Biodefense: 

Research Methodology and Animal Models; Swearingen, J.R., Ed.; Taylor & Francis: Boca Raton, 

FL, USA, 2006; pp. 61–76. 

24. Guyton, A.C. Measurement of the respiratory volumes of laboratory animals. Am. J. Physiol. 

1947, 150, 70–77. 

25. Halloran, S.K.; Wexler, A.S.; Ristenpart, W.D. A comprehensive breath plume model for disease 

transmission via expiratory aerosols. PLoS One 2012, 7, e37088. 

© 2014 by the authors; licensee MDPI, Basel, Switzerland. This article is an open access article 

distributed under the terms and conditions of the Creative Commons Attribution license 

(http://creativecommons.org/licenses/by/3.0/). 



<<
  /ASCII85EncodePages false
  /AllowTransparency false
  /AutoPositionEPSFiles true
  /AutoRotatePages /None
  /Binding /Left
  /CalGrayProfile (Dot Gain 20%)
  /CalRGBProfile (sRGB IEC61966-2.1)
  /CalCMYKProfile (U.S. Web Coated \050SWOP\051 v2)
  /sRGBProfile (sRGB IEC61966-2.1)
  /CannotEmbedFontPolicy /Error
  /CompatibilityLevel 1.4
  /CompressObjects /Tags
  /CompressPages true
  /ConvertImagesToIndexed true
  /PassThroughJPEGImages true
  /CreateJobTicket false
  /DefaultRenderingIntent /Default
  /DetectBlends true
  /DetectCurves 0.0000
  /ColorConversionStrategy /CMYK
  /DoThumbnails false
  /EmbedAllFonts true
  /EmbedOpenType false
  /ParseICCProfilesInComments true
  /EmbedJobOptions true
  /DSCReportingLevel 0
  /EmitDSCWarnings false
  /EndPage -1
  /ImageMemory 1048576
  /LockDistillerParams false
  /MaxSubsetPct 100
  /Optimize true
  /OPM 1
  /ParseDSCComments true
  /ParseDSCCommentsForDocInfo true
  /PreserveCopyPage true
  /PreserveDICMYKValues true
  /PreserveEPSInfo true
  /PreserveFlatness true
  /PreserveHalftoneInfo false
  /PreserveOPIComments true
  /PreserveOverprintSettings true
  /StartPage 1
  /SubsetFonts true
  /TransferFunctionInfo /Apply
  /UCRandBGInfo /Preserve
  /UsePrologue false
  /ColorSettingsFile ()
  /AlwaysEmbed [ true
  ]
  /NeverEmbed [ true
  ]
  /AntiAliasColorImages false
  /CropColorImages true
  /ColorImageMinResolution 300
  /ColorImageMinResolutionPolicy /OK
  /DownsampleColorImages true
  /ColorImageDownsampleType /Bicubic
  /ColorImageResolution 300
  /ColorImageDepth -1
  /ColorImageMinDownsampleDepth 1
  /ColorImageDownsampleThreshold 1.50000
  /EncodeColorImages true
  /ColorImageFilter /DCTEncode
  /AutoFilterColorImages true
  /ColorImageAutoFilterStrategy /JPEG
  /ColorACSImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /ColorImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /JPEG2000ColorACSImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /JPEG2000ColorImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /AntiAliasGrayImages false
  /CropGrayImages true
  /GrayImageMinResolution 300
  /GrayImageMinResolutionPolicy /OK
  /DownsampleGrayImages true
  /GrayImageDownsampleType /Bicubic
  /GrayImageResolution 300
  /GrayImageDepth -1
  /GrayImageMinDownsampleDepth 2
  /GrayImageDownsampleThreshold 1.50000
  /EncodeGrayImages true
  /GrayImageFilter /DCTEncode
  /AutoFilterGrayImages true
  /GrayImageAutoFilterStrategy /JPEG
  /GrayACSImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /GrayImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /JPEG2000GrayACSImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /JPEG2000GrayImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /AntiAliasMonoImages false
  /CropMonoImages true
  /MonoImageMinResolution 1200
  /MonoImageMinResolutionPolicy /OK
  /DownsampleMonoImages true
  /MonoImageDownsampleType /Bicubic
  /MonoImageResolution 1200
  /MonoImageDepth -1
  /MonoImageDownsampleThreshold 1.50000
  /EncodeMonoImages true
  /MonoImageFilter /CCITTFaxEncode
  /MonoImageDict <<
    /K -1
  >>
  /AllowPSXObjects false
  /CheckCompliance [
    /None
  ]
  /PDFX1aCheck false
  /PDFX3Check false
  /PDFXCompliantPDFOnly false
  /PDFXNoTrimBoxError true
  /PDFXTrimBoxToMediaBoxOffset [
    0.00000
    0.00000
    0.00000
    0.00000
  ]
  /PDFXSetBleedBoxToMediaBox true
  /PDFXBleedBoxToTrimBoxOffset [
    0.00000
    0.00000
    0.00000
    0.00000
  ]
  /PDFXOutputIntentProfile ()
  /PDFXOutputConditionIdentifier ()
  /PDFXOutputCondition ()
  /PDFXRegistryName ()
  /PDFXTrapped /False

  /CreateJDFFile false
  /Description <<

    /BGR <>
    /CHS <FEFF4f7f75288fd94e9b8bbe5b9a521b5efa7684002000410064006f006200650020005000440046002065876863900275284e8e9ad88d2891cf76845370524d53705237300260a853ef4ee54f7f75280020004100630072006f0062006100740020548c002000410064006f00620065002000520065006100640065007200200035002e003000204ee553ca66f49ad87248672c676562535f00521b5efa768400200050004400460020658768633002>
    /CHT <FEFF4f7f752890194e9b8a2d7f6e5efa7acb7684002000410064006f006200650020005000440046002065874ef69069752865bc9ad854c18cea76845370524d5370523786557406300260a853ef4ee54f7f75280020004100630072006f0062006100740020548c002000410064006f00620065002000520065006100640065007200200035002e003000204ee553ca66f49ad87248672c4f86958b555f5df25efa7acb76840020005000440046002065874ef63002>
    /CZE <>
    /DAN <>
    /DEU <>
    /ESP <>
    /ETI <>
    /FRA <>
    /GRE <>

    /HRV (Za stvaranje Adobe PDF dokumenata najpogodnijih za visokokvalitetni ispis prije tiskanja koristite ove postavke.  Stvoreni PDF dokumenti mogu se otvoriti Acrobat i Adobe Reader 5.0 i kasnijim verzijama.)
    /HUN <>
    /ITA <>
    /JPN <FEFF9ad854c18cea306a30d730ea30d730ec30b951fa529b7528002000410064006f0062006500200050004400460020658766f8306e4f5c6210306b4f7f75283057307e305930023053306e8a2d5b9a30674f5c62103055308c305f0020005000440046002030d530a130a430eb306f3001004100630072006f0062006100740020304a30883073002000410064006f00620065002000520065006100640065007200200035002e003000204ee5964d3067958b304f30533068304c3067304d307e305930023053306e8a2d5b9a306b306f30d530a930f330c8306e57cb30818fbc307f304c5fc59808306730593002>
    /KOR <FEFFc7740020c124c815c7440020c0acc6a9d558c5ec0020ace0d488c9c80020c2dcd5d80020c778c1c4c5d00020ac00c7a50020c801d569d55c002000410064006f0062006500200050004400460020bb38c11cb97c0020c791c131d569b2c8b2e4002e0020c774b807ac8c0020c791c131b41c00200050004400460020bb38c11cb2940020004100630072006f0062006100740020bc0f002000410064006f00620065002000520065006100640065007200200035002e00300020c774c0c1c5d0c11c0020c5f40020c2180020c788c2b5b2c8b2e4002e>
    /LTH <>
    /LVI <>
    /NLD (Gebruik deze instellingen om Adobe PDF-documenten te maken die zijn geoptimaliseerd voor prepress-afdrukken van hoge kwaliteit. De gemaakte PDF-documenten kunnen worden geopend met Acrobat en Adobe Reader 5.0 en hoger.)
    /NOR <>
    /POL <>
    /PTB <>
    /RUM <>
    /RUS <>
    /SKY <>
    /SLV <>
    /SUO <>
    /SVE <>
    /TUR <>
    /UKR <>
    /ENU (Use these settings to create Adobe PDF documents best suited for high-quality prepress printing.  Created PDF documents can be opened with Acrobat and Adobe Reader 5.0 and later.)
  >>
  /Namespace [
    (Adobe)
    (Common)
    (1.0)
  ]
  /OtherNamespaces [
    <<
      /AsReaderSpreads false
      /CropImagesToFrames true
      /ErrorControl /WarnAndContinue
      /FlattenerIgnoreSpreadOverrides false
      /IncludeGuidesGrids false
      /IncludeNonPrinting false
      /IncludeSlug false
      /Namespace [
        (Adobe)
        (InDesign)
        (4.0)
      ]
      /OmitPlacedBitmaps false
      /OmitPlacedEPS false
      /OmitPlacedPDF false
      /SimulateOverprint /Legacy
    >>
    <<
      /AddBleedMarks false
      /AddColorBars false
      /AddCropMarks false
      /AddPageInfo false
      /AddRegMarks false
      /ConvertColors /ConvertToCMYK
      /DestinationProfileName ()
      /DestinationProfileSelector /DocumentCMYK
      /Downsample16BitImages true
      /FlattenerPreset <<
        /PresetSelector /MediumResolution
      >>
      /FormElements false
      /GenerateStructure false
      /IncludeBookmarks false
      /IncludeHyperlinks false
      /IncludeInteractive false
      /IncludeLayers false
      /IncludeProfiles false
      /MultimediaHandling /UseObjectSettings
      /Namespace [
        (Adobe)
        (CreativeSuite)
        (2.0)
      ]
      /PDFXOutputIntentProfileSelector /DocumentCMYK
      /PreserveEditing true
      /UntaggedCMYKHandling /LeaveUntagged
      /UntaggedRGBHandling /UseDocumentProfile
      /UseDocumentBleed false
    >>
  ]
>> setdistillerparams
<<
  /HWResolution [2400 2400]
  /PageSize [612.000 792.000]
>> setpagedevice


