Development of a Combined Heart-Cut and Comprehensive Two-Dimensional Gas Chromatography System to Extend the Carbon Range of Volatile Organic Compounds Analysis in a Single Instrument

Rachel E Dunmore 1, James R Hopkins 1,2, Richard T Lidster 1, Mohammed Iqbal Mead 3,4,5, Brian J Bandy 6, Grant Forster 6,7, David E Oram 6,7, William T Sturges 6, Siew-Moi Phang 3, Azizan Abu Samah 3 and Jacqueline F Hamilton 1,*

1 Wolfson Atmospheric Chemistry Laboratories, University of York, Heslington YO10 5DD, UK; rachel.dunmore@york.ac.uk (R.E.D.); jim.hopkins@york.ac.uk (J.R.H.); rt lidsrer@gmail.com (R.T.L.)
2 National Centre for Atmospheric Science, University of York, York YO10 5DD, UK
3 Institute of Ocean and Earth Sciences, University of Malaya, 50603 Kuala Lumpur, 22 Malaysia; iq.mead@cranfield.ac.uk (M.I.M.); phang@um.edu.my (S.-M.P.); azizans@um.edu.my (A.A.S.)
4 School of Earth, Atmospheric and Environmental Science, University of Manchester, Manchester M13 9PL, UK
5 Centre for Atmospheric Informatics and Emissions Technology, Cranfield University, Cranfield MK43 0AL, UK
6 Centre for Ocean and Atmospheric Sciences (COAS), School of Environmental Sciences, University of East Anglia, Norwich NR4 7TJ, UK; b.bandy@uea.ac.uk (B.J.B.); g.forster@uea.ac.uk (G.F.); d.oram@uea.ac.uk (D.E.O.); w.sturges@uea.ac.uk (W.T.S.)
7 National Centre for Atmospheric Science, University of East Anglia, Norwich NR4 7TJ, UK
* Correspondence: jacqui.hamilton@york.ac.uk; Tel.: +44-0-190-432-4076

Abstract: The majority of atmospheric measurements of volatile organic compounds (VOCs) are usually limited to a small range, either in volatility or time resolution. A combined heart-cut gas chromatography (GC) with comprehensive two-dimensional GC (GC×GC) instrument was developed, specifically to increase the number of VOCs analysed using a single instrument. The system uses valve based modulation and was fully automated, making it suitable for use in the field. A laboratory comparison to an existing dual-channel GC (DC-GC) instrument demonstrated that this new GC-GC×GC can accurately measure atmospheric mixing ratios of C5-C13 VOC species with a wide range of functionalities. Approximately hourly field measurements were conducted at a remote marine atmospheric research station in Bachok, Malaysia. This region was shown to be influenced by clean marine air masses, local anthropogenic and biogenic emission sources and aged emissions transported from highly polluted South East Asian regions. A dramatic shift in air mass direction was observed each day associated with the development of a sea breeze, which influenced the diurnal profiles of species measured at the Bachok site. A proton-transfer-reaction mass spectrometer (PTR-MS) was also deployed at Bachok and compared to the new GC-GC×GC instrument. Overall, the GC-GC×GC instrument has been shown to perform well in lab comparisons and during field observations. This represents a good compromise between volatility and high complexity online measurements of VOCs.

Keywords: comprehensive two dimensional gas chromatography (GC×GC); volatile organic compounds (VOCs); heart-cut; multidimensional gas chromatography; atmospheric analysis
1. Introduction

Volatile organic compounds (VOCs) play a central role in the atmosphere through reactions which can produce secondary pollutants such as secondary organic aerosol (SOA) and ozone ($O_3$), both of which are detrimental to health. Atmospheric VOC measurements generally fall into one of two categories; offline, where the sample is collected and analysed back at the laboratory, or online, where the instrument is deployed to the field. There are a variety of instruments designed to measure the atmospheric concentrations of VOCs. One of the most common methods of VOC analysis, both off and online, is thermal desorption gas chromatography coupled to either a flame ionisation detector or mass spectrometer (TD-GC-FID/MS) [1].

The majority of online, longer term atmospheric VOC measurements span a range of $C_2$-$C_8$ hydrocarbons; including alkanes, alkenes and simple aromatic compounds such as benzene, toluene and xylenes. This select group of VOCs are routinely measured in many countries for compliance with air quality policy, however there are potentially many thousands of VOC compounds that are not routinely measured and as a result their influence on local processes and secondary pollution generation is not well established. The complexity is further complicated by the exponential increase in structural isomers with increasing carbon number [2].

Measurement of higher carbon number VOCs in the atmosphere is much rarer than small chain hydrocarbons. Our previous measurement approach, detailed in Dunmore et al. (2015), used comprehensive two-dimensional GC (GC$\times$GC) [3], a method that can increase the number of VOC species identified in complex mixtures, such as urban air, when compared to single column GC [4]. GC$\times$GC instruments subject the entire sample under analysis to a separation in two dimensions through the use of two GC columns connected via a modulator. The modulator fractionates the eluent from the primary column and injects it onto the secondary column at rapid, regular time intervals. The secondary column subjects the sample to a fast separation, typically less than 10 s, prior to the next modulation. This combination of two GC columns with different selectivities improves the separation and resolution power of the instrument and is particularly effective at resolving compounds with similar boiling points but different polarities [5].

During the Clean air for London (CleanfLo) campaign of 2012 (detailed in Bohnenstengel et al. (2014) [6] and Dunmore et al. (2015) [3]), the original GC$\times$GC instrument was unable to fully separate, and therefore quantify, isoprene from the band of other aliphatic compounds in the chromatogram (shown in Supplementary Figure A1). This is likely a direct result of using a narrow primary BPX-5 column (0.15 mm), needed for the valve based GC$\times$GC system, but does lead to a more limited separation of the most volatile VOC species. A Dual Channel (DC)-GC instrument (described in Hopkins et al. (2011) [7]) was also deployed during the CleanfLo campaign, which could accurately and reliably quantify isoprene, and other $C_2$-$C_8$ VOCs allowing an extensive characterisation of the VOC mix in urban air.

Isoprene has been shown to be extremely important in tropical regions, particularly those with forested areas [8] meaning that the existing GC$\times$GC method missed a vital VOC. The overall aim of this development was to extend the carbon range of VOCs that could be quantified using a single instrument. In particular, obtaining both an accurate and reproducible measure of isoprene in addition to maintaining the separation of larger carbon number species was a key goal of this research.

The coupling of either multiple GC techniques or detectors into a hyphenated system can provide a superior method to studying complex samples, such as the VOC composition of the atmosphere [9]. These systems could be a combination of one dimensional (1D) GC, heart-cut GC (GC-GC) and/or GC$\times$GC in a single instrument that can be implemented to provide the best resolution and separation of a sample [9]. Multi-dimensional GC systems are typically comprised of GC-GC, where targeted and discrete sections of the 1D column separation are transferred either for further separation on a second dimension (2D) and/or to a different detection system [9,10]. The columns are connected through the use of either a switching valve or pressure-driven switching
device [11]. The targeted regions are subjected to a greater separation than would be possible using 1D GC alone [9].

This paper details the development of a new combined heart-cut and GC×GC instrument (GC-GC×GC) to measure a wider range of VOCs. There are several methods that could have been used to optimise the original GC×GC instrument; for example, changing the modulation parameters, introducing a secondary oven, changing the detector from an FID to MS etc. The latter however, would have made the instrument less portable than with an FID. Ideally, this new instrument should be as close to the original design as possible but still be field portable to very remote locations. A well established and validated DC-GC instrument was able to quantify several high volatility VOCs, specifically isoprene thus the setup of this instrument was used to inform the design of the new GC-GC×GC. This new instrument was then compared to the DC-GC described in Hopkins et al. (2011) [7]. The GC-GC×GC instrument was deployed at a newly developed research facility located at the University of Malaya Bachok Marine Research Station (BMRS). The campaign during January and February 2014 was designed to investigate the composition of air flowing from industrialised regions to the north of the South China Sea.

Bachok, Malaysia is at the centre of an important region of the globe, often referred to as the Maritime Continent (MC) in South East Asia which comprises many islands, peninsulas and shallow seas between approximately 10° S to 20° N and 90 to 150° E. This region is subject to a complex mix of anthropogenic and biogenic emissions including; industrial emissions from the rapidly-developing nations in Asia (particularly the south east), biomass burning emissions from tropical forests, and emissions from natural and cultivated terrestrial and marine ecosystems. The large scale transport of atmospheric species in this region is controlled by the oscillation of the intertropical convergence zone and the accompanying monsoon seasons. Of particular interest during the winter months, is the flow of air from highly industrialised and populated regions in China, Japan, Korea and Taiwan over the South China Sea. This, in conjunction with the increasing anthropogenic emissions from these countries, due to the rapid development they are undergoing, could be potentially significant when considering regional radiative forcing. Even though this region is of high interest, there have so far been a limited number of studies conducted.

2. Materials and Methods

The GC-GC×GC system comprised of an Agilent 7890 GC with two FIDs operating at 200 Hz (Agilent Technologies, Wilmington, DE, USA). The FIDs were both heated to 300 °C, with 30 mL·min⁻¹ hydrogen and 300 mL·min⁻¹ compressed air, (provided by generators in the laboratory and cylinders in the field). This system is made up of three columns: the GC×GC stage used a primary BPX-5 column (25 m, 0.15 mm, 0.4 µm, SGE Analytical Science, Victoria, Australia; column pressure of 60 psi) and a secondary BP-20 column (5 m, 0.25 mm, 0.25 µm, SGE Analytical Science; 23 psi), and the heart-cut stage used a secondary aluminium oxide Porous Layer Open Tubular (PLOT, 25 m, 0.25 mm, 0.4 µm, Agilent Technologies, Edinburgh, UK; 11 psi) column. The columns used constant pressure throughout the GC run, with helium as the carrier gas (provided by cylinders of CP grade equivalents in both the laboratory and in the field). Two 4-port, 2-way valves (Valco Instruments, Houston, TX, USA) were used to switch between the heart-cut and GC×GC stages. A 6-port, 2-way diaphragm valve (Valco Instruments) was used as the total transfer flow modulator for the GC×GC stage. The modulator was held at 100 °C throughout the run and had a modulation period of 5 s (comprised of a 4.7 s sample and 0.3 s injection periods).

Thermal desorption of ambient samples was achieved using a Markes TT24-7 unit with an air server attachment (Markes International, Llantrisant, UK), sampling at a rate of 100 mL·min⁻¹ for 55 min, to give a total sample volume of 5.5 L. The trapping temperature was set at −10 °C, and then heated to 200 °C at 100 °C·min⁻¹ (maximum temperature held for 3 min, combined trap desorption time of 5 min) to desorb all analytes of interest.
During an intercomparison phase, outside air was sampled from a manifold attached to the roof of the Wolfson Atmospheric Chemistry Laboratory based on the University of York, Heslington West campus. Air samples were pumped through a glass finger in an ethylene glycol bath held at $-30^\circ C$ to remove any moisture present. An oven temperature programme for the GC-GC×GC instrument was developed to optimise the separation and resolution of analytes. The initial temperature was $50^\circ C$, held for 3 min, ramped at $2.5^\circ C \cdot min^{-1}$ to $130^\circ C$, held for 2 min then ramped at $10^\circ C \cdot min^{-1}$ to $200^\circ C$, and held for 6 min; giving a total run time of 50 min. The total analysis time was 55 min.

The GC-GC×GC instrument developed was compared to a well-established DC-GC that is operated by the National Centre for Atmospheric Science (NCAS) Atmospheric Measurements Facility. A detailed reporting of the DC-GC set up and calibration is provided by Hopkins et al. (2003) [12]. Briefly, this instrument has two GC columns; an aluminium oxide PLOT column and a LOWOX column for the analysis of VOCs and oxygenated VOCs (OVOCs) respectively.

2.1. Bachok Demonstration ‘International Opportunities Fund’ Campaign

The GC-GC×GC was deployed at the University of Malaya BMRS, located on the eastern coast of Peninsular Malaysia, within 100 m of the South China Sea ($6^\circ 0'31.878''N, 102^\circ 25'49.2672''E$). This site is owned and operated by the University of Malaya (UM) as part of the Institute of Ocean and Earth Sciences (IOES). The intensive demonstration activity ran from 21 January until 6 February 2014, was funded by the National Environment Research Council and the UM and involved several UK universities (Universities of East Anglia, Cambridge, York, Leeds, Leicester and Royal Holloway University of London), NCAS, UM and Met Malaysia. Measurements were taken from the top of an atmospheric observation tower (7 floors, $\approx 15$ m) on the beach side of the site, using the GC-GC×GC method described in the previous section. The gases used during this sampling period were from cylinders at the same purity as previously described.

2.2. Compound Identification and Quantification

Individual VOC compounds were identified and quantified using either a certified gas standard or using retention indices from liquid standards. The certified gas standard contained 30 ozone precursor VOC compounds (C$_2$-C$_9$, NPL 30, National Physical Laboratory, Teddington, UK) at 3–5 ppb levels. This was used at regular intervals both in the laboratory and in the field based study to perform gas phase calibrations. Compounds not included in the gas standard were identified and quantified using splitless injections from liquid standards. This was discussed in detail in the Supplementary Information, Section 1.3 of Dunmore et al. (2015) [3]. The data processing and integration was done using ChemStation (Agilent Technologies) for the 1D GC data and Zoex GC image (Zoex, Houston, TX, USA) for the 2D GC data.

2.3. Supporting Measurements

Measurements of nitric oxide (NO) and nitrogen dioxide (NO$_2$) were performed using a two channel TE42i commercial gas analyser (Thermo Scientific, Waltham, MA, USA) which utilises the chemiluminescence produced by the reaction between NO and ozone (O$_3$). Measurements are made alternately using a single reaction chamber with an upstream solenoid to select between NO and NO$_2$, where the NO$_2$ is converted to NO using a molybdenum convertor operated at $350^\circ C$. Due to the high non-selectivity of the molybdenum convertor the NO$_2$ measurement can be positively biased due to the conversion of other reactive nitrogen compounds (i.e., Peroxyacyl nitrates, alkyl nitrates and nitric acid) to NO. Calibration was routinely performed with a 1 ppm NO reference gas standard certified with an accuracy of $\pm 1$ percent (Alpha gas standard, BOC Industrial Gases, Surrey, UK).
3. Results and Discussion

3.1. Development of the GC-GC×GC

The GC-GC×GC instrument had two operating modes, a volatile heart-cut stage (GC-, first 5 min) and a normal GC×GC stage (5 to 50 min) as shown in Figure 1. For the heart-cut stage, eluent was directed down the primary BPX-5 column, through valves 1 and 2, onto a secondary PLOT column coupled to FID 1. After 5 min, the valves switch position and the secondary PLOT column was supplied with an auxiliary helium flow of 11 psi. The heart-cut stage essentially acts to inject the most volatile VOCs (C₄-C₇), which are unretained by the primary BPX-5 column, onto the secondary PLOT column. For the rest of the duty cycle, these volatile species are separated on the secondary PLOT column. The remainder of the VOCs (C₈-C₁₃) are separated in the GC×GC stage, where eluent from the primary BPX-5 column is modulated using the total transfer flow valve modulator. The secondary BP-20 column was connected to FID 2 for detection.

One of the issues encountered when sampling ambient air using a thermal desorption unit and injecting onto a relatively narrow primary BPX-5 column (0.15 mm) was a high degree of band broadening, ultimately resulting in poor chromatographic resolution. A cryogenic (cryo)-focusing step was introduced after the TDU, to allow for the sample to be re-focused and held at the front of the primary BPX-5 column prior to separation, as shown in Figure 2a. Turning off the cryogen allowed the sample to be injected as a narrow plug. To make this step suitable for field work, a re-focusing T-piece (SGE Analytical Science) was used in conjunction with a cylinder of liquid CO₂ [13]. As shown in Figure 2a, the primary BPX-5 column is threaded through the T-piece and liquid CO₂ was sprayed around the column during sample injection activated by a solenoid. In order for the trapped analytes
to be released, the T-piece was housed within the GC oven to allow rapid temperature equilibration after the cryogen was switched off.

Duplicate injections were run using an in-house produced toluene gas cylinder at 26 ppbv to investigate the effects of cryo re-focusing on the separation in the first and second dimensions during GC×GC analysis. When the cryo re-focusing was on, the toluene peak was much narrower in the first dimension, with only 6 modulated peaks (Figure 2e) as opposed to over 16 without re-focusing (Figure 2d). The first dimension retention time was also slightly increased as a result of the re-focusing process.

The optimum re-focusing time was investigated by changing the cryo re-focusing time period from 0 s to 120 s at 30 s increments. For compounds which are weakly retained, a cryo-focusing period of over 60 s results in progressively more band broadening. Conversely, for strongly retained compounds, there was no significant amount of re-focusing until 120 s. However with longer time periods, the T-piece became blocked with ice, which reduced the efficiency of the re-focusing step. A 60 s time period was found to be optimum, with reduced peak widths and little distortion of the peak shapes.

Figure 3 shows the chromatogram of the 30 ozone precursor VOC compound gas standard (NPL 30) obtained using the GC-GC×GC instrument. Of the 30 VOC compounds in this standard, 27 were fully separated and quantified although m- and p-xylene were identified as one as they co-eluted. The three compounds not separated are ethane, ethene, and propene due to the very small carbon numbers, and low boiling points of these compounds. The upper panel shows the 1D GC-FID chromatogram, where the x-axis is retention time on the secondary PLOT column and the y-axis is peak amplitude. The lower panel shows the GC×GC-FID chromatogram in the form of a contour plot, where the x and y-axis are the retention times on the primary BPX-5 (separation based on boiling point) and secondary BP-20 (based on polarity) columns respectively and the coloured contour is peak intensity. The red section at the start of the chromatogram is indicative of the first 5 min of the run when the system was in heart-cut mode, such that no GC×GC separation occurs. This chromatogram shows good separation of the species of interest and the ability to separate and resolve isoprene. The 1D GC-FID chromatogram (upper panel) contains hydrocarbons from C$_3$-C$_7$, inclusive of isoprene and benzene, while the GC×GC contour plot (lower panel) consists of higher carbon number species (C$_7$-C$_{13}$); such as larger aromatics and aliphatics, along with other functional groups.

The use of online sorbent tube sampling via a thermal desorption unit is a common practice for in-situ field campaigns, however it is essential that breakthrough tests are carried out to test the validity of the method to sample ambient air. Breakthrough tests are used to determine
what parameters should be maintained to ensure that none of the analyte of interest was lost or undetected [14]. If not carried out the wrong sampling volume may be used, i.e., too high a volume could cause the sorbent to become saturated with analyte leading to a false quantification.

Figure 3. Chromatogram from the GC-GC×GC instrument run with a 30 component C₂-C₉ VOC gas standard: upper panel is a one-dimensional GC plot from the volatile heart-cut stage and the lower panel is a two-dimensional GC plot from the GC×GC stage. Compounds are identified as follows: (1) n-propane, (2) iso-butane, (3) n-butane, (4) acetylene, (5) trans-2-butene, (6) 1-butene, (7) cis-butene, (8) iso-pentane, (9) n-pentane, (10) 1,3-butadiene, (11) trans-2-pentene, (12) cis-2-pentene, (13) 2+3-methyl pentane, (14) n-hexane, (15) isoprene, (16) n-heptane, (17) benzene, (18) 2,2,4-trimethyl pentane, (19) toluene, (20) n-octane, (21) ethyl benzene, (22) m+p-xylene, (23) o-xylene, (24) 1,3,5-trimethyl benzene, (25) 1,2,4-trimethyl benzene and (26) 1,2,3-trimethyl benzene.

To test the sorbent tubes used, a set of serial dilutions were conducted using the 30 component VOC gas standard (NPL 30). A particular focus of this testing was to determine the linearity of the calibration for the more volatile compounds being targeted by the new set-up (i.e., C₃-C₆) over a range of mixing ratios from 0.4 to 4 ppbv. The results of these tests showed that this method was not suitable for the analysis of species with 4 or less carbon atoms but gave a linear response for isoprene, the specific target compound of interest, at expected atmospheric mixing ratios (shown in Table 1).

Table 1. Gradient, intercepts and $R^2$ values for breakthrough test compounds. Numbers correspond to the identified peaks in Figure 3, acetylene and cis-2-pentene are not included.

<table>
<thead>
<tr>
<th>Compounds</th>
<th>Gradient</th>
<th>Intercept/10⁻¹⁸</th>
<th>$R^2$</th>
</tr>
</thead>
<tbody>
<tr>
<td>1  n-Propane</td>
<td>−1.5010</td>
<td>4.1427</td>
<td>0.15</td>
</tr>
<tr>
<td>2  iso-Butane</td>
<td>−1.8479</td>
<td>4.5295</td>
<td>0.17</td>
</tr>
<tr>
<td>3  n-Butane</td>
<td>−0.3147</td>
<td>4.5533</td>
<td>0.58</td>
</tr>
<tr>
<td>4  trans-2-Butene</td>
<td>0.0995</td>
<td>−0.7799</td>
<td>0.81</td>
</tr>
<tr>
<td>5  1-Butene</td>
<td>0.1419</td>
<td>−1.0857</td>
<td>0.69</td>
</tr>
<tr>
<td>6  cis-Butene</td>
<td>0.0937</td>
<td>−0.7115</td>
<td>0.83</td>
</tr>
<tr>
<td>7  iso-Pentane</td>
<td>0.0916</td>
<td>−0.9669</td>
<td>0.87</td>
</tr>
<tr>
<td>8  n-Pentane</td>
<td>0.0368</td>
<td>−0.0771</td>
<td>0.99</td>
</tr>
<tr>
<td>9  1,3-Butadiene</td>
<td>0.0654</td>
<td>0.2000</td>
<td>0.43</td>
</tr>
<tr>
<td>10 trans-2-Pentene</td>
<td>0.0393</td>
<td>−0.0736</td>
<td>0.99</td>
</tr>
<tr>
<td>11 2/3-methyl Pentane</td>
<td>0.0322</td>
<td>−0.1313</td>
<td>0.99</td>
</tr>
<tr>
<td>12 n-Hexane</td>
<td>0.0302</td>
<td>−0.0658</td>
<td>0.99</td>
</tr>
<tr>
<td>13 Isoprene</td>
<td>0.0397</td>
<td>−0.0623</td>
<td>0.99</td>
</tr>
<tr>
<td>14 n-Heptane</td>
<td>0.0264</td>
<td>−0.0751</td>
<td>0.99</td>
</tr>
<tr>
<td>15 Benzene</td>
<td>0.0312</td>
<td>−0.0910</td>
<td>0.99</td>
</tr>
<tr>
<td>16 2,2,4-trimethyl-Pentane</td>
<td>0.0231</td>
<td>−0.0802</td>
<td>0.99</td>
</tr>
</tbody>
</table>
3.2. Comparison of GC-GC×GC with an Established DC-GC

By comparing this new GC-GC×GC instrument against a well established DC-GC instrument [7], its performance was evaluated. The two instruments both observed 27 of the compounds in the 30 component VOC gas standard (i.e., those shown in Figure 3 with m- and p-xylene identified as one compound). The measured atmospheric mixing ratios of two of the compounds, n-pentane and isoprene, observed in York by both instruments, are shown in Figure 4. These two compounds were chosen to show whether the new GC-GC×GC instrument can accurately observe the target compound, isoprene, and n-pentane another more volatile VOC than the previous GC×GC setup could observe. The two instruments compare very well for both compounds, (with linear regression correlations of $R^2$ of 0.992 for n-pentane and $R^2$ of 0.997 for isoprene). There are some discrepancies between the techniques, towards the end of the n-pentane time series. This analysis was carried out at the Department of Chemistry, University of York so it was likely emissions of n-pentane from solvent use in the department may be influencing the time series. The two instruments also have very different sampling methods which may be another reason for this discrepancy. The DC-GC instrument samples for 10 min and runs the sample for 50 min, while the GC-GC×GC instrument continuously samples for 55 min and runs for 50 min. Therefore the two instruments will observe different mixing ratios, especially when concentrations are changing rapidly.

![Figure 4. Left panel: Time series of n-pentane (upper) and isoprene (lower) from the GC-GC×GC (black) and dual-channel (DC)-GC (red) instruments, right panel: Linear regression comparisons for n-pentane (upper) and isoprene (lower) (a linear regression line has been fitted to the data with the equation of the line and $R^2$ for each correlation shown).](image)

3.3. Bachok Demonstration ‘International Opportunities Fund’ campaign

The GC-GC×GC instrument was deployed to Bachok and a sample chromatogram from 22:32 (local time) on 01/02/2014 is shown in Figure 5. This figure shows the 1D GC chromatogram in the upper panel (a), the GC×GC chromatogram in the middle panel (b) and a zoomed in section of the 1D GC chromatogram in the lower panel (c, indicated by the dashed box in panel a). The combination
of the 1D GC chromatogram and the 2D GC contour plot shows the presence of approximately a hundred individual VOC species in the atmosphere. A selection of individual and grouped VOCs are identified in Figure 5 to show the breadth of species that can be quantified. The zoomed in section of the 1D GC chromatogram (c in Figure 5) shows that, although the chromatogram is dominated by one thus far unidentified compound, there are also many other VOCs with less than 7 carbon atoms present at low mixing ratios. From Figure 5b, it appears that there was some co-elution with toluene and another VOC compound. This other compound has not been positively identified however was taken into account during quantification.

Figure 5. Typical GC-GC × GC chromatogram from Bachok from 01/02/2014 at 22:32 (local time) with selected VOCs identified, (a) 1D GC chromatogram from the volatile heart-cut stage; (b) GC × GC chromatogram and (c): shows a zoomed in section of the 1D GC chromatogram, highlighted by the black dashed box in Plot a.

Figure 6 shows the average diurnal profiles observed during the entire measurement period at Bachok for selected VOCs, nitrogen oxide (NO) and nitrogen dioxide (NO$_2$). The profiles of NO and the anthropogenic VOCs (toluene, n-pentane and C$_{10}$ aliphatics) show a morning peak at approximately 07:00, with a sharp decrease seen around 10:00 where the concentrations are sustained at a minimum until the next morning. NO$_2$ shows a similar profile, except that it begins to increase from $\approx$ 20:00 to the maximum early in the morning ($\approx$ 08:00). The diurnal profile of isoprene shows a maximum just before midday that is not present in the profiles of the anthropogenic VOCs, consistent
with the presence of an overwhelming biogenic source that is driven by solar intensity. However, the profile still drops off faster than expected as a result of a switch in wind direction most days at approximately midday as a sea breeze developed. During the morning hours, the air being sampled was coming over the land and showed very high levels of NO, NO₂ and the anthropogenic VOCs. The sources of these were likely local small scale open burning of primarily household refuse, seen by the peaks in all species at approximately 08:00. When the wind direction changes, a rapid decrease in concentration was observed, particularly in the profiles of NO, NO₂ and anthropogenic VOCs.

![Figure 6.](image)

**Figure 6.** Diurnal profiles of NO, NO₂, and selected volatile organic compounds (VOCs) from the GC-GC×GC instrument (isoprene, toluene, n-pentane and C₁₀ aliphatic species), constructed using the openair project for R where the solid line represents the mean daily concentration and the shaded regions shows the 95% confidence intervals surrounding the mean [15–17].

During the Bachok demonstration campaign, the University of East Anglia also measured VOCs using a PTR-MS (instrument details are described in Murphy et al. (2010) [18]). Some of these species overlapped with those measured using the GC-GC×GC instrument. During periods where both instruments were operational, similar trends and profiles were observed, though the PTR-MS produced more structured data due to its faster time resolution (approximately minute data, compared to almost hourly data from the GC-GC×GC), shown in Figure 7. Both instruments observed the sharp decrease prior to midday for the anthropogenic VOCs, assumed to be when the wind direction changed from land to marine influenced air masses as a result of the sea breeze. The PTR-MS did show significantly higher observed mixing ratios of isoprene than the GC-GC×GC instrument (Figure 7c,d). This may be due to interferences from furan, which could also appear at the same m/z channel as isoprene. This is evident in the linear regression correlation plot for isoprene (Figure 8b) which has a high intercept (+401 pptv) on the line of best fit for the PTR-MS. In contrast, the linear regression correlation for toluene from both instruments shows that they compare quite well, ($R^2$ of 0.7310), and there is only a very small offset (+30 pptv) in the intercept which could be due to calibration bias or from differences in time resolution.
Figure 7. Time series of toluene and isoprene from the proton-transfer-reaction mass spectrometer (PTR-MS) and GC-GC×GC instrument; (a) toluene from the PTR-MS; (b) toluene from the GC-GC×GC; (c) isoprene from the PTR-MS and (d) isoprene from the GC-GC×GC.

Figure 8. Linear regression comparisons for (a), toluene and (b), isoprene (a linear regression line has been fitted to the data with the equation of the line and $R^2$ for each correlation shown).
4. Conclusions

The GC×GC instrument detailed in Dunmore et al. (2015) [3] performed well for the majority of compounds, however it was unable to accurately quantify isoprene due to the incomplete separation and resolution of the species from surrounding compounds. Combining heartcut 1D GC with GC×GC has allowed the range of VOCs quantified to be extended using a single, field deployable instrument (GC-GC×GC) and provides a method that can accurately quantify isoprene. Comparison to an existing instrument demonstrated that this new GC-GC×GC can accurately measure C₅-C₁₃ VOC species with a wide range of functionalities. Approximately hourly measurements were conducted in a remote environment, Bachok, Malaysia. This region was shown to be influenced by marine air masses, local anthropogenic and biogenic emission sources and transported emissions from across highly polluted regions. There appears to be a dramatic shift in air mass direction each day, which has been shown to influence the diurnal profiles of species measured at the Bachok site. A PTR-MS was also deployed to Bachok and the two instruments compared well. The linear regression correlation between the two instruments for isoprene was shown to be rather poor ((R² of 0.3007), likely from integer mass interference on the PTR-MS. This was not seen with other compounds that both instruments measured, such as toluene (R² of 0.7310). Overall, this new GC-GC×GC instrument has been shown to perform well in lab comparisons and in situ operation. This instrument has the potential to expand the range of VOCs that can be observed in remote, hard to access regions to provide a more detailed characterisation of the atmospheric VOC loading. It may be possible to use this instrument in other research areas as well such as, fragrance, breath, or indoor air monitoring.

Acknowledgments: Rachel E Dunmore acknowledges NERC (NE/J500197/1) for PhD funding. All authors would like to acknowledge NERC (NE/J016012/1 and NE/J016047/1) for funding the Bachok demonstration ‘International Opportunities Fund’ campaign and HICoE-MoHE IOES-2014 (Air-Ocean-Land Interactions) for supporting the Bachok Marine Research Station facilities.

Author Contributions: All authors contributed to the final version of this article. Rachel E Dunmore and Jacqueline F Hamilton wrote the paper. Rachel E Dunmore, Richard T Lidster and Jacqueline F Hamilton designed and developed the GC-GC×GC instrument. James R Hopkins carried out measurements using the DC-GC instrument. David E Oram carried out measurements using the PTR-MS. Brian J Bandy and Grant Forster carried out supporting measurements. M Iqbal Mead, Siew-Moi Phang and Azizan Abu Samah coordinate and managed the University of Malaya BMRS. William T Sturges coordinated the Bachok demonstration ‘International Opportunities Fund’ campaign.

Conflicts of Interest: The authors declare no conflict of interest.

Abbreviations
The following abbreviations are used in this manuscript:

1D: one-dimensional
2D: two-dimensional
BMRS: Bachok marine research station
ClearfLo: Clean air for London campaign
DC-GC: dual-channel gas chromatography
FID: flame ionisation detector
GC: gas chromatography
GC-GC: heart-cut gas chromatography
GC-GC×GC: combined heart-cut and comprehensive two-dimensional gas chromatography
GC×GC: comprehensive two-dimensional gas chromatography
IOES: Institute of Ocean and Earth Sciences
MS: mass spectrometer
NCAS: National Centre for Atmospheric Science
NERC: National Environment Research Council
O₃: ozone
Appendix

Figure A1 shows the incomplete separation of isoprene measured using the Dunmore et al. GC×GC instrument during the ClearfLo campaign [3].

References


© 2016 by the authors; licensee MDPI, Basel, Switzerland. This article is an open access article distributed under the terms and conditions of the Creative Commons Attribution (CC-BY) license (http://creativecommons.org/licenses/by/4.0/).