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Abstract

:

The clinical presentation of COVID-19 is non-specific, and to improve and limit the spread of the SARS-CoV-2 virus, an accurate diagnosis with a robust method is needed. A total of 500 nasopharyngeal swab specimens were tested for SARS-CoV-2. Of these, 184 samples were found to be positive with Allplex™ 2019-nCoV Assay, which is fully automated. All the positive samples were retested with TaqPath™ COVID-19 CE-IVD RT-PCR Kit (after this, referred to as TaqPath™ COVID-19), semi-automated. The comparison of RT-qPCR for SARS-CoV-2 genes target points shows only one target point in common, the N gene. Therefore, the N gene was used to compare both assays. We noticed different Ct values between the tests. Therefore, samples were divided into four groups depending to the Ct value results: (1) Ct < 25, (2) Ct 25–30, (3) Ct 30–35, (4) Ct > 35. TaqPath™ COVID-19 Kit reconfirmed the results obtained from Allplex™ 2019-nCoV Assay. In conclusion, both the Allplex™ 2019-nCoV assay and TaqPath™ COVID-19 tests accurately confirm the diagnosis of SARS-CoV-2 infection. Even if TaqPath™ COVID-19 has a semi-automated workflow, it does not introduce bias in the diagnostic screening of SARS-CoV-2, and it supports the indirect identification of variants of concern to undergo sequencing.
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1. Introduction


Two years have passed since the first coronavirus disease 2019 (COVID-19) case in December 2019. According to the exponential progression in the number of infections globally, COVID-19 has become one of the most significant pandemics in modern history. The clinical relationship between COVID-19 and symptoms is non-specific, and to improve and limit the spread of the SARS-CoV-2 virus, an accurate diagnosis through a robust method is mandatory [1,2]. Molecular epidemiology of SARS-CoV-2 offers new avenues to investigate associations between genetic and environmental factors of the disease [3]. Real-time reverse-transcription polymerase chain reaction (RT-qPCR) tests are performed on respiratory samples. Therefore, nasopharyngeal, nasal, oropharyngeal, and/or, when hospitalized, bronchoalveolar lavage, are analyzed. RT-qPCR represents the gold standard, and viral presence could appear earlier, even before clinical symptoms [4,5]. The viral genome consists of several genes encoding non-structural, structural, and accessory proteins. In the viral genome, genes for four structural proteins (spike surface glycoprotein S, envelope E, membrane M, and nucleocapsid N) and several accessory proteins are located [6]. For diagnostic and screening monitoring, ORF1ab/RdRp, E, N, and S genes are the targets most frequently used by the RT-qPCR method [6]. However, according to Coronavirus COVID-19 Global Cases by the Center for Systems Science and Engineering (CSSE) at Johns Hopkins University (JHU), virus variants of COVID-19 are originating, even in our region (Figure 1) (accessed on 22 January 2022) [7]. Therefore, in the present study, we compared two commercial Reverse Transcriptase (RT) polymerase chain reaction (PCR) kits for COVID-19 diagnosis, all having the N gene in common. Therefore, the N gene was used to compared both kits, the Allplex™ 2019-nCoV assay, and TaqPath™ COVID-19 tests. By this latter, a peculiar drop-off of the S gene was evidenced and indicative of a possible variant of concern (VOC) that was sequenced by whole-genome-based next-generation sequencing (NGS) [8,9].




2. Materials and Methods


We performed a prospective study on specimens referred to the Department of Microbiology and Virology of Pugliese Ciaccio’s Hospital in Catanzaro from 4 to 24 December 2021. All study participants underwent a nasopharyngeal swab and real-time reverse-transcription polymerase chain reaction (RT-PCR) analysis for SARS-CoV-2. This study is part of the clinical trial recorded in clinicaltrial.gov (accessed on 25 October 2021) (NCT04322513) and was conducted in compliance with the Institutional Review Board/Human Subjects Research Committee requirements.



Experimental protocol



At the time of the study, for each patient, samples were collected in Universal Transport Media (UTM), opened in biosafety cabinet class-II, and then 600 μL of the UTM were further processed for viral nucleic acid extraction.



The viral nucleic acid extracted was evaluated through 2 RT-PCR kits specific for COVID-19:




	(i).

	
200 μL of UTM was extracted for Allplex™ 2019-nCoV Assay (Seegene-Seoul, South Korea) with the fully Automated Liquid Handling Workstations NIMBUS which also arrange the PCR plate and the Real-Time PCR System from Bio-Rad CFX96™ Dx (Bio-Rad, Hercules, CA, USA);




	(ii).

	
TaqPath™ COVID-19 CE-IVD RT-PCR Kit (after this referred to as TaqPath™ COVID-19) with semi-automatic KingFisher Duo Prime by Thermofisher. Briefly, by extracting a 200 μL aliquot of specimen in UTM using the MagMAX™ Viral/Pathogen Nucleic Acid isolation kit on the KingFisher Flex Purification system (Thermo Fisher Scientific, Waltham, MA, USA). Before RNA extraction, 10 μL of Proteinase K was added to each well in the KingFisher™ Deep 96-well Plate. In addition, 10 μL of the MS2 Phage Control was added to all specimens together with 10 μL of magnetic beads.









Elution volumes from the two workstations were different, at 100 µL and 50 µL for the Automated Liquid Handling Workstations NIMBUS and KingFisher Duo Prime, respectively. For both kits, a final volume of 25 µL was used in the reaction master mix and dispended as follows: Allplex™ 2019-nCoV Assay 17 µL of its master mix plus 8 µL of RNA-extracted sample; TaqPath™ COVID-19 15 µL of its master mix and 10 µL of RNA extracted sample.



2.1. Allplex™ 2019-nCoV Assay


All the samples included in the study were tested using Allplex™ 2019-nCoV Assay, following the manufacturer’s manual (Ref: RV10284X Lot: RVA321D04). Accordingly, a sample is considered positive if at least N or RdRp targets amplify with cycle threshold (Ct) Ct ≤ 40. If only the E gene target is amplified with Ct ≤ 40, the sample is considered “presumptive positive” [9]. The range of Ct, only for the N gene, is reported in Table 1.




2.2. TaqPath™ COVID-19


All the samples included in the study were tested using TaqPath™ COVID-19 CE-IVD RT-PCR Kit, following the manufacturer’s manual (Ref: A48099 Lot: 2101036). Accordingly, a sample is considered positive if any of the targets (either ORF1ab, N or S) amplify with Ct ≤ 37, or the internal control MS2 (Bacteriophage MS2) with amplifying Ct value ≤ 32 [10]. The range of Ct, for the N gene and MS2, is reported in Table 2.




2.3. Sequencing SARS-CoV-2


The NGS approach by MiSeq System (Illumina, San Diego, CA, USA), provided 2 × 250 bp read data. The SOPHIA DDM Platform analyzed FASTQ reads. Clade analysis was performed by ICOGEN Platform. Then, lineage information was described using the Pangolin nomenclatures [11,12].




2.4. Statistical Analysis


All data were analyzed using the GraphPad 5.0 statistical program (GraphPad Software Inc., San Diego, CA, USA) by evaluating the standard deviation (SD). Data were analyzed by one-way ANOVA analysis of variance followed by Tukey’s multiple comparison test; HSD (honestly significant difference) was used to estimate difference amongst groups. The online free software from GraphPad Software Inc., CA-USA, was used (https://www.graphpad.com/quickcalcs/kappa1/, accessed on 25 January 2022) for the Cohen’s kappa determination in order to obtain a value of the inter-observer agreement.





3. Results and Discussion


A total of 500 nasopharyngeal swab specimens were tested for SARS-CoV-2. Of these, 184 samples were positive with Allplex™ 2019-nCoV Assay (36.8%), and 316 were negative (63.2%). Positive samples from Allplex™ 2019-nCoV Assay were re-tested with TaqPath™ COVID-19 and 50 negative pooled samples (coming from 10 of each specimen), which were negative. The comparison of RT-qPCR for SARS-CoV-2 gene target points is presented in Table 1 (updated 29 December 2021, online sources) [13,14]. The common gene was the N gene (Table 1). Therefore, it was used to compare both assays.



The TaqPath™ COVID-19 Kit reconfirmed the results obtained from Allplex™ 2019-nCoV Assay, but we noticed a different distribution of Ct values. Therefore, samples were divided into four groups depending on the cycle threshold (Ct) value results: (1) Ct < 25, (2) Ct 25–30, (3) Ct 30–35, (4) Ct > 35 (Figure 2A,B).



Samples that display the N gene with a Ct < 25 (Group 1) are almost three times greater with TaqPath™ COVID-19 compared to Allplex™ 2019-nCoV Assay, and any significant difference is highlighted between them (see Figure 3). Both TaqPath™ COVID-19 and Allplex™ 2019-nCoV Assay have similar samples at Ct 25–30 (Group 2). In contrast, samples with Ct values > 30 (Groups 3 and 4) were reached with Allplex™ 2019-nCoV Assay (Table 2). These results are consistent with the difference in elution volume used in the two workstations: 50 µL in TaqPath™ COVID-19 and 100 µL in Allplex™ 2019-nCoV. This difference could result in more diluted nucleic acids in the second kit (Allplex™ 2019-nCoV). Another reason could be the different complementarity of the primers’ probe, crucial for PCR, where mismatch can give up to 7 Ct of difference [15].



Tukey’s multiple comparison test HSD statistical analysis was performed to evaluate the differences amongst the groups. No difference was highlighted between groups and the two analytical tests (see Figure 2).



Both Allplex™ 2019-nCoV Assay and TaqPath™ COVID-19 show similar agreement for the N genes. Kappa Cohen calculation for both Allplex™ 2019-nCoV Assay and TaqPath™ COVID-19 displays the following data. Number of observed agreements: 500 (100.00% of the observations) and number of agreements expected by chance: 267.4 (53.48% of the observations), Kappa = 1.000 and SE of Kappa = 0.000, 95% confidence interval from 1.000 to 1.000. Besides that, the diagnosis made by the infectious disease specialist shows an overall agreement of 100% and a Kappa value of 1 for both tests. Furthermore, in the 184 positive samples re-tested with TaqPath™ COVID-19, drop off of the S gene (indicative of VOC) was observed in four samples. Normally in routine practice, the samples that underwent sequencing are chosen randomly considering only that the Ct value must be lower than 25. By including TaqPath™ COVID-19 in our clinical laboratory setting, we were facilitated in this choice. In fact, the four samples with the drop-off S gene underwent genomic characterization by NGS sequencing, resulting in four Omicron VOC, as reported in Table 3.



Although the N gene in VOC Omicron presents several mutations, the amplification curve for this gene was not different between Allplex™ 2019-nCoV Assay and TaqPath™ COVID-19 (data not shown).



It is worth noting that real-time reverse-transcription polymerase chain reaction (RT-PCR) assays for SARS-CoV-2 RNA detection in clinical specimens are widely used in COVID-19 diagnostic laboratories as the standard-gold method. Although the Allplex™ 2019-nCoV Assay amplifies up to 40 cycles and states that any gene with Ct < 40 is a positive result, there is increasing appreciation that Ct 30–35 is considered borderline [16,17,18]. This issue is almost overcome by TaqPath™ COVID-19, as shown here. On the other hand, it was also reported that, in effect, the screening depends largely on frequency of testing and speed of reporting, and is only marginally improved by high test sensitivity, even in acute infection, therefore even specific biomarker is needed [18,19,20,21].




4. Conclusions


The clinical presentation of COVID-19 is non-specific, and to improve and limit the spread of the SARS-CoV-2 virus, accurate diagnosis with a robust method is needed [16], even in light of reinfection [17]. Herein, we show that both, Allplex™ 2019-nCoV Assay and TaqPath™ COVID-19 tests are accurate enough to confirm the diagnosis of SARS-CoV-2 infection. The two methods tested are similar, with one substantial difference: TaqPath™ COVID-19 is performed in a semi-automated way. Despite this, TaqPath™ COVID-19 does not introduce bias in the diagnostic screening of SARS-CoV-2 and supports clinicians in the choice of VOC for NGS determination.
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Figure 1. Adapted from COVID-19 Map–Johns Hopkins Coronavirus Resource Center (accessed on 22 January 2022). 
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Figure 2. (A) Allplex™ 2019-nCoV Assay and (B) TaqPath™ COVID-19. In red, the average value is indicated for each group. 
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Figure 3. Comparison of Ct groups data from Allplex™ 2019-nCoV (A) TaqPath™ COVID-19 (T). 
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Table 1. Gene target points similarity.






Table 1. Gene target points similarity.





	
Developer

	
Commercial Name

	
Gene

	
Regulatory




	
ORF1ab

	
RdRP

	
E

	
N

	
S






	
Seegene, Inc.

	
Allplex™ 2019-nCoV

	

	

	

	

	

	
USA EUA; CE-IVD




	
Thermo Fisher

	
TaqPath™ COVID-19

	

	

	

	

	

	
CE-IVD
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Table 2. N gene Ct value tested with Allplex™ 2019-nCoV Assay and TaqPath™ COVID-19.






Table 2. N gene Ct value tested with Allplex™ 2019-nCoV Assay and TaqPath™ COVID-19.





	
Commercial Name

	
N Gene Target

	
Range Ct




	
Ct < 25

	
Ct 25–30

	
Ct 30–35

	
Ct > 35






	
Allplex™

2019-nCoV

	
22.79 ± 2.66 (n = 31)

	
28.18 ± 1.45 (n = 55)

	
33.05 ± 1.54 (n = 42)

	
37.90 ± 1.43 (n = 56)

	
≤40




	
TaqPath™

COVID-19

	
21.61 ± 2.83 (n = 87)

	
27.98 ± 1.47 (n = 61)

	
32.99 ± 1.51 (n = 17)

	
37.01 ± 0.51 (n = 19)

	
≤37

with MS2 ≤ 32
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Table 3. NGS sequencing and amino acidic mutations.






Table 3. NGS sequencing and amino acidic mutations.





	

	
Lineage

	
VOC

	
Clade

	
Gene




	
S

	
Orf1ab

	
N






	
1

	
BA.1

	
OMICRON

	
21k

	
A67V; IHV68I_del; T95I; GVYY142D_del; NL211I_del; D215EPED; G339D; S371L; S373P; S375F; K417N; N440K; G446S; T547K; D614G; H655Y; N679K; P681H; N764K; N856K; Q954H; N969K; D1146.

	
K38R; F106; A889; SL1265I_del; A1892T; T492I; P132H; LSGF105F_del; I189V; V57; P323L; N600; L749M.

	
P13L; ERS30G_del; R203K; G204R.




	
2

	
BA.1

	
OMICRON

	
21k

	
A67V; IHV68I_del; T95I; GVYY142D_del; NL211I_del; D215EPED; G339D; S371L; S373P; S375F; K417N; F456; T547K; D614G; H655Y; N679K; P681H; N764K; N856K; Q954H; N969K; D1146.

	
K38R; F106; D174; A889; V1069I; SL1265I_del; T492I; P132H; LSGF105F_del; I189V; V57; P323L; N600.

	
P13L; GERS30G_del; R203K; G204R.




	
3

	
BA.1

	
OMICRON

	
21k

	
A67V; IHV68I_del; T95I; GVYY142D_del; NL211I_del; D215EPED; G339D; S371L; S373P; S375F; K417N; Y449F; T547K; D614G; H655Y; N679K; P681H; N764K; N856K; Q954H; N969K; L981F; D1146.

	
K38R; F106; D174; A889; V1069I; SL1265I_del; T492I; P132H; LSGF105F_del; I189V; V57; P323L; N600.

	
P13L; GERS30G_del; R203K; G204R.




	
4

	
B.1.1.529

	
OMICRON

	
21k

	
T95I; V143; NL211I_del; D215EPED; G339D; K417N; Y449F; L452R; T547K; H655Y; P681R; N764K; G799D; N856K; N969K; L981F; D1146.

	
F106; D174; A889; V1069I; S1265; T492I; P132H; V57; P323L; A448G; I466L; N600; E204D; P429; A430S; L216.

	
P13L; ERS30G_del; D63G; R203K; 204R.
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