

  The Effect of Freeze/Thaw Cycles on Reproducibility of Metabolic Profiling of Marine Microalgal Extracts Using Direct Infusion High-Resolution Mass Spectrometry (HR-MS)




The Effect of Freeze/Thaw Cycles on Reproducibility of Metabolic Profiling of Marine Microalgal Extracts Using Direct Infusion High-Resolution Mass Spectrometry (HR-MS)







Molecules 2014, 19(10), 16373-16380; doi:10.3390/molecules191016373




Communication



The Effect of Freeze/Thaw Cycles on Reproducibility of Metabolic Profiling of Marine Microalgal Extracts Using Direct Infusion High-Resolution Mass Spectrometry (HR-MS)









1



Department of Arctic and Marine Biology, Faculty of Biosciences, Fisheries and Economics, UiT The Arctic University of Norway, Tromsø N-9037, Norway






2



MabCent-SFI, UiT The Arctic University of Norway, Tromsø N-9037, Norway






3



Marbio, UiT The Arctic University of Norway, Tromsø N-9037, Norway









*



Author to whom correspondence should be addressed; Tel.: +47-776-49262; Fax: +47-776-46020.







Received: 23 July 2014; in revised form: 3 October 2014 / Accepted: 9 October 2014 / Published: 13 October 2014



Abstract:



During normal sample preparation, storage in freezers and subsequent freeze/thaw cycles are commonly introduced. The effect of freeze/thaw cycles on the metabolic profiling of microalgal extracts using HR-MS was investigated. Methanolic extracts of monocultures of Arctic marine diatoms were analyzed immediately after extraction, after seven days of storage at −78 °C (one freeze/thaw cycle), and after additional seven days at −20 °C (two freeze/thaw cycles). Repeated direct infusion high-resolution mass spectrometry analysis of microalgae extracts of the same sample showed that reproducibility was ca. 90% when a fresh (unfrozen) sample was analyzed. The overall reproducibility decreased further by ca. 10% after the first freeze/thaw-cycle, and after one more freeze/thaw cycle the reproducibility decreased further by ca. 7%. The decrease in reproducibility after freeze-thaw cycles could be attributed to sample degradation and not to instrument variability.
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1. Introduction


Over the last two decades the use of mass spectrometry (MS) for quantitative and qualitative analysis of biological molecules has been increasingly applied in different fields of biological research, not only in medical biology and pharmacology but also in ecology and taxonomy [1,2].



Thus, MS has become an important analytical tool in many biological labs. This is partly due to the improved versatility, reliability and availability of modern MS-instruments. Furthermore, improvements in mass filters and ion optics have made it possible to acquire accurate mass data at high resolution with relatively affordable bench top instruments [3]. This has also greatly facilitated the identification of unknown compounds [4]. However, as more sophisticated and sensitive MS instruments have become available, it is important to communicate the limitations related to such methods and their respective causes.



Metabolic fingerprinting is the high-throughput global analysis of metabolites to provide sample classification [5]. It has also been used to classify yeast and bacteria [6], and metabolomics approaches will become increasingly more important in the future, especially when “genetics meets metabolomics” [7]. When performing metabolic fingerprinting based on HR-MS data two different strategies are possible, i.e., either a direct infusion of the sample into the MS or a chromatographic separation of the compounds prior to analysis in the MS [8]. Both gas and liquid chromatography (GC and LC) can be used for metabolic profiling [9]. Chromatographic separation offers some advantages over direct infusion, such as reduced risk of ion suppression and facilitated metabolite annotation based on isotopic distribution and recognition of adducts. However, direct infusion MS is preferred in many metabolomic investigations because it offers high sample throughput, which is crucial when analyzing large numbers of samples. Direct infusion in metabolomics also benefits from HR-MS since compounds with different elemental compositions but identical nominal masses will be separated [8].



In on-going research projects in our laboratory, we frequently apply non-targeted metabolomics (i.e., metabolic fingerprinting) on extracts from diatom samples [10,11]. As we analyze large numbers of species, we use direct infusion HR-MS. Due to restrictions in capacity, common to most other laboratories, we store samples in both bio-freezers (−78 °C) and in ordinary freezers (−20 °C). There are several studies of the reproducibility and robustness of LC-MS and GC-MS methods used in metabolomics [12,13], but information on the effect of freeze/thaw cycles on biological extracts is scarce. In order to test the reproducibility of our direct infusion HR-MS method prior to and after freezing, we performed repeated analyses on extracts from the same diatom sample.




2. Results and Discussion


When analyzing the extracts by direct infusion HR-MS, we observed approximately the same number of m/z signals (1896–1901) in the different samples. After removal of noise (see Experimental Section) we had between 1409 and 1420 m/z values from each sample left for processing. We compared the number of common m/z signals between the samples. If a compound in a sample was chemically altered during the experiment there would be a mass change and it would appear as a different m/z signal, thus decreasing the number of common signals between the two analyses. We did not observe any decrease in the total number of m/z signals in each analysis even though the number of common m/z signals did decrease significantly throughout the experiment (see below). The relative standard deviations (RSDs) between the repeated analyses of each sample were minor (2.8%–6.1%), and on average they increased slightly during the experiment (Table 1).



Table 1. Number of identical m/z signals between repeated analyses of each sample. A, B and C refers to the three cultivation replicates, RSD at p = 0.05 (in parentheses), n = number of comparisons.







	
Analysis

	
Storage

	
Number of Freeze/Thaw Cycles

	
Number of Identical m/z Signals

	
n






	
First

	
Fresh sample

	
0

	
89.6% (3.6)

	
30




	
Second

	
One week at −78 °C

	
1

	
A 80.7% (2.8)

	
10




	
B 79.2% (4.2)

	
10




	
C 80.3% (3.1)

	
10




	
Average 80.1%

	




	
Third

	
One additional week at −20 °C

	
2

	
A 67.3% (3.4)

	
10




	
B 76.7% (6.1)

	
10




	
C 74.4% (3.9)

	
10




	
Average 72.8%

	












The first analyses performed on fresh samples (n = 30) showed reproducibility in the detection of common m/z signals of 89.6%, i.e., there was a 10.4% difference between the samples (Table 1). When filters where frozen and stored at −78 °C for one week and subsequently thawed, extracted and analyzed by MS, we observed an additional decrease in reproducibility of 9.5% compared to the first analysis (Table 1). The third analysis (extracts from second analysis stored at −20 °C) showed that reproducibility decreased further to a mean of 72.8%.



Modern HR-MS instruments commonly have a mass accuracy between 1 and 5 ppm, but the accuracy of the MS in direct infusion of complex mixtures is reduced compared to introducing chromatographically separated compounds into the MS. This is due to the complexity of the ion populations that will be simultaneously accelerated into the MS using direct infusion, and that centroiding of the continuous data produced by the MS will be affected by m/z signals that are close to each other. The internal calibration of the instrument during data acquisition was done using leucine-enkapheline, with a protonated mass of 556.2771 Da, as lock mass. Thus, the mass accuracy will be highest for m/z signals close to this mass. We believe that the 89.6% reproducibility of the fresh sample is a result of introducing the complex samples to the MS via direct infusion. The binning of the continuous data from the MS into discrete m/z signals might be affected by small changes in intensity and mass of a complex sample, and this will reduce the reproducibility compared to a LC-MS analysis where the complexity of the samples reaching the ion source will be much less. Our results indicate that a maximum of 90% reproducibility can be achieved at 150 ppm accuracy when analyzing fresh extracts using direct infusion HR-MS.



When performing a high throughput type of analysis it is often necessary to store samples frozen, and it is known that storage may affect the chemical integrity of biological samples [14]. This may be related to the storage temperature, the nature of the samples in question as well as the storage solvent. A thorough test of the effect of freeze/thaw cycles on 320 organic compounds showed that the specific amounts decreased 3%–4% after each freeze/thaw cycle and that this increased in a linear manner when the freeze thaw cycles were repeated [15]. One implication might be that it is the number of freeze/thaw cycles that causes compound degradation or precipitation, and the duration of the storage in a frozen state is less important. Our samples were stored frozen prior to the second analysis, as is common procedure is in our lab due to extraction and MS capacity. If we conclude that the instrument and methodological basic error is ca. 10%, our results demonstrate a 7%–10% decrease in reproducibility for each of the first two freeze/thaw cycles. The decrease in reproducibility was largest during the first freeze/thaw cycle when filters were stored at −78 °C (10% decrease) while keeping the extracts at −20 °C caused a further decrease of ca. 7%. This observed decrease in reproducibility associated with storage is probably partly due to freeze-thaw cycles (as discussed above), but may also be a result of degradation of compounds during the storage itself. Proteins may be denaturated and some lipids may be easily oxidized if a stable (an inert) atmosphere is not applied [16].



Our intention with splitting the original cultures and keeping them in three separate bottles was to test the influence of minor differences in cultivation conditions, e.g., a “bottle effect” [17] or metabolic effects of variable growth phases [18]. The analyses performed on each of these bottles (A, B, C) yielded approximately the same number of hits (80.7%, 79.2% and 80.3%) and SDs were minor (Table 1). It was therefore no reason to conclude that variations in culture conditions or sample handling during extraction had much influence on the outcome of our analyses after the first freeze/thaw cycle. Thus, the observed increase in variation between the samples in the third analysis (67.3%, 76.7% and 74.4%) can not be attributed to the cultivation conditions but to the second freeze/thaw cycle and sample storage.




3. Experimental Section


3.1. Sample Preparation


A monoculture of the northern diatom Porosira glacialis (Grunow) Jørgensen was isolated (manual retrieval) from a culture originating from Tromsøysund outside the city of Tromsø in northern Norway. P. glacialis was identified by applying morphological methods and sequencing of 18s rDNA, (SSU) and large subunit, 28s rDNA (LSU). Cultivation was performed in a temperature (4 °C) and light (scalar irradiance 50 µmol·m−2·s−1 PAR) controlled room. Illumination was fluorescent tubes (Osram L 58W/954 Daylight). Photoperiod was L:D; 13:11 and cultivation took place in three replicate (A, B, C) 600 mL Nunc cultivation flasks with f/10 enriched medium (pasteurized seawater and Guillards f/2 water enrichment with silicate added). To ensure that the cultures received the same amount of light, the bottle positions were altered randomly once daily. Prior to the start of the experiment the culture was adapted to the light and temperature regime for one week. At the initiation of the experiment the stock was diluted to concentration of 1.5 g chlorophyll a per litre. The culturing experiments were terminated when biomass had increased ca. six times. The P. glacialis cells were thereafter collected onto four burnt (450 °C, 5 h) GF/C-filters. One filter was taken aside for immediate extraction (same day, first analysis). The remaining filters were immediately flash frozen in liquid nitrogen and kept at −78 °C until the second analysis took place.



Prior to the MS analysis metabolites were extracted with 6 mL 70% aqueous methanol, incubated by shaking in darkness for four hours at 4 °C, and centrifuged at 4000 rpm at 5 °C for 15 min. During the first analysis nine aliquots were analyzed. During the second (after storage at −78 °C for one week) and third (storage at −20 °C for one additional week) five aliquots from each of the three cultivation replicates (A, B, C) were analyzed by HR-MS.




3.2. HR-MS Analysis


Mass spectra were acquired using a Waters LCT Premier time-of-flight mass spectrometer equipped with an electrospray ion source. The crude extracts were introduced to the mass spectrometer using a Waters 2795 Alliance HT HPLC without any column. The HPLC pumped a mobile phase consisting of 50% aqueous acetonitrile containing 0.05% formic acid at a flow rate of 50 µL·min−1 into the ion source, and aliquots of 50 µL of the extracts were loaded into the flowing mobile phase. The mass spectrometer was operated in the W-mode (both reflectrons active), and at capillary and cone voltages of 2600 and 70 V, respectively. The desolvation chamber was kept at 250 °C and the ion source at 150 °C, while the desolvation gas flow rate was 300 L·h−1 and the nebulizer gas flow rate was 5 L·h−1. Leucine-enkephalin was infused trough the reference probe and used as lock mass for internal calibrations throughout the data acquisitions. Prior to each analysis day the instrument was tuned to a resolution of at least 10,000 FWHM and calibrated using sodium formate. Data was acquired in the positive ion (ES+) mode, and the mass range was set to 100–1500 m/z. One injection was performed for each sample.




3.3. Data Processing


A common problem with MS data is that the intensity of an analyte signal (change in instrument response to presence of ions) varies. The reproducibility of a qualitative MS-analysis can be critically dependent on signal intensity [12]. We normalized the m/z signal strength (s) between samples according to the formula (1):


[image: ]



(1)




where x = sample signal strength, μ = mean of all samples and σ = standard deviation of samples.



When analyzing MS data for metabolic profiling there are two ways of setting a threshold for signal strength: One is to recalculate m/z signal strength as % of the strongest signal (base peak) and discard signals below a certain threshold value. Another is to set an absolute signal strength (ion count) as threshold.



A relatively large part of the less intense m/z signals, especially in the low mass region, is noise (fluctuations in instrument background signal). This makes it difficult to use a fixed threshold to exclude low-intensity signals across the entire mass range. We therefore pooled the normalized data and designed a linear algorithm (standardized signal strength vs. mass) for the noise threshold. This algorithm was set to accept stronger background noise at higher mass values. The algorithm was tuned by visually inspecting the effect on pooled data from all samples. The final regression line was given by Equation (2):


Standardized signal strength = 0.6316 − (0.0005 × Mw)



(2)







The original number of centroided m/z signals from the MS was between 1896 and 1901, and after the filtering of raw data between 1409 and 1420 m/z signals were retained from each sample. In the following processing of data we applied a self-programmed software application (programmed in C+) to compare samples with respect to detected m/z signals. The program compared all m/z signals in each sample with all m/z signals in other samples and arranged this in a matrix where exactly the same m/z signal detected in two compared samples was reported as one “hit”. The analysis (comparison) was performed with a mass accuracy of 150 ppm.





4. Conclusions


Interpretation of MS analyses are normally performed by manual inspection or aided by statistical software packages, most often some PCA analysis variant. If large amounts of samples are to be analyzed our conclusion is therefore that, if direct infusion high-resolution mass spectra obtained from biological samples are to be analyzed, great care should be executed when interpreting the results. The same sample should be run as soon as possible after extraction and preferably the number of freeze/thaw cycles should be kept at a minimum. It is also crucial that the same samples are analyzed several times by the MS in order to secure proper statistical analysis of the data. Results must be interpreted with care considering that method and instrument accuracy and compound degradation after freezing can introduce at least 20% variability in some of the detected m/z signals. In order to get valid comparisons of metabolic profiles between samples it is paramount that appropriate protocols are implemented [19,20].
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