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Figure S1. Number of TCs and WBCs counts through flow cytometry (Z2-Beckmann Coulter Counter) of six cell 

samples (200µL-volume) extracted through the two outlets of the Locust-chip after their ultrasonic processing  

(f = 952 kHz, V = 28 V) at a flow rate of Q = 80 µL/min. 


