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Abstract

:

The ongoing coronavirus disease 19 (COVID-19) pandemic, caused by the novel severe acute respiratory syndrome coronavirus 2 (SARS-CoV-2), poses a threat to human health. Despite this, many affected countries are now in the process of gradual lifting of COVID-19 restrictions that were initially implemented in response to the pandemic. The success of the so-called “exit strategy” requires continued surveillance of virus circulation in the community and evaluation of the prevalence of protective immunity among population. Serology tests are valuable tools for these purposes. Herein, SARS-CoV-2 full-length spike (S) recombinant protein was utilized to develop and optimize an indirect enzyme-linked immunoassay (ELISA) that enables a reliable detection of virus-specific IgG antibody in human sera. Importantly, the performance of this assay was evaluated utilizing micro-neutralization (MN) assay as a reference test. Our developed ELISA offers 100% sensitivity, 98.4% specificity, 98.8% agreement, and high overall accuracy. Moreover, the optical density (OD) values of positive samples significantly correlated with their MN titers. The assay specifically detects human IgG antibodies directed against SARS-CoV-2, but not those to Middle East respiratory syndrome coronavirus (MERS-CoV) or human coronavirus HKU1 (HCoV-HKU1). The availability of this in-house ELISA protocol would be valuable for various diagnostic and epidemiological applications.
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1. Introduction


The coronavirus disease 2019 (COVID-19) is a major public health issue caused by the novel severe acute respiratory syndrome coronavirus 2 (SARS-CoV-2) [1]. It was declared a pandemic by the World Health Organization (WHO) on 11 March 2020 [2]. COVID-19 patients present varied clinical features that range from no or mild symptoms to severe life-threatening manifestations [3]. Pulmonary and extra-pulmonary complications can lead to death of COVID-19 patients [4,5,6]. The main routes of viral transmission include respiratory droplets and direct contact with infected individuals [7,8]. The potential of aerosol transmission has also been reported [9]. Importantly, it has been suggested that asymptomatic COVID-19 cases can be infectious to healthy persons, which may have significantly contributed to the massive spread of the infection [7].



Although officials in the affected countries have implemented various strategies to control the infection, SARS-CoV-2 infection will likely continue to spread due to the lack of effective vaccines or treatments [10,11]. Furthermore, many countries are in the process of gradual lifting of COVID-19 restrictions. During this transition phase and through the post-pandemic period, conducting mass screening can play a significant role in infection control and prevention. It enables a comprehensive understanding of the disease status, and allows identification and isolation of contagious individuals [12,13,14]. Several factors should be considered before choosing the test(s) to be utilized for mass screening. These include cost, turnaround time, sensitivity, specificity, throughput, and required infrastructure setting in addition to the type of results obtained from these tests (e.g., quantitative vs. qualitative, direct detection of viral antigens/nucleic acids vs. indirect detection of infection-specific antibodies).



Currently, the gold standard method for COVID-19 diagnosis is reverse transcriptase polymerase chain reaction (RT-PCR) utilizing primer/probe sets, which allows detection of the viral nucleocapsid (N), RNA-dependent RNA polymerase (RdRP), and envelope (E) genes [15]. Factors like viral load, sample collection and transportation, RNA extraction protocol, type of enzyme inhibitors, and RT-PCR method are crucial when performing RT-PCR to avoid false negative results [16,17]. Traditional viral culture is valuable, but it is time-consuming and requires biosafety level-3 facilities that are not widely available [18]. Although their usage remains limited, novel technologies such as clustered regularly interspersed short palindromic repeats (CRISPR) and loop-mediated isothermal amplification (LAMP) have been utilized to develop rapid and efficient diagnostic tests [19,20]. Serology testing is a reliable, simple and cost-effective technique that allows direct and indirect detection of infections. Historically, it has been efficiently applied for epidemiological surveillance studies. Further, several serology-based rapid point-of-care tests have been developed to reduce the assay turnaround time [21].



In this study, we have developed an enzyme-linked immunoassay (ELISA) based on SARS-CoV-2 full-length spike (S) protein that enables sensitive and specific detection of virus-specific IgG antibody in human sera. To our knowledge, this is the first in-house ELISA that is evaluated against micro-neutralization (MN) assay (the gold standard to assess the presence of virus-specific antibodies and measure their neutralization). In addition to its potential diagnostic application, the availability of this assay could be valuable to gain knowledge on the seroprevalence status of COVID-19 in population, which is vitally important for disease control and prevention.




2. Results


2.1. Sero-Status of Samples


The total number of samples in this study was 418 human sera collected from healthy persons, healthcare workers, COVID-19 patients, and recovered individuals. SARS-CoV-2 MN assay was conducted to determine the sero-status of these samples with MN titer of ≥ 1:20 considered positive. The numbers of negative and positive samples were 309 and 109, respectively.




2.2. Optimization of ELISA Protocol


In order to optimize the assay condition, it is important to provide a protocol that offers sufficient antigen to capture antibody, but avoids high non-specific backgrounds. Hence, plates were initially coated with SARS-CoV-2 full length S (S1 + S2) ECD-His recombinant protein at a range of concentrations (from 25 to 200 ng per well), serum samples were serially diluted (from 1:100 to 1:800), and the conjugate was used at different dilutions (1:1000 to 1:128,000) (Figure 1). Two elements determined our optimized condition: (1) the highest OD450 ratio of positive to negative samples, and (2) the lowest OD450 ratio between negative samples to blank. Optimized working condition was as follows: 100 ng per well for coating, 1:100 of sample dilution, and 1:64,000 of conjugate dilution. This protocol was used for all subsequent experiments.




2.3. Cut-off Value and Evaluation of the Developed ELISA


Negative samples (n = 309) based on MN assay were used to determine the preliminary cut-off value, which was calculated as mean + (3 x standard deviation). The preliminary cut-off value of this developed ELISA was 0.27. Apart from five samples, OD450 readings of negative samples (MN titer <1:20) were below the preliminary cut-off value (Figure 2). On the other hand, all positive samples (n = 109) predetermined with MN assay were tested positive (OD450 > 0.27) (Figure 3A). Moreover, a statistically significant correlation between OD450 values and MN titers was observed (rs = 1, p value = 0.016) (Figure 3B). Similar results were obtained from three independent experiments. Assessment of inter-assay and intra-assay variation demonstrated high reproducibility with <12% variation. Collectively, these data demonstrate 100% sensitivity and 98.4% specificity with 98.8% agreement of our developed ELISA. Importantly, this assay is specific for the detection of human IgG antibody directed against SARS-CoV-2, as sera containing Middle East respiratory syndrome coronavirus (MERS-CoV) or (MERS-CoV) or human coronavirus HKU1 (HCoV HKU1) antibodies tested negative (Figure 4).



Next, ROC analysis was performed in order to assess the accuracy and determine the cut-off value that offers maximum sensitivity and specificity of this assay. The developed and optimized ELISA demonstrated high accuracy with area under curve (AUC) equal to 0.9996 ± 0.0003; 95% confidence interval of 0.99 to 1.00. As per analysis, the cut-off value that provides 100% sensitivity and 98.54% specificity is 0.29. A range of OD450 readings and their associated sensitivity and specificity percentages are shown (Figure 5).



Collectively, data presented demonstrate that the described ELISA protocol in this study provides a valid protocol that enables sensitive and specific detection of anti-SARS-CoV-2 specific IgG antibody in human sera.





3. Discussion


SARS-CoV-2 has continued to massively spread around the globe posing a threat to human populations [22]. Despite early control measures (e.g., travel restriction, social distancing, and educational institutes and places of worship closure), officials in many affected countries have decided to gradually lift these restrictions and relax regulations [10,12,23]. Active surveillance, isolation of new cases and clusters, and estimation of seroprevalence among populations are required in order to succeed in this “back-to-normal” plan [24]. Serology-based techniques are particularly useful for large scale and high throughput screening. They do not require biosafety containment level 3 facilities or highly specialized equipment. Moreover, it is usually easy to develop serology-based rapid point-of-care kits. Many commercial kits are already available. However, the performance of these kits remains uncertain [25,26,27]. Results, in terms of sensitivity and specificity, necessitate proper validation prior to utilizing them for diagnostic and epidemiological applications [25,26,27]. A recent evaluation of six commercial COVID-19 serology kits that enable detection of IgG either individually or in combination with IgM demonstrated a range of sensitivity from 81% to 100% and specificity from 85% to 99% [26]. An independent systematic review and meta-analysis of the performance of several commercial and in-house SARS-CoV-2 antibody tests revealed 66.7% to 97.9% sensitivity and 88.8% to 100% specificity [25]. Hence, there is a need for the development of reliable serology testing for both diagnostic and epidemiological purposes.



Here, we have developed and optimized an in-house ELISA protocol based on the SARS-CoV-2 full-length S (S1 + S2) protein that enables the detection of viral-specific human IgG. Importantly, we have evaluated the sensitivity and specificity of our protocol against MN assay, which represents the gold standard for evaluating antibody-mediated protective immunity against SARS-CoV-2 [25,26,27].



Our optimized condition involves coating plates with 100 ng per well of antigen, screening samples at 1:100 dilution, and using 100 µL of 1:68,000 conjugate dilution. Higher coating, sample, or conjugate concentration increased non-specific backgrounds (Figure 1). The preliminary cut-off value was 0.27, which was determined as the mean of negative samples + (3 x standard deviation) (Figure 2). The OD450 values of all positive samples (MN titer ≥ 1:20) were > 0.27 (Figure 3A). Moreover, these values positively correlated with MN titers (Figure 3B). Apart from five false positive samples, OD450 values of all negatives samples (MN titer < 1:20) were below 0.27 (Figure 2). Our developed ELISA offers 100% sensitivity, 98.4% specificity, 98.8% agreement, and high accuracy of with AUC of 0.9996 ± 0.0003 (95% confidence interval of 0.99 to 1.00) (Figure 5). Further, it does not cross react with sera containing antibodies to other relative coronaviruses (MERS-CoV and HCoV HKU1) (Figure 4). We believe that the described ELISA protocol can be deployed for both diagnostic and screening purposes.




4. Materials and Methods


4.1. Cell Line and Virus


African green monkey kidney cells Vero E6 (ATCC® CRL-1586™) were grown and maintained at 37 ℃ in 5% CO2. The local SARS-CoV-2 clinical isolate (SARS-CoV-2/human/SAU/85791C/2020) (Gene accession number MT630432.1) was propagated and titrated by Median Tissue Culture Infectious Dose (TCID50).




4.2. Samples


Serum samples of healthy individuals, healthcare workers, COVID-19 patients, and recovered individuals (n = 418) were utilized in this study. Their sero-status as positive or negative for SARS-CoV-2 antibody were determined based on the micro-neutralization (MN) assay performed in biosafety-containment level 3 laboratory located at the special infectious agents unit (SIAU), King Fahd Medical Research Centre (KFMRC), King Abdulaziz University (KAU). Samples containing Middle East respiratory syndrome coronavirus (MERS-CoV) and human coronavirus (HCoV) HKU1 antibodies were used as specificity controls.




4.3. Micro-Neutralization (MN) Assay


Sera were heat inactivated at 56 ℃ for 30 min, serially diluted in, and added with equal volume of Dulbecco’s Modified Eagle Medium (DMEM) containing 100 TCID50 of SARS-CoV-2 on confluent Vero E6 cells. Then, cells were incubated at 37 ℃ in 5% CO2 for 3–4 days. SARS-CoV-2 infected cells in the absence of human serum and uninfected cells were used as positive and negative controls, respectively. MN titers were determined as the highest dilution of serum sample that utterly prevented the viral-induced cytopathic effect with MN titer of ≥ 1:20 considered positive.




4.4. Development and Optimization of Indirect ELISAs


SARS-CoV-2 (2019-nCoV) spike S1 + S2 ECD-His recombinant protein (Sino Biological, Beijing, China) was utilized for ELISA development. Bovine serum albumin (BSA) (Thermo Fisher Scientific, Waltham, Massachusetts, USA) was used as a coating control. Positive (n = 109) and negative (n = 309) samples for SARS-CoV-2 antibodies based on MN assay were utilized for ELISA optimization. Samples containing MERS-CoV and HCoV HKU1 antibodies were used for cross-reactivity evaluation.



Flat Bottom Microtiter plates (Immulon® 2 HB, Bloomington, Minnesota, USA) were coated overnight at 4 ℃ with 100 ng per well of recombinant proteins diluted in phosphate buffer saline (PBS). The plates were washed three times with PBS containing 0.1% Tween 20 (PBST), blocked in 5% skimmed milk for 1 h at room temperature followed by three washes with PBST. Samples were prepared at 1:100 dilutions in 5% skimmed milk and added at 100 µL volume per well. After an hour of incubation at 37 ℃, wells were washed three times with PBST. Conjugate (goat KPL peroxidase-labelled antibodies to human IgG; Seracare, Milford, Massachusetts, USA) at a dilution of 1:64,000 in PBST were added at 100 µL volume per well and incubated for an hour at 37 ℃. Following three washes with PBST, 100 µL of 3,3’,5,5’-Tetramethylbenzidine (TMB) (Seracare, Milford, Massachusetts, USA) were added for 5 min for color development. The reaction was stopped by the addition of 100 µL of 1 N hydrochloric acid (HCL). The absorbance was read at 450 nm using Elx 800 bioelisa Reader (Biokit, Barcelona, Spain).




4.5. Statistical Analyses


The cut-off values were determined as follows:    Mean   of   negative   controls  +  (  3   ×    standard   deviation   )   . The sensitivity was calculated as:


   (     the   number   of   true   positive     the   total   number   of   true   positive  +    false   negative   samples     )  ×   100  



(1)







The specificity was calculated as:


   (     the   number   of   true   negative     the   total   number   of   true   negative  +    false   positive   samples     )  ×   100  



(2)







The agreement was calculated as:


   (     the   total   number   of   true   positive  +  true   negative   samples     the   total   number   of   samples     )  ×   100  



(3)







The correlation between the optical density at 450 nm (OD450) values and MN titer was assessed by Spearman’s rank-order correlation with p value < 0.05 considered statistically significant. The receiver-operating characteristic (ROC) was calculated to determine the threshold value that separates positive from negative taking into consideration the sensitivity and specificity percentages of the assay. Inter-assay and intra-assay variation was assessed to evaluate the reproducibility of the assay. Figure drawing and data processing were performed by GraphPad Prism software utilizing MN assay as a reference test.




4.6. Ethic Statement


This study was approved by the Research Ethics Committee (REC), Unit of Biomedical Ethics, Faculty of Medicine, King Abdulaziz University (Reference No: 487-20). Written consent forms were obtained from participants.





5. Conclusions


Serology techniques such as ELISA are valuable tools for patients’ diagnosis and population screening. However, it is crucial to utilize a valid protocol in order to obtain reliable results. The ELISA protocol described in this study enables sensitive, specific, and reliable detection of human anti-SARS-CoV-2 IgG antibody. Having a valid in-house ELISA for COVID-19 is beneficial as many countries are currently in the transition phase to “return-to-normal” life.
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Figure 1. Optimization of an indirect ELISA utilizing SARS-CoV-2 full-length S (S1 + S2) recombinant protein. (A) and (B) Plates were coated overnight at 4 ℃ with different concentrations of either SARS-CoV-2 full-length S (S1 + S2) extracellular domain with a polyhistidine tag (ECD-His) recombinant protein, or bovine serum albumin (BSA) as a coating control. Following three washes with PBS containing 0.1% Tween 20 (PBST), positive (green) and negative (red) samples based on micro-neutralization assay were serially diluted (as indicated) and added. PBST was used as blank (empty black circles). Following an hour of incubation at 37 ℃, three washes with PBST were performed followed by incubation with conjugate (peroxidase-labelled anti-human IgG secondary antibody) for 1 h at 37 ℃. Then, three washes with PBST were performed followed by the addition of 3,3’,5,5’-Tetramethylbenzidine (TMB) substrate for 5 min. Hydrochloric acid (HCL) was added as a stop solution. The optical density was measured at 450 nm (OD450). (C) Plates were coated with 100 ng/well of viral antigen, samples were used at 1:100 dilution, and conjugate dilutions ranged from 1:1000 to 1:128,000. The protocol was performed as described above. 
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Figure 2. The cut-off value of the developed SARS-CoV-2 full-length S (S1 + S2)-based indirect ELISA. Plates were coated overnight at 4 ℃ with 100 ng/well of SARS-CoV-2 full-length S (S1 + S2) ECD-His recombinant protein. Following three washes with PBS containing 0.1% Tween 20 (PBST), positive (green) and negative (red) samples based on micro-neutralization assay were diluted 1:100 and added. PBST was added as blank (empty circles). Following an hour of incubation at 37 ℃, three washes with PBST were performed followed by incubation with the conjugate (peroxidase-labelled anti-human IgG secondary antibody at 1:64,000 dilution) for 1 h at 37 ℃. Then, three washes with PBST were performed followed by the addition of 3,3’,5,5’-Tetramethylbenzidine (TMB) substrate for 5 min. Hydrochloric acid (HCL) was added as a stop solution. The optical density was measured at 450 nm (OD450). The actual values for each sample is shown. Dashed lines represent the cut-off value (Mean + 3 x standard deviation). 
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Figure 3. Evaluation of the developed SARS-CoV-2 full-length S (S1 + S2)-based indirect ELISA. Plates were coated overnight at 4 ℃ with 100 ng/well of SARS-CoV-2 full-length S (S1 + S2) ECD-His recombinant protein. Following three washes with PBST, positive (green) and negative (red) samples based on micro-neutralization assay were diluted 1:100 and added. PBS containing 0.1% Tween 20 (PBST) was added as blank (empty circles). Following an hour of incubation at 37 ℃, three washes with PBST were performed followed by incubation with the conjugate (peroxidase-labelled anti-human IgG secondary antibody at 1:64,000 dilution) for 1 h at 37 ℃. Then, three washes with PBST was performed followed by the addition of 3,3’,5,5’-Tetramethylbenzidine (TMB) substrate for 5 min. Hydrochloric acid (HCL) was added as a stop solution. The optical density was measured at 450 nm (OD450). Dashed lines represent the cut-off value (Mean + 3 x standard deviation). (A) shows the actual values for each sample, and (B) demonstrates the correlation between OD450 readings and micro-neutralization (MN) titer. Boxes show the 25th–75th percentile range, the black line represents median, and whiskers are the minimum and maximum values. 
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Figure 4. Assessment of the cross-reactivity of the developed SARS-CoV-2 S1 + S2 indirect ELISA. Plates were coated overnight at 4 ℃ with 100 ng/well of SARS-CoV-2 full-length S (S1 + S2) ECD-His recombinant protein. Following three washes with PBST, Serum samples containing anti-SARS-CoV-2 antibodies (green), anti-Middle East respiratory syndrome coronavirus (MERS-CoV) antibodies (purple), and anti-human coronavirus HKU1 (HCoV HKU1) antibodies (blue) were diluted 1:100 and added. Serum from healthy donors were used as a negative control (red). PBS containing 0.1% Tween 20 (PBST) was added as blank (empty circles). Following an hour of incubation at 37 ℃, three washes with PBST were performed followed by incubation with the conjugate (peroxidase-labelled anti-human IgG secondary antibody at 1:64,000 dilution) for 1 h at 37 ℃. Then, three washes with PBST were performed followed by the addition of 3,3’,5,5’-Tetramethylbenzidine (TMB) substrate for 5 min. Hydrochloric acid (HCL) was added as a stop solution. The optical density was measured at 450 nm (OD450). 
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Figure 5. Receiver operating characteristics (ROC) analysis of the developed ELISA. ROC analysis was performed for positive samples based on results obtained from micro-neutralization assay. (A) shows the distribution of data utilized for ROS analysis, (B) demonstrates ROC curve, and (C) presents a range of cut-off values and their associated sensitivity and specificity with 95% confidence interval (CI) as obtained from ROC analysis. 






Figure 5. Receiver operating characteristics (ROC) analysis of the developed ELISA. ROC analysis was performed for positive samples based on results obtained from micro-neutralization assay. (A) shows the distribution of data utilized for ROS analysis, (B) demonstrates ROC curve, and (C) presents a range of cut-off values and their associated sensitivity and specificity with 95% confidence interval (CI) as obtained from ROC analysis.



[image: Pathogens 09 00803 g005]








© 2020 by the authors. Licensee MDPI, Basel, Switzerland. This article is an open access article distributed under the terms and conditions of the Creative Commons Attribution (CC BY) license (http://creativecommons.org/licenses/by/4.0/).






media/file4.png
OD450
C00000000O AR I3 a a3 AN

® Negative Samples

e Positive Controls

O Blank

- «= « Cut-off value =0.27

oamwhmmﬂmo?amwhhbﬂmoo
®





nav.xhtml


  pathogens-09-00803


  
    		
      pathogens-09-00803
    


  




  





media/file2.png
OD45s0

(A)

Coating concentration (200 ng/well)

2.0

oo
1.5 (1]
1.0

—oent—
059 _seve-
2_go®

0ol 5958 see8 PG wEe

o o o o

Q < < N

o R4 R4 R

Serum Dilution

serum dilution (1:100)

2.0+
o0
154 ~o®
o
g
S 1.0 o=
(o]
_I-._
051 _eene- —e—
=CCCl-
0ol 5958 o B wusr
hihd T T
& & & &
4 4 4 &
{‘90 \QQ ‘? ,‘fb

Coating concentration

(C)

OD4s0

ODa4s0

Coating concentration (100 ng/well}

2.0 2.0
1.5+ 1.5
(=3
n
1.0- e 8 1.0
—8- e}
0.5 - 0.5
—p—
=CCC0=-
ool oo CFEED vmaws omese

Coating concentration (50 ng/well)

$ $ S ) S & S 5
\’f‘ .\”‘" \’P‘ \3’ \’f\ \’." \’.b‘ \3’
Serum Dilution Serum Dilution
serum dilution (1:200) serum dilution (1:400)
2.0+ 2.0
1.5 1.5
- g
07 Q 107 _eees-
-8 (e}
0.5+ —— 0.5 —a—
i —— —a—
0ol 8 FES cww ewws 0ol E5B o eymr ommy
& & & & & & & &
W@o \@o @o {c)o {‘90 & & )
Coating concentration Coating concentration
4+
¢ °
31 o
24 ° °
° °
S 14 °
5 4 [ ] [ ]
4
g 05} .
0.4
®
0.31 ®
0.2+ ®
® L ]
0.1 o
o o o o o ° o
-c L] L] L] L] L] L] L] L]
N o W P by q,? WQ q,?
Ne Ne Ne Ne N '\.’p \.@ ,{L

Secondary antibody dilution

ODaso

Coating concentration (25 ng/well)

——

——
ool tF &g e TRT

Q\J Q\J Q\J Q\J
Q) N} W\ \)
\’f‘ .\”‘" \’?‘ \3’

Serum Dilution

serum dlituion (1:800)

pol TR cwe o B

& & & &
< < < <
o & B )

Coating concentration

* Negative
e Positive
o Blank

OO0 e o

OO0 e o

Negative control
(SARS-CoV-2 S1 + 82)
Postive control
(SARS-CoV-2 S1 +82)

Negative control (BSA)
Postive control (BSA)

Blank

Negative control
(SARS-CoV-2 S1 + 82)
Postive control
(SARS-CoV-2 S1 +82)

Negative control (BSA)
Postive control (BSA)

Blank





media/file5.jpg
(A)

« Positve Sampies
« Negative Controts
o Blank

- - -Cutoftvalue =027

OD4so

()

3
o





media/file3.jpg
ODa450

2.0

209 & s

1.8

g I *  Positive Controls.

1.6

1.5 © Blank

1.4

1.3 .
K5 N —

11 ”
10 %
0.9 .
0.8:

0.7

0.6

0.5 .

03 y F 2

: R N N——
02 o

03 Wﬁuv‘m
01 TrrTTTTTTTTTT T T T T T TT T T T T TITITTT





media/file1.jpg
@

oooee

0o00e e






media/file7.jpg





media/file10.png
(B)

100y e
80-
e AUC = 0.999 + 0.0003
-‘g 60- 95% Cl = 0.998 to 1.000
:‘é‘
S 40-
20-
0 0t I I I I |
. ' 0 20 40 60 80 100
Q.;@Q’ & 100% - Specificity%
\g}b QS
(C)
Sensitivity% 95% CI Specificity% 95% CI
>0.2470 | 100.0 98.27% to 100.0% | 98.22 96.84% to 99.00%
>0.2690 | 100.0 98.27% to 100.0% | 98.38 97.05% to 99.12%
>0.2915 | 100.0 98.27% to 100.0% | 98.54 97.26% to 99.23%
>0.2970 | 99.54 97.45% to 99.98% | 98.54 97.26% to 99.23%
>0.3100 | 99.54 97.45% to 99.98% | 98.87 97.68% to 99.45%






media/file9.jpg
(A) (8)

3 N 100;
80
Avc=0m sooms
2 4 § 60 95% C1=0.998 10 1000
o § 40
1
20
o
[
©
Sensitvity% | ___95%Cl Speciioty% 5% CI
02470 | 1000 [ 98:27% 10 100.0% | 98.22 96 84% 0 99.00%
>0.2690 | 100.0 1798.27% 10 100.0% | 98.38 97.05% 0 99.12%
>0.2915 | 100.0 1798.27% 10 100.0% | 98.54 97.26% 10 99.23%
>0.2970 | 9954 |197.45% 10 99.98% | 98.54 97.26% 10 99.23%
>03100 | 9954 ['97.45% 10 99.98% | 98.67 97.68% t0 99.45%






media/file0.png





media/file8.png
N
Q&\A

f-mmmmmmao
i
S






media/file6.png
(A)

(B)

OD450

3.0 .
2.8 :
264 % W ° ;
o~ g%
gg ::i‘"‘ g ¢ .
2.0 - b S0l . % o
1.8 ~~ ..’ & .z~ ‘.
el s i IR L RIS
- A g% S
1.2 A P
sl w3 g e,
0:6 * :ﬂ 3‘ . “oqc. - of
0.4 e : .
33572 ittt
o°olllllllllllllllllllllll
33—
2 —
o
O
<
Q
O
1-
0 I | | | T
S © N & O
R D \."})q'
T

MN titer

e Positive Samples
* Negative Controls
o Blank

- = «Cut-off value = 0.27





