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Technological innovation and the modernization of manufacturing procedures have thoroughly redefined the field of nickel–titanium (NiTi) rotary and reciprocating endodontic instruments [1]. In fact, in recent decades, several advances have been introduced both in terms of design and NiTi alloy treatments, such as superficial and heat treatments [2]. Design and metallurgical improvements proposed by factories and manufacturers have the scope to directly enhance the mechanical performance of NiTi instruments, such as their flexibility, cyclic fatigue and torsional resistances, and cutting efficiency, not only reducing the possibility of intracanal failure as much as possible, but also increasing their user-friendliness, facilitating their cutting action and progression inside canals, and minimizing the respective risks [3,4].



Despite this, experimental setups and testing methodologies have not kept abreast with those exponential developments, resulting in an alarming discrepancy—in terms of the avant-garde—between current official testing specifications and innovations in endodontic NiTi instruments. In fact, as stated by Schafer et al., neither ANSI/ADA (American Dental Standard/American Dental Association) nor ISO (International Organization for Standardization) specifications adequately consider the modified properties of recent generations of NiTi instruments. As a matter of fact, those international specifications have been stipulated to not consider the actual mechanical loads, both in terms of flexural and torsional stresses, acting on instruments during root canal shaping, resulting in misleading results that do not reflect the use of the instruments under clinical conditions [5].



The mechanical performance of NiTi endodontic instruments is usually investigated with the use of five principal tests: fatigue tests, torsional and angular deflection tests, bending or flexibility tests, and cutting efficiency evaluations [3,5,6,7].



Cyclic fatigue arises from continuous compression and tension strain cycles at the inner and outer curvatures depending on several factors, such as the rotational speed, angle, and radius of the curvature, temperature, metal mass, and, thus, cross-sectional design, tip diameter, taper, and number of threads [5]. The most common test used to evaluate the cyclic fatigue of NiTi instruments is characterized by the static rotation at a prestabilized speed and torque limit inside an artificial canal with a determined angle and radius of curvature [2]. The instrument can be actioned and the number of cycles to fracture (NCF) and/or time to fracture (seconds) can be recorded. These research methods are described by the currently available ANSI/ADA and ISO specifications, although manual stainless-steel files are stipulated to have been taken as the reference, thus, actually, resulting in them not being suited for assessing the fracture properties of modern NiTi instruments. First of all, the above-mentioned specifications do not take into account the temperature at which the test should be performed, whether it be at room or body temperature, since it has been demonstrated previously that variations in temperature are capable of significantly influencing the outcome of fatigue tests [8,9,10]. Despite this, the influence of the intracanal temperature on the mechanical performance of NiTi instruments during clinical practice is still controversial, requiring further in vivo and ex vivo experiments. Another issue regarding current fatigue tests is the use of irrigants. Apparently, the use of a lubricant is associated with an increase in terms of the NCF and, second, during cyclic fatigue testing; despite this, several fluids have been used as lubricants and more precise specifications should be drawn [5]. The last concern about current fatigue tests is the dimension of the artificial canals. As suggested by several authors, an optimal match between the canal and the instrument, with a low grade of tolerance, ensures testing without friction and frictional heat [11,12].



According to the result of fatigue tests present in the literature, cyclic fatigue does not seem to play a significant role in clinical situations, because both the NCF and time to fracture are generally significantly higher than the time needed for root canal preparation. Despite this, fatigue failure occurs, and this is probably due to the interaction between torsional and flexural stresses during root canal preparation [13,14]. For this reason, further experimental methods should be developed with the aim of simultaneously evaluating the reciprocal influence between those two factors.



Regarding torsional loads, the most common static test (also recommended by the ISO specification 3630-1:2019) consists of the rotation of the instrument at 2 rpm and then blocking its tip at 3 mm with a metal vice. Then, the torque at fracture and angular deflection are calculated and analyzed [5]. Despite the specifications requiring a precise rotational speed, some authors stated that the rotational speed does not influence the torque to fracture (TtF) of NiTi endodontic instruments [15]. Furthermore, the actual role of maximum torsional loads being withstood by endodontic instruments should be clarified. Even in this case, the above-mentioned specifications did not describe the temperature at which the test should be performed; thus, further clarification on this theme is needed. In several articles comparing austenitic and martensitic instruments, the results showed no significant statistical differences in terms of the TtF, despite the relevant difference in the metallurgical properties of the two crystallographic phases [1,3,16]. This is due to the different plastic and elastic behaviors of austenite and martensite, with an increased plasticity of the latter, resulting in an increased angular deflection. According to this, TtF values should be accompanied by torque values, at which plastic (irreversible) deformation occurs, in order to provide clinically significant data, since a deformed or despiralized instrument should no longer be used.



The bending and flexibility properties of instruments are evaluated with static tests that do not consider the rotational moment or stress, due to their contact with the root canal walls. For these reasons, the actual clinical relevance of these tests is poor, and bending data alone do not give clinicians any specific information [5].



As thoroughly demonstrated in the literature, the cutting ability of endodontic instruments is guaranteed due to several instrument-related parameters, such as the cross-sectional design, chip removal capacity, rake and helix angles, metallurgical properties, surface hardness, and treatments. Furthermore, its efficiency is also related to instrumentation strategies, such as the rotational speed, motions, feed rate, and apical pressure [5]. Additionally, those factors are difficult to isolate and singularly evaluate; thus, experimental methods should guarantee a precise evaluation of their reciprocal interactions. Probably for this reason, to date, standards and specifications have not been established for the evaluation of the cutting efficiency of root canal instruments. According to this, several methodologies have been proposed, such as lateral cutting, axial action, or ones considering the time required to perform the shaping procedures and different parameters. They were considered as a result of the cutting action, such as the weight loss of the substrate, the measurement of resulting grooves on the substrate, and microcomputer tomography for evaluating the differences in terms of the initial and final intracanal volume (shaping ability) [5]. Obviously, those differences in terms of methodologies cause a lack of standardization in scientific data, resulting in an impossible comparison between studies. According to this, specifications are fundamental.



In conclusion, static tests have provided a large amount of information regarding the influence of specific parameters on the mechanical performance of endodontic NiTi instruments. Despite this, their actual behavior during clinical practice cannot be fully described, resulting in a low power of significance. According to this, several authors proposed some dynamic tests in order to obtain reliable data able to explain the stresses acting on instruments during in vivo root canal shaping [17,18,19,20]. Nevertheless, the lack of standardization in dynamic tests contributed a plethora of experimental methods, not directly comparable to one another.
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