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Simple Summary: The aim of this study was to compare the volumes and shapes of the coagulation
zone (CZ) of a multi-probe RFA system (three RFA electrodes) and a single-probe MWA system from
the same vendor in an ex vivo bovine liver model. Radiofrequency ablation and microwave ablation
are both minimally invasive treatment options for liver cancer. A total of 48 CZs were obtained in
bovine liver specimens in three different ablation system configurations and compared at different
ablation times using a fixed ablation protocol. Ablation diameters were measured and ellipticity
indices (EIs) and volumes calculated. Volumes and diameters increased with ablation time for all
configurations. The single-probe MWA could not reach the volumes of the RFA setups for any of the
ablation times evaluated. EI were very similar and almost round for RFA with 20 mm inter-probe
distance and single-probe MWA and differed significantly to the three individual, more ovoid ones
for the RFA 50 mm configuration. In this ex vivo study, the multi-probe RFA system employing three
electrodes achieved significantly larger ablation volumes in both configurations (confluent CZ and
three individual CZ) per time as compared with a single-probe MWA system.

Abstract: Objectives: To compare the volumes and shapes of the coagulation zone (CZ) of a multi-
probe RFA system (three RFA electrodes) and a single-probe MWA system from the same vendor in
an ex vivo bovine liver model. Material & Methods: A total of 48 CZs were obtained in bovine liver
specimens with three different ablation system configurations (single-probe MWA vs. multi-probe
RFA with 20 mm inter-probe distance [confluent CZ] vs. multi-probe RFA with 50 mm inter-probe
distance [three individual CZs]) at 4, 6, 8, and 10 min ablation time using a fixed ablation protocol.
Ablation diameters were measured and ellipticity indices (EIs) and volumes calculated. Calculations
for all systems/configurations were compared. Results: Volumes and diameters increased with
ablation time for all configurations. At 4 and 6 min ablation time volumes obtained with the RFA
50 mm setup, and at 8 and 10 min with the RFA 20 mm setup were the largest at 26.5 ± 4.1 mL,
38.1 ± 5.8 mL, 46.3 ± 4.9 mL, 48.4 ± 7.3 mL, respectively. The single-probe MWA could not reach
the volumes of the RFA setups for any of the ablation times evaluated. EI were very similar and
almost round for RFA 20 mm and single-probe MWA, and differed significantly to the more ovoid
ones for the RFA 50 mm configuration. Conclusions: The multi-probe RFA system employing three
electrodes achieved significantly larger ablation volumes in both configurations (confluent CZ and
three individual CZs) per time as compared with a single-probe MWA system in this ex vivo bovine
liver model.

Keywords: radiofrequency ablation; ablation techniques; liver

1. Introduction

Radiofrequency ablation (RFA) and microwave ablation (MWA) are minimally in-
vasive, potentially local curative treatment options for primary and secondary liver tu-
mors [1–3]. MWA is becoming increasingly popular as it allows for a larger ablation zone
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per time unit and probe. However, with emerging new technologies and sophisticated tools
multiple coaxial needles may be precisely positioned as place holders for simultaneous
(by employing up to three RFA electrodes) and sequential thermal ablation [4]. Using this
stereotactic RFA (SRFA) technique even very large tumors (>10 cm) can be treated within
one session [5]. Therefore, the benefits and drawbacks of these two different approaches
have to be reevaluated.

Over the past two decades, numerous ex vivo, in vivo, and clinical studies have
evaluated various ablation systems and configurations and their effects on ablation volume.
While earlier studies on RFA compared different activation methods [6], power settings [7],
and amount and duration of applied energy [8,9], RFA systems [10], or size of electrodes [11],
more recent studies also evaluated the influence of tissue properties on the ablated volume.
For example, Cassinotto et al. [12] investigated the so-called “oven effect” in a retrospective
in-vivo analysis and concluded that the presence of cirrhosis did not affect the ablated
volume. In fact, RFA-induced coagulation zones in cirrhotic livers were of comparable size
and volume to those in healthy livers.

In the last decade, more studies have been conducted on ablation volumes using
MWA due to the increased use of this method. Ruiter et al. [13] have recently published a
systematic review on various FDA-approved systems. They compared data of 14 studies
and found a significant correlation between ablation volume and applied energy for ex
vivo experiments, but not for in-vivo experiments.

However, to the best of our knowledge, currently there is no ex vivo study comparing
ablated volumes of multi-probe RFA with single-probe MWA. Thus, the purpose of this
study was to evaluate the differences between a multi-probe RFA system with three elec-
trodes in two different configurations and an MWA system from the same vendor in terms
of ablated volumes and coagulation zone shape in an ex vivo bovine liver model.

2. Materials and Methods
2.1. Overview

The experiment was performed with 13 fresh bovine livers (total weight 70 kg) pur-
chased from a local butcher. They were stored refrigerated, not frozen, and allowed to attain
room temperature overnight before being used. On the day of the experiment, the bovine
livers were placed in a plastic container filled with a 0.9% saline solution prepared fresh
daily with 62 L of water and sodium chloride. The temperature of the 0.9% saline solution
was monitored during the experiment with a thermometer to detect and counteract possible
temperature increases above room temperature. The ablation probes were inserted into the
bovine liver specimen through drilling holes in a 20 mm thick acrylic pane. The ablation
systems were activated for different periods according to the protocol and corresponding
coagulation zones were evaluated on longitudinal and orthogonal cuts of the ablation zones
along the probe axis.

2.2. Experimental Setup

Two widely used ablation systems (RFA: Cool-tip; 25 cm, 3 cm, 17 G; MWA: Emprint,
15 cm, 3 cm, 13 G) from the same vendor (Medtronic Inc. (Boulder, CO, USA)) were utilized
for this experiment.

All ablations were generated in fresh ex vivo bovine liver specimens (10 × 10 × 10 cm).
For the setup a total of three containers were used:

• Container #1 (57 × 38 × 47 cm) served as a large basin for the 0.9% saline solution.
The distance between the tip of the ablation probe and grounding electrode was 20 cm
in order to avoid irregular ablation zones.

• Container #2 was used to hold the bovine liver specimen (10 × 10 × 10 cm).
• Container #3 was used to fix the bovine liver specimen.

In order to allow communication of the fluid volumes between the different containers,
container #2 had 24 holes with a diameter of 6 mm at the bottom, and multiple large open-
ings on each side. It was positioned on a stainless chrome steel frame (20 × 14.5 × 27 cm).



Biology 2023, 12, 1103 3 of 14

Container #3 had the same size as the bovine liver specimen in order to fix it. Each side of
container #3 was also perforated several times.

To achieve circulation in the system, a submersible pump (JBL ProFlow t300, 4 watt,
300 L/h, lift 0.5 m, Out 12/16) was positioned in container #1.

The ablation probes were guided through an acrylic glass pane (thickness 20 mm)
fixed with clamps on container #1.

The experimental setup is shown in Figure 1A.
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Figure 1. (A) Schematic illustration and corresponding images of the experimental setup with RFA
50 mm setup as example: (1) neutral electrode, (2) stainless chrome steel frame, (3) submersible pump,
(4) acrylic glass pane, (5) clamps, (6) container #2, (7) container #3, (8) liver specimen, (9) stainless
bars, (10) blue lid as positioning aid, (11) RFA electrodes. (B) Schematic illustration of pre-drilled
acrylic glass pane (20 mm thickness) to guarantee exact positioning of probes. Holes for ablation
probes (black) and k-wires (white, at 15 mm distance) with RFA 20 mm setup (orange triangle), RFA
50 mm setup (blue triangle), and a separate hole for single-probe MWA.

2.3. Arrangement of Probes

To guarantee an exact and reproducible position and correct angle in the liver spec-
imens, all probes were inserted through a pre-drilled acrylic glass pane with 20 mm
thickness.

The RFA electrodes were inserted in a triangular shape at a distance of 20 mm and
50 mm (orange and blue triangle, Figure 1B), thus either creating a confluent coagulation
zone (20 mm distance) or three individual coagulation zones (50 mm distance). For the
single MWA probe, a separate hole was drilled.

After ablation, two k-wires were inserted at each side of the coagulation zone at a
distance of 15 mm from the center of the triangle (confluent coagulation zone) or to the
electrodes/probes (individual coagulation zone RFA/MWA) to ensure an accurate and
reproducible cutting plane (see Figure 1B).

2.4. Ablation Protocol

RFA (Cool-tip; 25 cm, 3 cm, 17 G): three probes were arranged in the form of a triangle
with 20 mm and 50 mm distance with settings according to the manufacturer’s instructions
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(program: “Standard Ablation”; delivery of energy to the tissue via an automatic impedance
control algorithm; max. output 200 W). Four runs were performed in each configuration
for 4, 6, 8, and 10 min each, respectively.

MWA (Emprint, 15 cm, 3 cm, 13 G): a single probe with power settings according to
manufacturer’s instructions (100 W) was used. Four runs were performed for 4, 6, 8, and
10 min, respectively.

2.5. Evaluation of the Coagulation Zones

After ablation, the liver specimens were sectioned along the axis of the ablation probe,
using the K-wires inserted after ablation as guides (see examples in Figure 2).
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Figure 2. Example of sectioned liver specimen along the axis of the coagulation zones at 6 min for
RFA 20 mm setup (confluent CZ), MWA, and RFA 50 mm setup (individual CZ). A ruler of 5 cm in
each bottom right corner with correct proportions.

The coagulation zone dimensions were measured using a Vernier caliper. The di-
ameter (D) was defined as the maximal diameter of the ablation zone measured in the
plane perpendicular to the ablation probe. The length (L) was defined as the distance
between proximal/distal edges of the ablation zone in the axis of the ablation probe.
Ablation volumes in mL (assuming an ellipsoidal shape) were calculated using the for-
mula (4/3 × π × a × b × c). Ellipticity indices (EIs) were calculated using the formula:
L/D [14]—see schematic illustration Figure 3.
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In the RFA 50 mm setup the length, diameter, and EI of each coagulation zone were
evaluated for each coagulation zone individually (n = 12) and the three volumes of the
individual coagulation zones were summed to a single total volume (n = 4) at each time
point.

2.6. Statistics

All statistical analyses were performed using the SPSS Version 28 (SPSS Inc., Chicago,
IL, USA).

The distribution (parametric/non-parametric) of all possible variables was assessed
using histograms and verified with the Kolmogorov-Smirnov test. Data are expressed as
mean ± SD. Differences between devices/arrangements were assessed using a one-way
ANOVA with Bonferroni’s post hoc test or student’s independent t-test, as appropriate. A
p-value of <0.05 was considered statistically significant.

3. Results

To achieve the planned 48 coagulation zones, including four in each configuration
[MWA, RFA 20 mm, and RFA 50 mm] and for each ablation time [4, 6, 8, and 10 min], a
total of 59 coagulation zones were created, of which 11 had to be excluded due to distortion
by a larger nearby vessel (MWA: n = 2 ; RFA 20 mm: n = 4 ; RFA 50 mm: n = 5).

Overall results with mean values of length, diameter, volume, and ellipticity index for
different ablation systems and times are summarized in Table 1 and illustrated in Figure 4.
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3.1. MWA
3.1.1. Volume

The largest ablated volume using MWA was achieved at 10 min ablation time with
36.5 ± 2.6 mL. Volumes of the coagulation zone differed significantly between ablation
times (16.1 ± 2.2 mL [4 min] vs. 26.6 ± 4.7 mL [6 min] vs. 29.8 ± 2.8 mL [8 min] vs.
36.5 ± 2.6 mL [10 min]; p < 0.001), increasing from 4 to 6 min by 65.2%, from 6 to 8 min by
12.0%, and from 8 to 10 min by 22.5%. Post hoc analysis revealed significant differences in
the ablation volumes between 4 vs. 6 min (p = 0.004), 4 vs. 8 min (p < 0.001), 4 vs. 10 min
(p < 0.001), and 6 vs. 10 min (p = 0.006)—but not for 6 vs. 8 min and 8 vs. 10 min.
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Table 1. Length, Diameter, Volume, and Ellipticity Index for different ablation systems and times; 4 runs at each time point/setup *.

MWA RFA 20 mm
Confluent CZ

RFA 50 mm *
Three Individual CZs

4 min 6 min 8 min 10 min 4 min 6 min 8 min 10 min 4 min 6 min 8 min 10 min

Length in mm,
mean ± SD 36.5 ± 1.7 39.0 ± 1.2 42.3 ± 2.6 42.5 ± 1.7 40.5 ± 4.2 43.8 ± 2.5 47.8 ± 2.6 48.0 ± 2.5 38.3 ± 3.8 38.2 ± 4.8 39.1 ± 4.0 37.3 ± 4.1

Diameter in mm,
mean ± SD 29.0 ± 1.4 36.0 ± 2.8 36.8 ± 2.2 40.5 ± 1.0 33.3 ± 3.9 37.0 ± 1.4 43.0 ± 2.2 43.8 ± 2.5 20.8 ± 2.0 24.5 ± 4.5 25.7 ± 3.8 27.4 ± 5.0

Volume in mL,
mean ± SD 16.1 ± 2.2 26.6 ± 4.7 29.8 ± 2.8 36.5 ± 2.6 24.0 ± 7.6 31.5 ± 4.0 46.3 ± 4.9 48.4 ± 7.3 26.5 ± 4.1 38.1 ± 5.8 41.7 ± 4.7 46.0 ± 13.2

Ellipticity Index,
mean ± SD 1.3 ± 0.0 1.8 ± 0.1 1.2 ± 0.1 1.0 ± 0.0 1.2 ± 0.1 1.2 ± 0.0 1.1 ± 0.0 1.1 ± 0.0 1.8 ± 0.1 1.6 ± 0.1 1.5 ± 0.1 1.4 ± 0.1

MWA: Microwave ablation; RFA: Radiofrequency ablation; SD: Standard deviation. * n = 12 for length, diameter, and volume at the RFA 50 mm setup—see Section 2.5.
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3.1.2. Diameter

The largest diameter with the single-probe MWA system was achieved at 10 min
ablation time with 40.5 ± 1.0 mm. Diameters differed significantly between ablation times
(29.0 ± 1.4 [4 min] vs. 36.0 ± 2.8 mm [6 min] vs. 36.8 ± 2.2 mm [8 min] vs. 40.5 ± 1.0
[10 min]; p < 0.001), increasing from 4 to 6 min by 24.1%, from 6 to 8 min by 2.2%, and
from 8 to 10 min by 10.1%. Post hoc analysis revealed significant differences of the ablation
volumes between 4 vs. 6 min (p = 0.002), 4 vs. 8 min (p < 0.001), 4 vs. 10 min (p < 0.001),
and 6 vs. 10 min (p = 0.047)—but not for 6 vs. 8 min and 8 vs. 10 min.

3.1.3. Ellipticity Index

Coagulation zones became significantly more spherical with increasing ablation time
(1.3 ± 0.0 [4 min] vs. 1.1 ± 0.0 [6 min] vs. 1.2 ± 0.1 [8 min] vs. 1.0 ± 0.0 [10 min]; p = 0.013)
and were the roundest at 10 min. Post hoc analysis revealed significant differences between
4 vs. 10 min (p = 0.016) only.

3.2. RFA 20 mm—Confluent Coagulation Zone
3.2.1. Volume

The largest ablated volume using this setup was achieved at 10 min ablation time with
48.4 ± 7.3 mL. Volumes of the coagulation zone differed significantly between ablation
times (24.0 ± 7.6 mL [4 min] vs. 31.5 ± 4.0 mL [6 min] vs. 46.3 ± 4.9 mL [8 min] vs.
48.4 ± 7.3 mL [10 min]; p < 0.001), increasing from 4 to 6 min by 31.3%, from 6 to 8 min
by 47.0%, and from 8 to 10 min by 4.5%. Post hoc analysis revealed significant differences
between 4 vs. 8 min (p = 0.002), 4 vs. 10 min (p < 0.001), 6 vs. 8 min (p = 0.032), and 6 vs.
10 min (p = 0.013)—but not for 4 vs. 6 min and 8 vs. 10 min.

3.2.2. Diameter

The largest diameter using this setup was achieved at 10 min ablation time with
48.4 ± 7.3 mm. Diameters differed significantly between ablation times (33.3 ± 3.9 mm
[4 min] vs. 37.0 ± 1.4 mm [6 min] vs. 43.0 ± 2.2 mm [8 min] vs. 43.8 ± 2.5 mm [10 min];
p < 0.001), increasing from 4 to 6 min by 11.1%, from 6 to 8 min by 16.2%, and from 8 to
10 min by 1.9%. Post hoc analysis revealed significant differences between 4 vs. 8 min
(p = 0.001), 4 vs. 10 min (p < 0.001), 6 vs. 8 min (p = 0.048), and 6 vs. 10 min (p = 0.023)—but
not for 4 vs. 6 min or 8 vs. 10 min.

3.2.3. Ellipticity Index

Coagulation zones were almost identical in elliptic shape and no statistically significant
differences were found (1.2 ± 0.1 [4 min] vs. 1.2 ± 0.0 [6 min] vs. 1.1 ± 0.0 [8 min] vs.
1.1 ± 0.0 [10 min]; p = 0.145).

3.3. RFA 50 mm—Three Individual Coagulation Zones
3.3.1. Volume

The largest ablated volume (sum of three individual coagulation zones) using this
setup was achieved at 10 min ablation time with 46.0 ± 13.2 mL. The sum of volumes of the
three coagulation zones differed significantly between ablation times (26.5 ± 4.1 mL [4 min]
vs. 38.1 ± 5.8 [6 min] vs. 41.7 ± 4.7 mL [8 min] vs. 46.0 ± 13.2 mL [10 min]; p = 0.024),
increasing from 4 to 6 min by 43.8%, from 6 to 8 min by 9.4%, and from 8 to 10 min 10.3%
(8 to 10 min). Post hoc analysis revealed significant differences only between 4 vs. 10 min
(p = 0.026).

3.3.2. Diameter

The largest diameter (single CZ) using this setup was achieved at 10 min ablation time
with 27.4 ± 5.0 mm. The diameter of the single coagulation zones in this setup differed
significantly between ablation times (20.8 ± 2.0 mm [4 min] vs. 24.5 ± 4.5 mm [6 min]
vs. 25.7 ± 3.8 mm [8 min] vs. 27.4 ± 5.0 mm [10 min]; p = 0.002), increasing from 4 to
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6 min by 17.8%, from 6 to 8 min by 4.9%, and from 8 to 10 min by 6.6% (8 to 10 min). Post
hoc analysis revealed significant differences only between 4 vs. 8 min (p = 0.027) and 4 vs.
10 min (p = 0.001).

3.3.3. Ellipticity Index

Coagulation zones at 10 min were the roundest and became significantly more spheri-
cal with increasing ablation time (1.8 ± 0.1 [4 min] vs. 1.6 ± 0.1 [6 min] vs. 1.5 ± 0.1 [8 min]
vs. 1.4 ± 0.1 [10 min]; p < 0.001). Post-hoc analysis revealed significant differences between
4 vs. 8 min (p = 0.018), 4 vs. 10 min (p < 0.001)—but not when comparing the remaining
ablation times.

3.4. MWA vs. RFA 20 mm vs. RFA 50 mm—Volume

When comparing all volumes regardless of system and ablation time, the largest
ablated volume was achieved using the RFA 20 mm (confluent CZ) setup at 10 min with
48.4 ± 7.3 mL.

3.4.1. Volumes at 4 Min

At 4 min ablation time, the largest ablated volume was achieved with the RFA 50 mm
setup with 26.5 ± 4.1 mL. One-way ANOVA revealed a significant difference of ablated
volumes between systems/setups (16.1 ± 2.2 mL [MWA], 24.0 ± 7.6 mL [RFA 20 mm],
26.5 ± 4.1 mL [RFA 50 mm]; p = 0.048). However, in post hoc analysis no significant
differences were found.

3.4.2. Volumes at 6 Min

At 6 min ablation time, the largest ablated volume was achieved using the RFA 50 mm
setup with 38.1 ± 5.8 mL. One-way ANOVA revealed a significant difference in ablated
volumes between systems/setups (26.6 ± 4.7 mL [MWA], 31.5 ± 4.0 mL [RFA 20 mm],
38.1 ± 5.8 mL [RFA 50 mm]; p = 0.027). Post hoc analysis revealed significant differences in
ablated volumes for MWA vs. RFA 50 mm (p = 0.027)—but not for MWA vs. RFA 20 mm
and RFA 20 mm vs. RFA 50 mm.

3.4.3. Volumes at 8 Min

At 8 min ablation time, the largest ablated volume was achieved using the RFA 20 mm
setup with 46.3 ± 4.9 mL. One-way ANOVA revealed a significant difference in ablated
volumes between systems/setups (29.8 ± 2.8 mL [MWA], 46.3 ± 4.9 mL [RFA 20 mm],
41.7 ± 4.7 mL [RFA 50 mm]; p = 0.001). Post hoc analysis revealed significant differences
in ablated volumes for MWA vs. RFA 20 mm (p = 0.001) and MWA vs. RFA 50 mm
(p = 0.010)—but not for RFA 20 mm vs. RFA 50 mm.

3.4.4. Volumes at 10 Min

At 10 min ablation time, the largest ablated volume was achieved with the RFA 20 mm
setup with 48.4 ± 7.3 mL. One-way ANOVA revealed no significant difference in ablated
volumes between systems/setups (36.5 ± 2.6 mL [MWA], 48.4 ± 7.3 mL [RFA 20 mm],
46.0 ± 13.2 mL [RFA 50 mm]; p = 0.188).

Comparison of all volumes between systems/setups at each ablation time is depicted
in Figure 5.
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Figure 5. Box plots with comparison of volumes of ablation systems/configurations for each ablation time with corresponding p-values of one-way ANOVA.
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3.5. MWA vs. RFA 20 mm vs. RFA 50 mm—Diameter

Overall, the largest diameter was achieved with the RFA 20 mm setup at 10 min
ablation time with 43.8 ± 2.5 mm. Diameters differed significantly between systems/setups
for all evaluated ablation times (4 min [p < 0.001]; 6 min [p < 0.001]; 8 min [p < 0.001];
10 min [p < 0.001]). Post hoc analyses revealed significant differences between the RFA
50 mm setup (diameter of a single CZ) compared with the other two systems/setups for all
ablation times. Between MWA and the RFA 20 mm setup, diameters differed significantly
only at 8 min ablation time (36.8 ± 2.2 vs. 43.0 ± 2.2 [p = 0.018] with no differences for any
of the other ablation times observed.

Diameters at each ablation time with comparison between systems/setups is illus-
trated in Figure 6.
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3.6. MWA vs. RFA 20 mm vs. RFA 50 mm—Ellipticity Index

Overall, the roundest coagulation zone was obtained with the MWA system at 10 min
ablation time with 1.0 ± 0.0 and the most ovoid coagulation zone was observed with the
RFA 50 mm setup at 4 min ablation time with 1.8 ± 0.1.

Ellipticity Index differed significantly between systems/setups for all evaluated ab-
lation times (4 min [p < 0.001]; 6 min [p < 0.001]; 8 min [p = 0.001]; 10 min [p = 0.044]).
Post-hoc analyses revealed significant differences between MWA and RFA 50 mm for all
ablation times (1.3 ± 0.0 vs. 1.8 ± 0.1, p < 0.001 [4 min]; 1.8 ± 0.1 vs. 1.6 ± 0.1, p < 0.001
[6 min]; 1.2 ± 0.1 vs. 1.5 ± 0.1, p < 0.004 [8 min]) except for 10 min (1.0 ± 0.0 vs. 1.4 ± 0.1,
p = 0.060). Between RFA 20 mm and RFA 50 mm ellipticity index differed significantly only
at 8 min ablation time (1.1 ± 0.0 vs. 1.5 ± 0.1, p = 0.002), while there were no significant
differences in ellipticity index between MWA and RFA 20 mm for any ablation time.

4. Discussion

To our knowledge this is the first ex vivo study comparing ablated volumes of multi-
probe RFA with MWA. In this experiment in bovine livers volumes generated with multi-
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probe RFA (three electrodes) were significantly larger than volumes generated with a
single-probe MWA system. At 4 and 6 min ablation time volumes obtained with the RFA
50 mm setup (three individual CZ) were the largest, while at 8 and 10 min the RFA 20 mm
setup (confluent CZ) achieved the largest volumes. The single-probe MWA could not reach
the volumes of the RFA setups for any of the ablation times evaluated. This discrepancy is
best displayed at the 8 min ablation time, where volumes for the multi-probe RFA setups
were larger by 55.4% (confluent CZ) and 39.9% (three individual CZ) compared with single-
probe MWA. Similarly, the maximum diameter at 8 min ablation was larger by 16.8% in the
RFA setup with confluent CZ compared with the single-probe MWA.

However, the fact that both multi-probe RFA setups were able to match or exceed
single-probe MWA when comparing volumes and the confluent CZ RFA setup was able
to match or exceed single-probe MWA when comparing diameters is a very important
finding, considering that most interventionalists prefer MWA to RFA due to achieving
larger ablation volumes/diameters. In fact, it is now undisputed that not only the tumor
should be covered by the coagulation zone, but also a sufficient safety margin of 5–10 mm
must be obtained [15–21]. Thus, even for rather small tumors with a 2 cm diameter, coagu-
lation zones should be at least 3 cm, preferably 4 cm in diameter (e.g., in secondary liver
malignancies) with correct probe placement in the center of the tumor. These large diame-
ters are almost impossible to achieve using a single RFA electrode (as also demonstrated
with the RFA 50 mm setup in this study—see Section 3.3). Implementing the newest MWA
probes with very high-power settings (up to 150 W) may be necessary in order to achieve
this task in a single-probe setting. For this reason, a recent review [22] highlighting the
advantages of single-probe MWA compared to single-probe RFA, concluded that MWA
should be the ablative modality of choice for tumors ≥ 3 cm in diameter or in the vicinity of
large vessels and that the use of single-electrode RFA should be considered only for a few
interventions. However, many institutions now use a variety of different techniques that
enable placement of multiple needles for simultaneous or consecutive thermal ablation,
overcoming the limitations of single-probe RFA. A major drawback to these multiple needle
approaches is certainly the substantially higher complexity and longer overall procedural
times compared with conventional single-probe US or CT-guided thermal ablation. In fact,
these techniques require sophisticated tools for needle placement such as stereotaxy as
in the stereotactic RFA approach developed by the Innsbruck group [4,5]. Furthermore,
the risk of puncture-related complications (e.g., bleeding, pneumo-/haemothorax, tumor
seeding) is slightly higher [23]. However, multiple smaller coagulation zones allow for a
more precise tailoring of the ablation area, particularly for irregular-shaped tumors, and
consequently less risk for healthy liver tissue or delicate structures.

Most liver tumors (particularly hepatocellular carcinoma) are spherical. Thus, it is
easier to encompass the whole tumor including a sufficient safety margin with a more
spherical coagulation zone. In this study, ellipticity indices differed significantly between
systems/setups for all evaluated ablation times. MWA and the RFA 20 mm setup (confluent
CZ) produced almost round coagulation zones with no significant differences between them
in post hoc analysis for any ablation time. Therefore, the advantage of a more spherical
coagulation zone using a single-probe MWA may be compensated by confluent coagulation
zones with a multi-probe RFA. Coagulation zones of the RFA 50 mm setup on the other
hand were more ovoid.

The EI results were very consistent for all ablation systems/setups and had very
little to almost no standard deviation. When looking more closely at the results of ablated
volumes, we can note very consistent results for MWA with very little to almost no standard
deviations. The RFA setups, on the other hand, were more variable with higher standard
deviation, particularly for the RFA 50 mm setup at 10 min with a standard deviation of
13.2 mL. The reason for this could be the influence of nearby vessels. With three electrodes,
the probability increases that one of the electrodes is placed near a vessel. Furthermore,
it is known that MWA is less susceptible to the so-called “heat sink effect” than RFA, in
particular monopolar RFA electrodes like the ones used in this experiment [24]. In a clinical
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setting it is possible to overcome this “heat sink effect” by increased duration and power of
ablation, with electrodes being preferentially positioned next to the vessel site and a shorter
distance to each other. However, the more accurate prediction of the ablation zone with
MWA must be seen as an advantage of this method compared to RFA.

We are well aware of the limitations of this study. First, all experiments were per-
formed in an ex vivo model in healthy liver tissues. Even though Cassinotto et al. [12]
recently disproved the so-called “oven effect”, it is likely that coagulation zones differ
depending on tumor heterogeneity (e.g., metastatic vs. primary). Second, this study did
not investigate tissue deformation/shrinkage, and earlier studies reported greater tissue
deformation with MWA compared with RFA [25,26]. Therefore, the results of this study
may be affected by this assumption. Third, even though the experiment was performed in
a large basin with circulating saline solution (submersible pump guaranteeing adequate cir-
culation), the impact of the actual in vivo blood circulation, the so-called “heat-sink effect”,
cannot be properly assessed—also because of the different velocities of blood circulation
in vivo (venous, portal venous, arterial). Fourth, in a clinical setting, such precise, parallel
positioning of the electrodes for the confluent coagulation zone with a 20 mm distance is
only possible to a limited extent. Fifth, we did not investigate different spacing between
electrodes for the confluent coagulation zone RFA setup. However, the choice of the 2 cm
distance between electrodes for this setup was based on previous studies with multipolar
RFA electrodes [7,27] and our own clinical experience. Although in our experiment all
coagulation volumes merged with the 2 cm spacing regardless of the time point, it is
not known whether a lower or higher interelectrode spacing would also have resulted in
confluent coagulation zones with monopolar RFA electrodes. Therefore, the relationship of
distance and time to confluence of coagulation zones for monopolar RFA electrodes should
be investigated in a separate experiment.

5. Conclusions

In this ex vivo experiment in bovine livers, ablation volumes with the multi-probe
RFA system employing three electrodes were significantly larger than those with a single-
probe MWA system from the same vendor in both the confluent and three individual
coagulation zones configurations. Thus, consistent with the findings of this study it may be
reasonable to direct less effort toward the development of new ablation probes with even
larger ablation zones and encourage a wider use of multiple needle approaches instead,
regardless of the ablation modality. However, further in vivo investigations are required to
determine the influence of the heat-sink effect on the resulting ablation volumes.
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