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Abstract

:

Third-generation biosensors use enzymes capable of direct electron transfer (DET) to the sensor surface. They are of interest for continuous glucose monitoring in blood or interstitial fluid, but they are rarely investigated. One reason is the hindered DET of the enzymes to the metallic electrodes. In this publication, a novel method for the immobilization of cellobiose dehydrogenase (CDH) DET enzymes employing conductive poly(3,4-ethylenedioxythiophene)-poly (styrene sulfonate) (PEDOT:PSS) inks and a protective polyethylene glycol dimethacrylate (PEG-DMA) hydrogel layer on gold electrodes is reported. This layer stack showed a glucose-specific current response for voltages between −0.2 and 0.4 V in physiological PBS buffer, and enabled interference-less sensing in a solution of acetaminophen, ascorbic acid, dopamine, and uric acid at 0 V. A Michaelis–Menten fit led to a maximum current density (Imax) of 257 ± 7.9 nA/mm2 and a Michaelis–Menten constant (Km) of 28.4 ± 2.2 mM, with a dynamic range of 0.1–20 mM glucose and a limit of detection of 0.1 mM. After 16 h of continuous measurement of 20 mM glucose, the signal decreased to 60% of its initial value. Storage stability was successfully verified until up to 10 days. In summary, this paper shows a simplified approach for the fabrication of third-generation biosensors using CDH-PEDOT:PSS and PEG-DMA hydrogel inks.
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1. Introduction


Glucose powers our cells and muscles so that we can perform our daily routines or even achieve athletic performance. The clinical range for fasting blood glucose levels in healthy people is between 3.5 and 5.5 mM [1]. In diabetes patients, the regulation of the glucose blood level is disturbed. This can result in either very high (hyperglycemia) or very low (hypoglycemia) levels, which can lead to health problems or even death.



The most effective measure to manage diabetes is to control the blood glucose level during the day. Therefore, glucose biosensors are of crucial importance. Currently, there are various types of glucose detection methods and biosensors available [2,3]. The most common method is a single measurement test system, where the patient collects blood by finger prick, drops it on an electrochemical test strip, and performs a readout with a glucometer. This invasive method of testing is often painful for the patient and leads to the formation of scabs on the fingertips with loss of tactile sensation when used over a longer period. These side effects of the glucose detection system give rise to the test being used too infrequently, resulting in large deviations in glucose level, which, in the long term, results in several secondary diseases in diabetic patients [4,5].



To enable continuous glucose monitoring (CGM), new devices have entered the market, which consist of a detection system with a 2 cm long needle [6]. This enables the electrochemical sensing element to be placed under the skin. However, this method is still invasive and irreversibly damages tissues. Microneedle-based sensing devices are a less invasive but not-yet-market-ready CGM technology that uses 500–800 µm long needles, which measure in the interstitial fluid of the skin [7,8]. However, for such 3D-structured devices, currently, no surface modification exists that enables electrochemical detection compatible with mass fabrication.



Currently, all mentioned methods rely mostly on the reaction of glucose with the enzyme glucose oxidase (GOx) coated onto the electrochemical sensing area. The oxygen-dependent working principle of GOx has led to the so-called first-generation glucose biosensors that produce hydrogen peroxide during glucose conversion. An electrochemical sensor directly detects hydrogen peroxide at high potentials (>0.4 V) [2]. These high potentials come along with interferences in real media since some of the compounds present in the human body (e.g., ascorbic acid, uric acid) are redox-active in the positive potential range. To reduce such interferences, second-generation glucose biosensors were developed, where the potential range was reduced by using a redox mediator. This mediator (e.g., osmium, ruthenium, or iron complexes) [9,10,11] allows for transferring an electron from the flavin-adenine-dinucleotide (FAD) redox center of the enzyme to the working electrode at a reduced potential (around 0 V). Although some commercial CGM detection systems use osmium-complex-based polymers [2], patent issues limit the broad use of these systems. The availability of nontoxic and stable mediator alternatives is investigated by other research groups [12].



To overcome this limitation of the mediator materials, third-generation glucose biosensors are currently being developed using enzymes that can transfer electrons directly from the enzyme to the sensor surface at potentials < 0 V. This so-called direct electron transfer (DET) enzyme activity has been reported for different enzymes, such as GOx in the absence of oxygen [13,14], different kinds of glucose dehydrogenases (GDH), or cellobiose dehydrogenase (CDH) [15]. However, the literature controversially discusses the DET mechanism of GOx: There are several indications that secondary effects (loose FAD released from enzyme fragment) only pretend the presence of a DET mechanism [16,17]. The most promising DET enzyme is CDH, because it shows a current response that is insensitive to oxygen [18]. Furthermore, it has been found to be very stable and active in a broad pH and temperature range. Measurements of CDH activity show an optimal pH range of 4.5–6 and an enzymatic activity for temperatures up to 60 °C for different types of CDH [19]. For electrochemical sensing, the type of electrode surface plays a critical role. For example, carbon-based electrodes are more easily accessible for the electron transfer mechanism, compared with metal surfaces such as gold or platinum. The latter need an intermediate layer to reduce enzyme denaturation at the surface [20] and to improve electron transfer properties [21]. For the latter purpose, cationic additives (e.g., calcium) [22] or complex surface modification protocols based on carbon nanotubes, reduced graphene oxides, addition of redox active proteins (cytochromes), and gold nanomaterials have been investigated so far [23,24,25].



This work presents a new approach for modifying CGM systems. We have investigated a CDH DET enzyme containing poly(3,4-ethylenedioxythiophene:polystyrene sulfonate (PEDOT:PSS) ink suitable for inkjet printing and dispensing processing. PEDOT:PSS has been chosen due to its good biocompatibility [26] and the possibility to bind to metal surfaces of, e.g., microneedles through the thiophene moiety [27].



Generally, PEDOT:PSS is widely used in flexible and stretchable electronics due to its stability, flexibility, and mechanical properties [28,29]. PEDOT:PSS is also used to embed GDH in a composite with polyvinyl alcohol (PVA) [30]. However, to the best of our knowledge, glucose detection has not yet been investigated on amperometric sensors with CDH-PEDOT:PSS modification. Considering the application area of CGM biosensors, and to protect the thin CDH-PEDOT:PSS layer from mechanical damage, we investigated the application of a hydrogel top layer. This layer should be dry before detection (e.g., to insert the device into the skin) and form a swollen hydrogel layer in contact with the analyte solution. Generally, hydrogels are widely used in biomaterials because they provide the desired biocompatibility, selectivity, swelling behavior, mechanical stability, and porosity. Due to their enhanced mechanical strength and good biocompatibility, hydrogels based on crosslinked polyethylene glycol dimethacrylate (PEG-DMA) are favored in biosensing applications [31]. Furthermore, PEG-DMA has already been investigated for glucose-responsive hydrogels [32].



This work presents two important aspects for developing microneedle-based third-generation biosensors: (1) devising a simple approach to functionalize biosensors with CDH-PEDOT:PSS and PEG-DMA hydrogel inks, and (2) showing the feasibility of this approach by applying the ink on metal electrodes and comparing the results with results obtained on carbon electrodes.



To prove the feasibility of our approach, we have carried out systematic investigations measuring CDH-PEDOT:PSS layer stability, potential dependency of the current response, signal interferences in the dependence of the applied potential, CDH concentration in the CDH-PEDOT:PSS ink, enzyme kinetic properties of these layers on carbon and gold sensors, hydrogel ink variation with a 1 and 10 kDa PEG-DMA crosslinker, and operational and storage stability.




2. Materials and Methods


2.1. Chemicals and Solutions


Cellobiose dehydrogenase powder (CDH; [33]) was provided by DirectSens GmbH (Klosterneuburg, Austria). D-(+)-glucose, poly (ethylene glycol) dimethacrylate (PEG-DMA, 1 kDa, 10 kDa), diethylene glycol vinyl ether (DEGVE), PEDOT:PSS (1.1% (w/w) in H2O), lithium phenyl (2,4,6-trimethylbenzoyl) phosphinate (LPA), 3-mercaptopropionic acid (MPA) 99% and the interference substances acetaminophen, L-ascorbic acid 99%, and D (+)-maltose were purchased from Sigma-Aldrich, Merck KGaA, Darmstadt, Germany. D (+)-galactose Biochemica was purchased from AppliChem, Darmstadt, Germany. Gold (Au), silver (Ag), and chromium (Cr) for preparing vapor-deposited gold electrodes were purchased from Kurt J. Lesker Company, Jefferson Hills, PA, USA. Sodium hypochlorite (NaClO) solution was purchased from Honeywell Research Chemicals, through VWR International, Vienna, Austria. The polyester Dupont Teijin Films Melinex ST504 foil (125 µm thickness) was purchased from Pütz Folien, Taunusstein, Germany. Screen-printed carbon NaCoS carbon electrodes (Supplementary Material Figure S1) were provided by SCIO Holding GmbH (Linz, Austria).



All reagents were used without further purification, and all solutions were prepared using ultrapure deionized water with a resistivity of 18.2 MΩ·cm (Sartorius Stedim Biotech, Göttingen, Germany) and were freshly prepared for every measurement. Stock solutions of glucose (0.3–200 mM) were prepared in physiological phosphate-buffered saline (PBS) solution (pH 7.4).




2.2. Preparation of Gold Sensors


Three-electrode sensors were produced from AIT Austrian Institute of Technology GmbH, Vienna, by physical vapor deposition using a Univex High Vacuum Experimentation System, Cologne, Germany. The sensors consist of a gold working and gold counter electrode and a silver/silver chloride reference electrode. Melinex foil was used as a substrate, and Cr (15 nm) was used as an adhesion layer beneath the Au (200 nm) and Ag (200 nm) layers. Chlorination of the silver to obtain the silver chloride reference electrode took place after completion of the evaporation process. For that purpose, the sensor electrodes were dipped in NaClO solution for 30 s and washed by dipping the sensors ten times for 30 s each into ultrapure water. In a final step, polyimide acrylic tape was used as a passivation layer to define the electrode boundaries; see Supplementary Material, Figure S1.




2.3. Electrode Modification


The enzymes were immobilized on vapor-deposited gold working electrodes with a 1.6 mm2 area each. The electrodes were modified by applying the following procedure (see also Figure 1):




	
PEDOT:PSS ink and CDH-PEDOT:PSS ink formulation: PEDOT:PSS ink was prepared by mixing 16% v/v PEDOT:PSS and 84% v/v ultrapure water. CDH-PEDOT:PSS ink was prepared by mixing 16% v/v PEDOT:PSS, 54% v/v ultrapure water, and 30% v/v (24 mg/mL in water) of CDH. The final concentration of CDH of 7.2 mg/mL in the ink was used in all the experiments, except in Section 3.4, “Investigation of the CDH concentration in the CDH-PEDOT:PSS ink”. An amount of 3 μL of these solutions in total was drop-casted on the working electrode of the sensors by applying six times 0.5 µL on the working electrode with drying at 40 °C for 1 min on a Präzitherm heating plate after each layer.



	
Hydrogel precursor solutions: Acrylate-based hydrogel precursor solutions were prepared by mixing 30% v/v PEG-DMA (1 kDa, 700 mg/mL in water or 10 kDa, 175 mg/mL in water), 60% v/v DEGVE, 8% v/v water, and 2% v/v of LPA (10 mg/100 µL in 50% v/v ethanol, 50% v/v water mixture). LPA (10 mg) was dissolved by ultrasonication. LPA is the UV-induced free radical photoinitiator, PEG-DMA (1 or 10 kDa) is the crosslinking substance, and DEGVE is the water-soluble monomer for chain extension.



	
An amount of 1.5 μL/mm2 of the hydrogel precursor solutions was drop-casted on the sensing area covering working, counter, and reference electrode (in total 3 µL).



	
UV crosslinking: After modification with the hydrogel precursor solution, the sensors were transferred into a UV crosslinker (UVP CL-1000 ultraviolet crosslinker, from Analytik Jena US LLC (Formerly UVP LLC), Upland, CA, USA, purchased through VWR International, Vienna, Austria) and crosslinked at 365 nm with 1 J/cm2.



	
Washing: The sensors were dipped in physiological PBS for 10 min and then 5 more min in fresh physiological PBS.
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Figure 1. Modification of electrochemical sensors for glucose sensing: (I) bare electrochemical sensor, (II) CDH-PEDOT:PSS layer application, (III) hydrogel layer application. 
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2.4. Electrochemical Measurements


The electrochemical measurements were performed using a commercial MultiEmStat3 potentiostat (PalmSens, Houten, The Netherlands) (see Supplementary Material, Figure S2) and the software Multitrace 3.6. The chronoamperometric measurements were performed using a measurement interval of 0.5 s and different potentials (−0.2, 0, 0.2, and 0.4 V) versus Ag/AgCl. During a chronoamperometric measurement, the measured current at the applied potential results from the reaction of glucose at the FAD active center of the CDH enzyme and the direct electron transfer over the CYT domain to the electrode [10,11].



Glucose detection experiments were performed either by one-time addition or stepwise addition of different concentrations of glucose in physiological PBS (pH 7.4). If not stated differently, the current densities (nA/mm2) were calculated after 500 s glucose standard addition by calculating the average of the values obtained between 400 and 500 s and by dividing the current value by an electrode area of 1.6 mm2.




2.5. Selectivity Test


To investigate the interference sensor signal caused by substances other than glucose that can be present in the body fluid, a mixed solution was prepared by dissolving all interferents in physiological PBS. The interference mix contained 40 mg/dL acetaminophen, 7.6 mg/dL ascorbic acid, 2 mg/dL dopamine, and 54 mg/dL uric acid. Chronoamperometric measurements were performed at different potentials. PBS was applied on the electrode, followed by exposing the sensor to the interference mixture after 500 s.




2.6. Operational Stability and PEG-DMA Crosslinkers with Different Molar Masses


The operational stability of the biosensors was investigated by continuous chronoamperometric measurements at 0 V in the presence of glucose. The measurements took place in an electrochemical cell system (see Supplementary Material, Figure S5). The sensors were prepared as described previously in Section 2.3 (see Figure 1). To investigate the effect of the molecular weight of PEG-DMA in the hydrogel on the current output and long-term stability, two different molecular weights of PEG-DMA (1 and 10 kDa) were used for the modification of the CDH-PEDOT:PSS (in the presence of 7.2 mg/mL CDH in the CDH-PEDOT:PSS ink) modified electrodes. A glucose concentration series was recorded for calibration purposes by adding glucose stepwise to reach 0.1, 0.5, 1, 2, 5, 10, and 20 mM glucose in the final measurement solution. After reaching the last concentration (20 mM), chronoamperometry was run further for 16 h to observe the operational decay. The measurement was performed in a bulk amount glucose solution, and the temperature was kept constant at 25 °C.




2.7. Storage Stability


Storage stability is a crucial parameter for evaluating a biosensor. To check this parameter of the electrodes, CDH-PEDOT:PSS-PEG-DMA (10 kDa) hydrogel–modified electrodes were prepared as previously described (Figure 1) with 7.2 mg/mL CDH concentration in the CDH-PEDOT:PSS ink. Sensors were dried at room temperature for 5 h and then kept at 4 °C in vacuum-packed aluminum bags with a desiccant until the specific measurement time. Electrode performance was tested by conducting chronoamperometry at 0 V with the addition of different glucose concentration standards directly onto gold or graphite NaCoS sensors without previous equilibration in buffer.





3. Results


3.1. CDH-PEDOT:PSS Layer Stability


First of all, in a preliminary study, we tested the effect of the UV treatment on the enzyme activity. CDH was stable when exposed to UV light at 302 nm up to an energy dose of 1 J/cm2, which is the energy dose applied to crosslink the hydrogel. Exposures to UV light at higher energy doses were not tested.



To investigate the stability of the CDH-PEDOT:PSS layer, two sensors without CDH enzyme (with a PEDOT:PSS layer or a PEDOT:PSS-PEG-DMA (1 kDa) layer), as negative controls, and two sensors comprising CDH enzyme (with a CDH-PEDOT:PSS layer or a CDH-PEDOT:PSS-PEG-DMA (1 kDa) layer), as glucose responsive sensors, were prepared. To test the stability, the surface modifications were inspected before (see Figure 2a) and after (see Figure 2b) intense washing (see Section 2.3, “Electrode Modification”, Step 4: Washing). Figure 2 shows the chronoamperogram at 0 V in PBS. After 1800 s, 5 mM glucose standard was applied on the sensors, while the current was further monitored. It turned out that before the washing step, CDH-PEDOT:PSS and CDH-PEDOT:PSS-PEG-DMA showed a signal response when increasing the glucose concentration. As expected, both the negative controls PEDOT:PSS and PEDOT:PSS-PEG-DMA did not show any current response. After washing, only the hydrogel-covered CDH-PEDOT:PSS-PEG-DMA layer stack yielded a current response. This indicates that CDH is still mobile in the PEDOT:PSS layer and can be washed away if this layer is not protected by a hydrogel layer (see Figure 2b). In addition, the PEDOT:PSS layer without the PEG-DMA hydrogel cover showed signs of incipient delamination.




3.2. Potential Dependency of the Current Response


Chronoamperometric measurements at different potentials (−0.2–0.4 V) were performed to investigate if the current response of the blank signal and the glucose-dependent signal on the CDH-PEDOT:PSS-PEG-DMA (1 kDa) layer stack depends on the potential. For that purpose, we exposed the sensing area to physiological PBS, followed by monitoring the current response. Evidently, potentials higher or lower than 0 V lead to longer stabilization times of the blank signal but stay stable over a long period of time (up to 8000 s; see Figure 3a). To detect the glucose-dependent current, the experiment was repeated. After 1800 s, the PBS buffer was exchanged with 5 mM glucose standard to monitor the glucose-specific response for different voltages (Figure 3b). Both current densities and the corresponding standard deviations increase with increasing potential: the values are 21.9 ± 7 nA/mm2 for −0.2 V, 124 ± 38 nA/mm2 for 0 V, 305 ± 92 nA/mm2 for 0.2 V, and 522 ± 110 nA/mm2 for 0.4 V.




3.3. Selectivity Test


As mentioned, several redox-active compounds may be present in body fluids, such as acetaminophen or ascorbic acid. Independent of the applied potential, they may lead to false-positive signals and, therefore, to false readings of the glucose level. The selectivity behavior of the used DET enzyme was briefly described in a previous publication [34].



This section investigates the influence of the applied potential and the redox currents of the most relevant compounds (acetaminophen, ascorbic acid, dopamine, uric acid) on the CDH-PEDOT:PSS-PEG-DMG (1 kDa)–modified electrode. A more detailed interference study including also redox-inactive compounds is given in the Supplementary Material; see Figure S3a. As CDH-PEDOT:PSS-PEG-DMG (1 kDa) fully covers the working electrode, the respective electrode material has no influence on the signals: carbon and gold sensors lead to similar results.



Adding the interference mixture in PBS to the measuring cell results in the current signals shown in Figure 4a for different potentials. To obtain the sensor characteristic, the initial current at 490 s (I490s) was subtracted from the current at 1000 s (I1000s). This is plotted in Figure 4b against the applied potential. It was found that the interference current decay is nearly zero at potentials ≤ 0 V. The specific current of the glucose detection at 0 V is still significantly higher than the background current (see Supplementary Material, Figure S3b).




3.4. Investigation of CDH Concentration in CDH-PEDOT:PSS Ink on Sensor Responses to Glucose


All experiments took place at 0 V on sensors modified with CDH-PEDOT:PSS-PEG-DMA (1 kDa) enzyme concentrations of 3, 7.2, and 10 mg/mL. We also tested inks with higher CDH concentrations. However, concentrations ≥ 12.5 mg/mL led to poor adhesion on the gold electrodes and were, therefore, not investigated further.



Glucose detection was performed by exposing the sensors to 5 mM glucose solution after a stabilization time of 1800 s, followed by increasing the glucose concentration stepwise. Current densities were calculated for each enzyme concentration and plotted against the glucose concentration for gold (see Figure 5a) and carbon sensors (see Figure 5b).



When using 3 mg/mL CDH, currents are lower for all measured glucose concentrations than for sensors modified with 7.2 or 10 mg/mL CDH. The signals of the latter two did not significantly differ from each other at any glucose concentration. However, the standard deviations obtained from four different sensors increased with increasing CDH concentrations in the ink and were thus highest for sensors modified with 10 mg/mL CDH.




3.5. Enzyme Kinetics of Glucose Response


To show the influence of the enzyme activity and the electron transport properties of the layer stack, average current densities were plotted versus the glucose concentrations for gold sensors in Figure 5a and for graphite NaCoS sensors in Figure 5b. The obtained data points were fitted using the Michaelis–Menten equation I = Imax × ([S]/(Km + [S]), where I is the current density, Imax the maximum current density, Km the Michaelis–Menten constant, and [S] the chemical substrate concentration. As result, we found a Km value of 28.4 ± 2.2 mM on gold and a Km value of 34.2 ± 2.6 mM on graphite for an enzyme concentration of 7.2 mg/mL. The maximum current density observed on gold sensors was 257.4 ± 7.9 nA/mm2, and on graphite 170.0 ± 5.6 nA/mm2. The obtained Km values are in line with the values obtained by the company producing the enzyme on graphite electrodes with directly immobilized enzyme (Km of 24.3 ± 0.6 mM).



For further analysis of the signal stabilization time after changing the glucose concentration, the gold sensor signals plotted in Figure 6a for glucose concentrations in the range 2.5–20 mM were fitted using the equation J(t) = Jequ(1 − e−t×kequ) [35], where J is the current at time t, kequ the equilibrium rate constant, and Jequ the fitted equilibrium current. Due to the envisaged CGM application, we aim for a fast stabilization of the current response. To compare the stabilization times for different enzyme concentrations, an equilibrium current fraction was calculated for the current J at 400 s after standard addition and Jequ. These equilibrium current fractions in % (=100 × J/Jequ) were plotted for each enzyme concentration used against different glucose concentrations.



In conclusion, we observed the highest currents and best resolution in combination with a signal equilibration of 40–80% within 400 s in the physiologically relevant range glucose concentration range (0.1–20 mM) using an enzyme concentration of 7.2 mg/mL in the CDH-PEDOT:PSS ink (see Figure 6b). Hence, we chose a 7.2 mg/mL enzyme concentration in the CDH-PEDOT:PSS ink as being optimal. It provides high currents, better reproducibility, and lower impact on sensor fabrication costs.




3.6. Glucose Detection in the Presence of PEG-DMA Crosslinkers with Different Molar Masses


Proper hydrogel adhesion to the underlying CDH-PEDOT:PSS layer electrode is crucial for glucose sensing because it protects the enzymatic layer and prevents enzyme leaching (see also Section 3.1). The impacts of environmental conditions and storage time on the hydrogel structure are other important parameters. Environmental conditions such as temperature, humidity, and drying conditions may affect the hydrogel structure. Consequently, hydrogel adhesion to the electrode may change, affecting sensitivity. A comparison of the 1 and 10 kDa PEG-DMA crosslinkers shows that 10 kDa PEG-DMA exhibits better adhesion (see Supplementary Material, Figure S4, showing images of the structural deformation of the hydrogels with different molecular weights on gold surfaces). Figure 7a shows glucose concentration series recorded by adding glucose stepwise; Figure 7b shows the operational decay during the continuous measurement of 20 mM glucose afterwards. Two measurement series for each PEGDMA molecular weight were performed.



Normalized currents for both types of hydrogel-coated PEDOT:PSS-CDH–modified sensors were calculated to be 100 nA/mm2. The observed current values indicate that the use of different molecular weights of PEG-DMA does not change the diffusion limitation.




3.7. Storage Stability


The calibration curve for gold sensors is shown in Figure 8a and for graphite NaCoS sensors in Figure 8b. For both sensor types, the depicted values are the average value of the last 10 s of a 100 s measurement (number of sensors, n = 4) and are plotted against the concentrations.



To test the storage stability, the gold sensors were stored from 5 to 240 h (i.e., up to 10 days), and then measurements of 5 mM glucose were performed (see Figure 9a). On graphite NaCoS sensors, the storage stability was measured for 8 weeks in total (see Figure 9b). The results prove a good stability of the CDH-PEDOT:PSS-PEG-DMA surface modification.





4. Discussion


CDH was successfully immobilized on vapor-deposited gold electrodes by using a conductive PEDOT:PSS ink and a PEG-DMA hydrogel layer. The working principles of direct electrode transfer (DET) enzymes have been recently shown mainly on carbon-based electrodes in a working potential window > 0.1 V (see Supplementary Material, Table S1) [12,18,36,37,38]. In our work, we show that the presented modification approach of CDH-PEDOT:PSS-PEG-DMA can be applied to gold and graphite electrodes, providing a low working potential and enabling an interference-free glucose detection range (−0.2 and 0.4 V).



The maximum current density observed for gold sensors was 257.4 ± 7.9 nA/mm2, while for graphite, it was only 170.0 ± 5.5 nA/mm2. The Michaelis–Menten constants (Km) were quite similar for gold (Km = 28.4 ± 2.2 mM) and graphite (Km = 34.2 ± 2.6 mM). These findings indicate a similar electron transfer rate from CDH-PEDOT:PSS to a gold or graphite surface.



The function of the PEG-DMA layer is mainly to stabilize the enzyme layer on the sensor. Sensors with a PEG-DMA hydrogel on a PEDOT:PSS-CDH ink showed better stability in the washing process than sensors with PEDOT:PSS-CDH only. Using the 10 kDa instead of the 1 kDa PEG-DMA crosslinker led to the reduction of stress in the drying hydrogel layer and improved the stability of the hydrogel layer. This resulted in a good storage stability of the sensors after vacuum drying. However, no significant effect of different molecular weights of PEG-DMA was found on diffusion limitation.



The measurement range (0–80 mM), dynamic range (0.1–20 mM), and limit of detection (0.1 mM) of our presented gold sensor match with the demands for glucose sensing approaches [1] and are quite close to the reported results found in the literature (see Supplementary Material, Table S1) [12,18,36,37,38].



Regarding stability, the measurement setup and approaches can be quite different. For example, in [36], the biosensor is kept in a buffer solution inside a flow injection analysis system, where it is used for one measurement per day in the presence of 750 µM glucose. After 20 days, the biosensor retains about 90% of the initial activity. Instead, in [12], the biosensors are stored in a refrigerator and measured once per day in 5.5 mM glucose solution. After measurement, they are rinsed in buffer solution and stored again until the next day. Over 6 days, the stability was maintained at 80%, and then decreased to 50% after further 4 days. Regarding the dried gold biosensors presented here, the storage stability has been evaluated by preparing a batch of biosensors and measuring a set of four of them in the presence of 5 mM of glucose at different storage times. The relative high error bars would be reduced by substituting the manual surface modification process with an automated dispensing one. Considering the average values, after 24 h, a reduction to 85% of the initial signal is observed, and after 10 days, the signal is reduced to 70% of the initial signal. In the case of graphite biosensors, after 1 week, the signal is reduced to 45%, but seems to recover and reaches 80% of the initial signal after 8 weeks. Regarding operational stability, we evaluated it by continuously measuring the gold biosensors while exposed to 20 mM glucose solution. After 16 h, the signal decreased to 60% of its initial value. The signal reduction due to storage and operational reasons needs to be evaluated further in subsequent device development phases and has to be taken into account in the algorithms for the signal analysis.



A peculiarity of our CDH-PEDOT:PSS-PEG-DMA modification approach is that it can be applied for both planar biosensors for in vitro measurements and microneedle-based biosensors [39,40,41] for in vivo glucose monitoring in the interstitial dermal fluid (ISF). In the first case, graphite is one of the most used materials for screen-printed single-use planar sensors. In the case of microneedle-based biosensors, the most used electrode materials are thin film gold and platinum layers, which, deposited by vapor metal deposition, form a homogeneous conductive film. The use of thin film technology facilitates the integration of such microneedle-based biosensors in fully self-sustained disposable smart patches capable of independent measurements and secure wireless data transmission to the user’s mobile phone [42]. To this end, wearable smart patches comprise energy supplies and microchips combining the functionalities of a potentiostat and wireless data transfer. These devices could be used not only by individuals with chronic diseases, but anyone who might need them only occasionally for a monitoring time of 12–24 h. Examples of use cases are the early detection of (pre-) diabetes mellitus or the achievement of a healthier lifestyle through behavioral changes based on the interpretation of glucose data [43].



The CDH-PEDOT:PSS-PEG-DMA surface modification of gold layers has the advantage of fulfilling the requirements to be used in minimally invasive smart patches. First of all, microneedle-based biosensors should be biocompatible, which is possible because no toxic mediators or components are used. Then, an interference-free glucose detection is required, which we showed to be possible, for example, at a voltage of 0 V. In addition, low voltages for performing electrochemical measurements facilitate the integration with miniaturized potentiostats and reduce energy consumption. Furthermore, storage stability in the dry state needs to be guaranteed, which was tested up to 10 days on gold surfaces and 8 weeks on graphite surfaces. Moreover, operational stability for 12–24 h while continuously measuring glucose is necessary, which we assessed for 16 h. A further key aspect is the possibility to upscale the fabrication of microneedle-based biosensors in a cost-effective way. This would be enabled by the use of mass fabrication techniques such as injection molding for microneedles, vapor metal deposition for the definition of electrodes, and automated dispensing for surface modification.



As an outlook, in order to adapt our methodology to the development of such kind of microneedle-based biosensors, several steps are necessary. First of all, a reliable and reproducible automated deposition process for applying surface modification on metallized microneedles has to be developed. Then, a sterilization process compatible with the modified microneedle-based biosensors has to be identified, and the impact of such sterilization on the microneedle-based biosensors’ performances has to be investigated. Afterwards, biocompatibility tests (cytotoxicity, skin sensitization, skin irritation) need to be performed as prerequisites for the application of the biosensor on the human body. Finally, a clinical study that would perform in vivo measurements is necessary to compare the results of the microneedle-based biosensor in ISF with the glucose levels measured in the blood using standard laboratory equipment.
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Figure 2. Chronoamperometric measurements at 0.0 V, RT, on negative control layers (PEDOT:PSS, PEDOT:PSS-PEG-DMA (1 kDa)) and CDH containing layers (CDH-PEDOT:PSS and CDH-PEDOT:PSS-PEG-DMA (1 kDa)). At 1800 s, PBS buffer was exchanged with 5 mM glucose standard (a) before intense washing and (b) after intense washing of the layers. 
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Figure 3. Chronoamperometric measurements at 0.0 V, RT, of (a) signal stabilization: CDH-PEDOT:PSS-PEG-DMA (1 kDa) hydrogel–modified sensors in PBS without glucose addition; (b) glucose response: 5 mM glucose detection at different applied potentials on CDH-PEDOT:PSS-PEG-DMA (1 kDa) hydrogel–modified gold electrodes. 
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Figure 4. (a) Interference signals for a mixture of added interferents at different potentials in PBS at RT; (b) current differences (calculated as current at 1000 s (I1000s) minus blank current at 490 s (I490s)) versus applied potential. 
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Figure 5. (a) Gold sensors: average current densities (n = 4) versus glucose concentrations measured at 0.0 V and at RT with Michaelis–Menten fit for different enzyme concentrations (black: 3 mg/mL, blue: 7.2 mg/mL, red: 10 mg/mL); (b) graphite NaCoS sensors: current densities (n = 1) vs. glucose concentrations with Michaelis–Menten fit for different enzyme concentrations (black: 3 mg/mL, blue: 7.2 mg/mL). 
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Figure 6. (a) Sensing of glucose at 0.0 V at RT by stepwise exchange of glucose standards from the lowest (0.1 mM) to the highest concentration (80 mM) on CDH-PEDOT:PSS-PEG-DMA (1 kDa) surfaces. The spikes are artifacts caused by the exchange of solution during the in vitro measurement and would not appear in an in vivo measurement. (b) Equilibrium current fraction calculated for 2.5, 5, 10, and 20 mM glucose for the three enzyme concentrations. 
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Figure 7. Chronoamperometry curves at 0 V and 25 °C for (a) glucose concentration series for calibration; (b) for recording of the operational decay during the continuous measurement of 20 mM glucose, performed after the glucose concentration series. 
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Figure 8. Calibration curve at 0 V and 25 °C for (a) dried CDH-PEDOT:PSS-PEG-DMA–modified gold sensor sensors and (b) dried CDH-PEDOT:PSS-PEG-DMA–modified graphite NaCoS sensors. 
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Figure 9. Storage stability test of the modified (a) gold and (b) graphite NaCoS sensors. 
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