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Abstract: Over the past several decades, growing research on lipids and lipidomic technologies
have shown the important role played by lipids in many different situations. A powerful technique
used for lipids detection and characterization in biological tissues is Fourier Transform Infrared
(FTIR) spectroscopy. The main goal of the present work is to exploit FTIR spectroscopy as a tool for
monitoring lipid extraction efficiency by evaluating three different lipid extraction methods in murine
liver tissues. In particular, infrared spectra have been obtained in the 4000–600 cm−1 wavenumber
region and the contributions of different functional groups have been evidenced. The ratio values
estimated using the absorbance of selected bands related to different liver constituents have been
used for a quantitative comparison of the efficiency of the different extraction methods.
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1. Introduction

Over the past several decades, growing research on lipids and lipidomic technologies
have shown how the perception of lipids has changed. Lipids are functionally versatile
molecules in plants, animals, and humans. They are certainly key components of the cell
membranes and a source of energy, but they also play an essential role in physiology and
pathophysiology, in signal transduction between cells and body metabolism and act as
diagnostic and/or prognostic biomarkers of different diseases [1]. Many studies have
shown the relationship between altered lipid metabolism and type 2 diabetes mellitus
(T2DM) or metabolic disease such as Nonalcoholic fatty liver disease (NAFLD) or neurode-
generative disease such as Parkinson’s Disease or Atherosclerosis (a risk factor for ischemic
stroke) [2–4]. Fourier Transform Infrared (FTIR) spectroscopy is a powerful technique
used for lipids detection [5,6] and characterization in biological tissues [7]. Furthermore,
using spectroscopy, it is also possible to study lipids dynamics in cellular membranes
influencing protein structure and function [8]. The main goal of the present work is to
exploit FTIR spectroscopy as a tool for monitoring lipid extraction efficiency by evaluating
three different lipid extraction methods [9]. In particular, Folch, Bume and modified Bume
methods have been adopted in murine liver tissues. The Folch method, one of the most
commonly used methods for isolating lipids from biological samples, is based on the
partitioning of lipids in a biphasic mixture of chloroform and methanol (2:1). Methanol
disrupts hydrogen bonds between lipids and protein following the addition of an organic
solvent such as chloroform. However, chloroform is a known carcinogen and lipids need
to be recovered from the lower phase which means a possible contamination during the
lipid collection [10]. The Bume method is a new rapid and simple chloroform-free method
for total lipid extraction of animal tissue which is based on butanol/methanol mixture
(BUME) for the initial extraction and acetic acid to induce phase separation. The Bume
method allows overcoming the risk of sample contamination because lipids are recovered
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from the upper organic layer [11]. The Bume modified method is similar to the Bume
method but this extraction procedure exploits lithium chloride solution to induce phase
separation because some lipids are sensitive to acidic environments [12]. Following the
example of Ref. [9] FT-IR spectroscopy has been employed for monitoring the efficiency of
the different extraction methods. A ratiometric approach [13–15] has also been adopted
for characterizing the differences among the infrared spectra obtained from the different
samples. In fact, the ratio values estimated using the absorbance of selected bands related
to different liver constituents can be especially advantageous for a quantitative comparison
of the efficiency of the different extraction methods.

2. Materials and Methods

Murine liver tissues were used in the experiments. Animals were kept in standard
temperature and humidity conditions. At sacrifice, the animals were deeply anesthetized
by an overdose of Tanax (0.1 mL intrapulmonary). The tissues investigated (100 mg)
were collected and immediately frozen at −20 ◦C. All animal studies were carried out in
accordance with the principles and procedures outlined in the National Institute of Health
Guide for Care and Use of Laboratory Animals and approved by the Italian Ministry of
Research and the Italian Ministry of Health.

All reagents, used in the following extraction procedures, are LC/MS grade, includ-
ing water (ROMIL Ltd., Cambridge, UK, Residue < 0.00005%, Resistivity > 18 MOhm
(T = 25 ◦C), TOC < 2 ppb), methanol (Sigma-Aldrich, St. Louis, MO, USA, Assay > 99.9%,
Residue < 0.0001%), chloroform (ROMIL-SpS, UK, Residue < 0.0001%, Assay > 99.9%),
butanol (Carlo Erba, Residue on evaporation <= 20 ppm, Assay >= 99.0%), heptane 99%
(Carlo Erba, Residue on evaporation <= 10 ppm, Assay >= 99.0%), ethyl acetate (Carlo Erba,
Residue on evaporation <= 20 ppm, Assay >= 99.8%), acetic acid (Carlo Erba, Residue on
evaporation <= 20 ppm, Assay >= 99.8%), Lithium Chloride (Sigma-Aldrich, 99%).

Extraction of lipid using the Folch method [10] was performed using frozen tissue
collected into the test tube. A total of 4 mL of methanol was added to the test tube and
the sample was homogenized for 3 min at 15,000 rpm. After the addition of 1.5 mL of
chloroform, the solution was stirred for 10 min at room temperature. An amount of 3 mL
of water was added to methanol/chloroform mixture and the sample was centrifuged at
2500 rpm for 5 min at 24 ◦C. Then, the upper layer was removed, and the lower chloroform
phase (containing lipids) was collected in a new test tube, dried with nitrogen, capped, and
stored at −20 ◦C.

For the Bume method [11], frozen tissue was collected into the test tube. A total of
500 µL BUME mixture (butanol:methanol [3:1]) was added to the test tube and the solution
was vortexed for one minute. After the addition of 500 µL heptane:ethyl acetate [3:1] and
500 µL 1% acetic acid (to induce phase separation), the sample was centrifuged for 10 min
at 4000× g and then lipids were recovered from the organic (upper) phase. The upper
organic layer was collected and placed into a new test tube. A second phase extraction
was performed adding 500 µL heptane:ethyl acetate [3:1] to water (lower) phase. After the
addition of heptane: ethyl acetate, the solution mixture was vortexed and centrifuged at
4000× g for 10 min and the resulting upper organic layer was collected and combined with
the previous organic layer. The lipid extract was dried with nitrogen, capped and stored at
−20 ◦C.

For modified Bume method [12], frozen tissue was collected into the test tube. Bu-
tanol/methanol (300 µL, [3:1], v/v) was added to the test tube and the solution was
vortexed for one minute. Heptane/Ethyl Acetate (150 µL, [3:1], v/v) was added to the tube
and the solution was vortexed again for another minute. Another 150 µL heptane/Ethyl
Acetate was added, and after vortexing for 1 min, 300 µL of 50 mM LiCl was added to the
test tube to induce phase separation. After this step, the resulting solution was vigorously
vortexed for another minute. Then the solution was centrifuged at 2700× g for 10 min.
The upper organic layer was collected and placed into a new test tube. The remaining
aqueous layer was re-extracted twice, first with 320 µL of heptane/Ethyl Acetate [3:1],
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then with 250 µL of the same solvent. After each addition of heptane/Ethyl Acetate, the
solution mixture was vortexed and centrifuged at 2700× g for 10 min, and the resulting
upper organic layers were collected and combined with the previous organic layer. The
lipid extract was dried with nitrogen, capped, and stored at −20 ◦C. Scheme 1 summarizes
all the details of the three adopted procedures.
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Scheme 1. Details of the three methods adopted for extracting lipids from murine liver tissues.

For FT-IR spectral analysis, the lipid extracts were resuspended in methanol and drops
of a few microliters were placed on metallic IR-reflective surface and left to dry and used
for spectra acquisition. FTIR spectra were obtained using a Perkin Elmer Spectrum One
spectrometer equipped with a Perkin Elmer Multiscope system infrared microscope. The
background signal was acquired in a free region of the slide. All spectra were collected
using 64 scans in the range from 4000 to 1000 cm−1 with a 4 cm−1 spectral resolution. The
spectra were processed as reported in Ref. [13]. Additional quantitative information about
the changes occurring in the infrared spectra related to the different extraction method
can be obtained by evaluating the ratios between the absorbance of selected peaks (see
Refs. [13,15]). In this preliminary analysis the ratio between the intensity of the peak



Eng. Proc. 2021, 10, 9 4 of 6

ascribed to CH2 asymmetric stretching (related to lipid) and one of Amide A band (related
to protein content) was evaluated for estimating the efficiency of the different extraction
methods.

3. Results and Discussion

In Figure 1 the FTIR spectra of lipids obtained from the three different techniques are
reported. They show similar profiles with some differences in shape and in the relative
intensities of different peaks. The contributions due to functional groups related to lipids
are clearly evident. In addition, some peaks ascribed to proteins are also present. In the
high wavenumber region, the band related to Amide A contribution is positioned at 3379,
3374, and 3343 cm−1 for lipids extracted using Folch, Bume and Bume modified methods,
respectively. Around 3011 cm−1 the contribution due to C-C unsaturated fatty acids is
present for all the examined samples. The contribution of CH2 asymmetric stretching
is located at 2926 cm−1 for samples extracted using Folch and Bume modified method
and at 2921 cm−1 for samples obtained by using the Bume method. Around 2850 cm−1

the peak related to CH2 symmetric stretching is evidenced for the examined samples. At
1737 cm−1 there is the contribution from ester C-O stretching mode for Folch and Bume
method-extracted samples. This contribution is located at 1746 cm−1 for samples extracted
using Bume modified technique. The contribution from Amide I mode is located in the
same position (1652 cm−1) for samples extracted by means of Folch and Bume modified
methods and moved to 1629 cm−1 for samples produced by the Bume method. Only
samples obtained by the Folch method presents a peak at 1558 cm−1 that can be ascribed
to Amide II contribution. Around 1468 cm−1 a CH2 bending-related peak can also be
evidenced for all the samples. It is worth noting that some differences in the peak positions
due to the same vibrational modes for the samples extracted with different methods are
not significant because they are within the spectral resolution of our system (4 cm−1). For
the displacements that are larger than the experimental spectral resolution further studies
are in progress for interpreting these changes. In Table 1, the assignments of all the main
peaks present in the spectra are summarized.

Table 1. Main peaks present in the spectra of Figure 1 and assignments according to Ref. [16] and
references therein.

Peak Position (cm−1) Assignments

Folch
Method

Bume
Method

Bume
Mod Method

3379 3374 3343 N-H stretching (Amide A)

3011 3011 3015 C-C unsaturated fatty acids

2926 2921 2926 CH2 asymmetric stretching

2854 2849 2854 CH2 symmetric stretching saturated fatty acid

1737 1737 1746 ester C-O stretching

1652 1629 1652 C O stretching (Amide I)

1558 N H bending (Amide II)

1464 1468 1468 CH2 bending

As is evident from the visual inspection of the spectra, all the three used methods are
quite efficient in lipid extraction, even though changes in the peak intensities are evident.
It is well-known that the direct use of the peak intensity can be affected by different
artifacts and more robust quantitative information can be extracted from infrared spectra
by estimating the ratio between the intensities of selected peaks [13]. For this reason,
we performed a ratiometric analysis as proposed by different authors (see Refs. [13–15]).
Preliminarily, the ratio between the intensity of the CH2 asymmetric stretching peak
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(located at ≈2926 cm−1 and related to lipid content) and the one of the Amide A peak
(placed ≈3300 cm−1 and due to protein content) has been evaluated. This ratio assumes the
values 2.75 ± 0.14, 2.5 ± 0.13 and 3.94 ± 0.20 for samples extracted using Folch, Bume and
Bume modified methods, respectively. These values allow us to consider Bume modified
method as the most efficient in lipid extraction from murine liver tissues. Additional
information given by the ratio evaluated by considering other relevant peaks is currently
being studied.
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Figure 1. FT-IR spectra of samples obtained with three different extraction methods.

4. Conclusions

In the present paper, we investigated the efficiency in lipid extraction of three different
methods by using FT-IR spectroscopy. All the three procedures show good performances.
The evaluation of the ratio between the intensity of two peaks related to lipid and protein
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contributions indicates that the Bume modified method is characterized by the higher
efficiency. Further investigations are in progress for confirming these results. Among
the three different extraction systems used in this study, the Bume and Bume modified
methods are superior to the Folch method in terms of simplicity, through-put, automation,
solvent consumption, economy, health, and environment yet delivering lipid recoveries
fully comparable to or better than the Folch method.
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6. Jurowski, K.; Kochan, K.; Walczak, J.; Barańska, M.; Piekoszewski, W.; Buszewski, B. Analytical Techniques in Lipidomics: State
of the Art. Crit. Rev. Anal. Chem. 2017, 47, 418–437. [CrossRef] [PubMed]

7. Baker, M.J.; Trevisan, J.; Bassan, P.; Bhargava, R.; Butler, H.J.; Dorling, K.M.; Fielden, P.R.; Fogarty, S.W.; Fullwood, N.J.; Heys,
K.A.; et al. Using Fourier transform IR spectroscopy to analyze biological materials. Nat. Protoc. 2014, 9, 1771–1791. [CrossRef]
[PubMed]

8. Kuang, L.; Fernandes, D.A.; O’Halloran, M.; Zheng, W.; Jiang, Y.; Ladizhansky, V.; Brown, L.S.; Liang, H. “Frozen” block
copolymer nanomembranes with light-driven proton pumping performance. ACS Nano 2014, 8, 537–545. [CrossRef] [PubMed]

9. Forfang, K.; Zimmermann, B.; Kosa, G.; Kohler, A.; Shapaval, V. FTIR Spectroscopy for Evaluation and Monitoring of Lipid
Extraction Efficiency for Oleaginous Fungi. PLoS ONE 2017, 12, e0170611. [CrossRef] [PubMed]

10. Ulmer, C.Z.; Jones, C.M.; Yost, R.A.; Garrett, T.J.; Bowden, J.A. Optimization of Folch, Bligh-Dyer, and Matyash sample-to-
extraction solvent ratios for human plasma-based lipidomics studies. Anal. Chim. Acta 2018, 1037, 351–357. [CrossRef] [PubMed]

11. Löfgren, L.; Forsberg, G.-B.; Ståhlman, M. The BUME method: A new rapid and simple chloroform-free method for total lipid
extraction of animal tissue. Science 2016, 6, 27688. [CrossRef] [PubMed]

12. Cruz, M.; Wang, M.; Frisch-Daiello, J.; Han, X. Improved Butanol-Methanol (BUME) Method by Replacing Acetic Acid for Lipid
Extraction of Biological Samples. Lipids 2016, 51, 887–896. [CrossRef] [PubMed]

13. Kumar, S.; Verma, T.; Mukherjee, R.; Ariese, F.; Somasundaram, K.; Umapathy, S. Raman and infrared microspectroscopy:
Towards quantitative evaluation for clinical research by ratiometric analysis. Chem. Soc. Rev. 2016, 45, 1879–1900. [CrossRef]
[PubMed]

14. Gautam, R.; Chandrasekar, B.; Deobagkar-Lele, M.; Rakshit, S.; Umapathy, S.; Nandi, D. Identification of early biomarkers during
acetaminophen-induced hepatotoxicity by Fourier transform infrared microspectroscopy. PLoS ONE 2012, 7, e45521. [CrossRef]
[PubMed]

15. Ricciardi, V.; Portaccio, M.; Manti, L.; Lepore, M. An FT-IR microspectroscopy ratiometric approach for monitoring X-ray
irradiation effects on SH-SY5Y human neuroblastoma cells. Appl. Sci. 2020, 10, 2974. [CrossRef]

16. Errico, S.; Portaccio, M.; Nicolucci, C.; Meccariello, R.; Chianese, R.; Scafuro, M.; Lepore, M.; Diano, N. A novel experimental
approach for liver analysis in rats exposed to Bisphenol A by means of LC-mass spectrometry and infrared spectroscopy. J. Pharm.
Biomed. Anal. 2019, 165, 207–212. [CrossRef] [PubMed]

http://doi.org/10.3390/biom10121698
http://www.ncbi.nlm.nih.gov/pubmed/33371219
http://doi.org/10.1172/JCI44442
http://www.ncbi.nlm.nih.gov/pubmed/21403394
http://doi.org/10.1186/1752-0509-1-12
http://www.ncbi.nlm.nih.gov/pubmed/17408502
http://doi.org/10.1074/jbc.M111.274142
http://www.ncbi.nlm.nih.gov/pubmed/22134919
http://doi.org/10.1007/978-3-642-16712-6_558
http://doi.org/10.1080/10408347.2017.1310613
http://www.ncbi.nlm.nih.gov/pubmed/28340309
http://doi.org/10.1038/nprot.2014.110
http://www.ncbi.nlm.nih.gov/pubmed/24992094
http://doi.org/10.1021/nn4059852
http://www.ncbi.nlm.nih.gov/pubmed/24358932
http://doi.org/10.1371/journal.pone.0170611
http://www.ncbi.nlm.nih.gov/pubmed/28118388
http://doi.org/10.1016/j.aca.2018.08.004
http://www.ncbi.nlm.nih.gov/pubmed/30292311
http://doi.org/10.1038/srep27688
http://www.ncbi.nlm.nih.gov/pubmed/27282822
http://doi.org/10.1007/s11745-016-4164-7
http://www.ncbi.nlm.nih.gov/pubmed/27245345
http://doi.org/10.1039/C5CS00540J
http://www.ncbi.nlm.nih.gov/pubmed/26497386
http://doi.org/10.1371/journal.pone.0045521
http://www.ncbi.nlm.nih.gov/pubmed/23029070
http://doi.org/10.3390/app10082974
http://doi.org/10.1016/j.jpba.2018.12.011
http://www.ncbi.nlm.nih.gov/pubmed/30553981

	Introduction 
	Materials and Methods 
	Results and Discussion 
	Conclusions 
	References

