
 

 

Table S1. List of antibiotics or resistance mechanisms tests included onto the different MSF MIC panels as pers WHO AWaRe cate‐

gory and based on the list of essential medicine 

1 MicroScan Inducible Clindamycin test is intended to detect inducible resistance for staphylococci with the antimicrobial agent clindamycin. The MicroScan 

Cefoxitin Screen is intended to determine the susceptibility of Staphylococcus species to the penicillinase‐stable beta‐lactams. The Cefoxitin Screen uses the 16‐

20 hour result from a well containing cefoxitin at 4 mcg/mL and growth media, labeled CfxS, and the oxacillin MIC at 16‐20 hours.. 
2 Trimethoprim, and Trimethoprim/Sulfamethoxazole broth contain thymidine phosphorylase to reduce thymidine levels in the medium. Ceftazidime, cefo‐

taxime, ceftazidime/ clavulanic acid and cefotaxime/clavulanic acid are used to confirm the presence of ESBLs. The confirmation test is a ≥ 3 twofold dilution 

decrease in MICs of suspected organisms to ceftazidime or cefotaxime in the presence of a fixed concentration of clavulanic acid, versus its MIC when tested 

alone. 
3 Panels are rehydrated with Mueller‐Hinton broth supplemented with 5% lysed horse blood (LHB) for Streptococci as recommended by EUCAST and with 

Hemophilus Test Medium  (HTM)  for Hemophilus  testing as recommended by CLSI, after  inoculation of  the broth with a standardized suspension of  the 

organism. 

 

      MIC POS Panel1 MIC NEG Panel2 MIC FAST Panel3 

Antibiotic Class 
AWaRe 

Category  

Staphylo-

cocci 

Entero-

cocci 

Enterobac-

terales 

Non-Fer-

menting 

bacilli 

Strepto-

cocci 

Haemoph-

ilus 

Ampicillin Penicillins  Access X X X   X   

Benzylpenicillin Penicillins  Access X       X   

Oxacillin Penicillins  Access X           

Amoxicillin/clavulanic Acid Beta lactam - beta lactamase inhibitor Access     X       

Chloramphenicol Amphenicols Access     X   X X 

Gentamicin Aminoglycosides Access X   X X     

Gentamicin (high level) Aminoglycosides Access   X         

Amikacin Aminoglycosides Access X   X X     

Clindamycin Lincosamides Access X           

Inducible clindamycin resistance Lincosamides Access X           

Tetracycline Tetracyclines Access X           

Trimethoprim/sulfamethoxazole Trimethoprim Access X   X X X X 

Cefoxitin screen Second-generation cephalosporins Watch X           

Ceftazidime Third generation cephalosporins Watch     X X     

Ceftriaxone Third generation cephalosporins Watch     X   X X 

ESBL test Third generation cephalosporins Watch     X X     

Piperacillin/tazobactam Beta lactam - beta lactamase inhibitor  Watch     X X     

Ertapenem Carbapenems Watch     X X     

Imipenem/cilastatin Carbapenems Watch     X X     

Meropenem Carbapenems Watch     X X X X 

Ciprofloxacin Fluoroquinolones Watch X X X X   X 

Levofloxacin Fluoroquinolones Watch         X X 

Teicoplanin Glycopeptides Watch X X         

Vancomycin (IV) Glycopeptides Watch X X     X   

Erythromycin Macrolides Watch X           

Tigecycline Glycylcyclines Reserve X X         

Daptomycin Lipopeptides Reserve X           

Linezolid Oxazolidinones Reserve X       X   

Fosfomycin (IV) Phosphonics Reserve X   X       

Colistin Polymyxins Reserve     X X     

Dalfopristin-quinupristin Streptogramins Reserve X X         



 

 

Table S2.a) MicroScan MSF Dried Overnight Gram‐Negative panel are designed for use in determining antimicrobial agent sus‐

ceptibility of aerobic and facultatively anaerobic gram‐negative bacilli (Enterobacteriacea and non‐fermenting Gram negative ba‐

cilli) 

 

 

 

 

 

  



 

 

Table S2.b) MicroScan MSF Dried Overnight Gram Positive panel are designed for the determination of antimicrobial agent sus‐

ceptibility of rapidly growing aerobic and facultative gram‐positive cocci (Staphylococcus.spp and Enterococcus.spp) 

 

 

 

 
 

 

 

 

 



 

 

Table S2.c) MicroScan MSF Dried Overnight Fastidious panel are designed for use in determining antimicrobial agent susceptibil‐

ity of aerobic non‐enterococcal streptococci (including Streptococcus pneumoniae) and Haemophilus spp. Not to be used for test‐

ing of Neisseria 

 

 
 

 

  



 

 

Table S3. Technical information on the different panel, disc, media used for the experiment (Lot number, reference, expiry date, etc.) 

Item  Method    Cond  Brand  Ref  Batch  Date exp 

Pos MIC Panel Type 1    BMD  20/box  BC  B1020‐103B  19190329  2020‐01‐10 

Neg MIC MSF Panel Type 1    BMD  20/box  BC  B1020‐104B  19190330  2020‐01‐10 

FAST MSF RUO MIC Panel Type 1    BMD  20/box  BC  B1020‐105W  19190331  2020‐02‐10 

Prompt    Inoculum  60/box  BC  B1026‐10D  19170714  2020‐01‐10 

Cation‐adjusted Mueller‐Hinton Broth 

with 3% Lysed Horse Blood, 25mL (BC) 
Broth  10/box  BC  B1015‐25  19190328  2020‐01‐10 

Haemophilus Test Medium (HTM), 

25mL   
Broth  10/box  BC  B1015‐26  19190326  2020‐03‐10 

Inoculator‐D Set, 60/pk (BC)  Consumable  260/box  BC  B1013‐5  19190324  2023‐04‐10 

Inoculum Water, 3mL (BC)  Inoculum  60/box  BC  B1015‐2  19190907  2020‐04‐10 

Inoculum Water with Pluronic, 25 mL  Inoculum  60/box  BC  B1015‐7  19190928  2020‐04‐10 

Amikacin  30μg  4 x 50 Disc  Biorad  66148  64240285  2019‐12‐10 

Amoxicillin/Clavulanic Acid  20‐10μg  4 x 50 Disc  Biorad  66178  200417A  2019‐10 

Ampicillin  2μg  4 x 50 Disc  Biorad  67288  64239659  2019‐11‐27 

Ampicilline  10μg  4 x 50 Disc  Biorad  66128  64239660  2019‐11‐12 

Cefepime  30μg  4 x 50 Disc  Biorad  66098  64261585  2020‐03‐17 

Cefepime/Clavulanic Acid    30μg/10μg  4 x 50 Disc  Biorad  66466  190117G  2020‐01 

Cefotaxime    5μg  4 x 50 Disc  Biorad  67718  64253166  2020‐02‐11 

Cefotaxime/Clavulanic Acid    5μg/10μg  4 x 50 Disc  Biorad  68456  190117N  2020‐01 

Cefoxitin Screen    30 μg  4 x 50 Disc  Biorad  66228  200318A  2020‐04 

Ceftazidime  10μg  4 x 50 Disc  Biorad  67298  64251000  2020‐01‐27 

Ceftazidime/Clavulanic Acid      30μg/10μg  4 x 50 Disc  Biorad  68446  64251001  2020‐01‐27 

Ceftriaxone  30μg  4 x 50 Disc  Biorad  66188  200414C  2020‐04 

Chloramphenicol  30 μg  4 x 50 Disc  Biorad  66278  64221108  2020‐09‐11 

Ciprofloxacin  5μg  4 x 50 Disc  Biorad  68648  64240327  2020‐02‐17 

Clindamycin  2 μg  4 x 50 Disc  Biorad  66328  64246826  2020‐01‐03 

Colistin    BMD  8*10  Fisher  FRCOL  B1441A  2020‐01 

Ertapenem  10μg  4 x 50 Disc  Biorad  67518  64248425  2019‐02‐14 

Erythromycin  15 μg  4 x 50 Disc  Biorad  66448  64231553  2019‐11‐05 

AD Fosfomycin 0.25‐256  Agar dilution  6 test    Liofilchem  77061  22122083  2020‐12‐18 

Gentamicin  10μg  4 x 50 Disc  Biorad  66608  64246826  2020‐03‐18 

Gentamicin Synergy Screen  30μg  4 x 50 Disc  Biorad  667318  64182638  2020‐03‐25 

Imipenem    10μg  4 x 50 Disc  Biorad  66568  4331644  2020‐10‐31 

Levofloxacin  5μg  4 x 50 Disc  Biorad  66858  4331644  2020‐10‐31 

Linezolid  10 μg  4 x 50 Disc  Biorad  67878  200417D  2020‐07 

Meropenem  10μg  4 x 50 Disc  Biorad  67048  64261586  2020‐03‐17 

Penicillin  1 unit  4 x 50 Disc  Biorad  67788  64226720  2019‐10‐08 

Piperacillin/Tazobactam  30‐6μg  4 x 50 Disc  Biorad  67338  64248373  2020‐01‐13 

Quinupristin/Dalfopristin  15 μg  4 x 50 Disc  Biorad  67528  64221134  2020‐10‐03 

Teico/ Vanco / Dapto MIC  BMD  10  Fisher  FRUNIGP1  B1341B  2020‐08 

Teicoplanin  30μg  4 x 50 Disc  Biorad  68948  64240292  2019‐12‐12 

Tetracycline  30μg  4 x 50 Disc  Biorad  67448  64240328  2020‐01‐01 

Tigecycline  15μg  4 x 50 Disc  Biorad  67398  64248382  2020‐02‐10 

Trimethoprim/Sulfa  1.25‐23.75μg  4 x 50 Disc  Biorad  68898  64240288  2019‐12‐19 

Vancomycin  5μg  4 x 50 Disc  Biorad  68888  64219266  2020‐08‐28 

Mueller‐Hinton‐F square  Agar  10 plaques  Biorad  63525  64468399  2020‐02 

Mueller‐Hinton square  Agar  10 plaques  Biorad  63901  64460701  2020‐05 

Chocolate agar w/o Vitox  Agar  20 plates 90 mm  Liofilchem  10601  22122082  2019‐10 

 

 



 

 

Table S4: Results for Staphylococci tested with MICPOS1 using Prompt inoculum method and visual reading versus AST reference panels 

 
No. of isolates 

AST	Referenceb 

No. of isolates  

MICPOS1c 
  

  

Antimicrobial Totala R I S R I S 
PtCAd	

(no. [%]) 

PtmEe	

(no. [%]) 

PtMEf 

(no. [%]) 

PtVMEg	

(no. [%]) 

Penicillin 63 59 0 4 59 0 4 63(100) 0 (0) 0 (0) 0 (0) 

Ciprofloxacin 74 37 0 37 43 0 31 68 (92) 0 (0) 6 (8) 0 (0) 

Amikacin 74 17 4 53 18 4 52 73 (99) 0 (0) 1 (1) 0 (0) 

Gentamicin 74 28 0 46 33 11 30 58 (78) 11 (15) 5 (7) 0 (0) 

Teicoplanin 74 3 0 71 10 0 64 67 (91) 0 (0) 7 (9) 0 (0) 

Vancomycin 74 2 0 72 4 0 70 72 (97) 0 (0) 2 (3) 0 (0) 

Quinupristin-dalfopristin 74 0 7 67 2 7 65 70 (95) 0 (0) 3 (4) 1 (1) 

Erythromycin 74 30 0 44 30 0 44 74 (100) 0 (0) 0 (0) 0 (0) 

Clindamycin 74 14 0 60 20 1 53 65 (88) 1 (1) 7 (9) 1 (1) 

Daptomycin 74 1 0 73 1 0 73 72 (97) 0 (0) 1 (1) 1 (1) 

Fosfomycin 74 29 0 45 29 0 45 74 (100) 0 (0) 0(0) 0 (0) 

Trimethoprim/Sulfamethoxazole 74 18 0 56 29 0 55 71 (96) 0 (0) 2 (3) 1 (1) 

Linezolid 74 5 0 69 6 0 68 73 (99) 0 (0) 1 (1) 0 (0) 

Tetracycline 74 37 0 37 47 4 23 60 (81) 4 (5) 10 (14) 0 (0) 

Tigecycline 74 0 0 74 4 0 70 70 (95) 0 (0) 4 (5) 0 (0) 

a Total number of isolates tested by antibiotic 

b Number of isolate tested classified with reference method by R resistant; I, intermediate; S, susceptible. 

c Number of isolate tested classified with evaluated method by R resistant; I, intermediate; S, susceptible 

d PtCA, categorical agreement with PROMPT inoculum. 

e PtmE, minor error with PROMPT inoculum. 

f PtME, major error with PROMPT inoculum. 

g PtVME, very major error with PROMPT inoculum. 

 

Table S5: Results for Enterococci tested with MICPOS1 using Prompt inoculum method and visual reading versus AST reference panels 

 
No. of isolates 

AST	Referenceb 

No. of isolates  

MICPOS1c 
  

  

Antimicrobial Totala R I S R I S 
PtCAd	

(no. [%]) 

PtmEe	

(no. [%]) 

PtMEf 

(no. [%]) 

PtVMEg	

(no. [%]) 

Ampicillin 49 30 0 19 29 1 18 47 (96) 0 (0) 1 (2) 1 (2) 

Ciprofloxacin  49 29 0 20 30 0 19 48 (98) 0 (0) 1 (2) 0 (0) 

Teicoplanin 49 23 0 26 23 0 26 47 (96) 0(0) 1 (2) 1 (2) 

Vancomycin 49 23 0 26 23 0 26 49 (100) 0 (0) 0 (0) 0 (0) 

Quinupristin-dalfopristin 49 19 16 14 19 16 14 49 (100) 0 (0) 0(0) 0 (0) 

Linezolid 49 2 0 47 2 7 40 42 (91) 7 (9) 0 (0) 0 (0) 

Tigecycline 49 4 0 45 4 0 45 49 (100) 0 (0) 0 (0) 0 (0) 

a Total number of isolates tested by antibiotic 

b Number of isolate tested classified with reference method by R resistant; I, intermediate; S, susceptible. 

c Number of isolate tested classified with evaluated method by R resistant; I, intermediate; S, susceptible 

d PtCA, categorical agreement with PROMPT inoculum. 

e PtmE, minor error with PROMPT inoculum. 

f PtME, major error with PROMPT inoculum. 

g PtVME, very major error with PROMPT inoculum. 

 

 

 

 

 



 

 

 

 

 

 

 

Table S6: Results for Enterobacterales tested with MICNEG1 using Prompt inoculum method and visual reading versus AST reference panels 

 
No. of isolates 

AST	Referenceb 

No. of isolates 

MICPNEG1c 
  

  

Antimicrobial Totala R I S R I S 
PtCAd	

(no. [%]) 

PtmEe	

(no. [%]) 

PtMEf 

(no. [%]) 

PtVMEg	

(no. [%]) 

Ampicillin  112 100 0 12 99 0 13 111 (99) 0 (0) 0 (0) 1 (1) 

Amoxicillin/Clavulanic Acid  112 72 0 40 73 0 39 109 (97) 0 (0) 2 (2) 1 (1) 

Ceftazidime  112 47 2 63 49 0 64 108 (96) 3 (3) 1 (1) 0 (0) 

Ceftriaxone 112 50 0 62 51 1 60 110 (98) 1 (1) 1 (1) 0 (0) 

Piperacillin/Tazobactam 112 39 4 69 39 4 69 112 (100) 0 (0) 0 (0) 0 (0) 

Ciprofloxacin 112 51 4 57 54 8 49 107 (95) 3 (3) 3 (3) 0 (0) 

Amikacin 112 16 4 92 18 11 83 104 (92) 7 (6) 2 (2) 0 (0) 

Gentamicin  112 40 5 67 40 8 64 108 (96) 3 (3) 1 (1) 1 (1) 

Trimethoprim/Sulfamethoxazole 112 69 1 42 70 2 40 106 (94) 1 (1) 3 (3) 2 (2) 

Chloramphenicol 112 47 0 65 46 1 65 108 (96) 1 (1) 1 (1) 2 (2) 

Colistin  112 12 0 77 15 0 74 109 (97) 0 (0) 3 (3) 0 (0) 

Fosfomycin  112 1 0 111 2 0 110 109 (97) 0 (0) 2 (2) 1 (1) 

Tigecycline 112 0 0 112 0 0 112 112 (100) 0 (0) 0 (0) 0 (0) 

Meropenem 112 16 6 90 16 6 90 112 (100) 0 (0) 0 (0) 0 (0) 

Imipenem 112 19 7 86 20 12 90 107 (95) 5 (4) 1 (1) 0 (0) 

Ertapenem 112 33 0 79 34 6 84 106 (94) 6 (5) 1 (1) 0 (0) 

a Total number of isolates tested by antibiotic 

b Number of isolate tested classified with reference method by R resistant; I, intermediate; S, susceptible. 

c Number of isolate tested classified with evaluated method by R resistant; I, intermediate; S, susceptible 

d PtCA, categorical agreement with PROMPT inoculum. 

e PtmE, minor error with PROMPT inoculum. 

f PtME, major error with PROMPT inoculum. 

g PtVME, very major error with PROMPT inoculum. 

Table S7: Results for Non-fermenting Gram negative bacilli tested with MICNEG1 using Prompt inoculum method and visual reading versus 

AST reference panels  

 
No. of isolates 

AST	Referenceb 

No. of isolates 

MICPNEG1c 
  

  

Antimicrobial Totala R I S R I S 
PtCAd	

(no. [%]) 

PtmEe	

(no. [%]) 

PtMEf 

(no. [%]) 

PtVMEg	

(no. [%]) 

Ceftazidime  15 8 3 4 8 3 4 15 (100) 0 (0) 0 (0) 0 (0) 

Piperacillin/Tazobactam 15 4 0 11 4 0 11 15 (100) 0 (0) 0 (0) 0 (0) 

Ciprofloxacin 29 12 6 11 12 6 11 29 (100) 0 (0) 0 (0) 0 (0) 

Amikacin 29 7 2 20 7 3 19 28 (97) 1 (3) 0 (0) 0 (0) 

Gentamicin  29 15 0 14 15 0 14 29 (100) 0 (0) 0 (0) 0 (0) 

Trimethoprim/Sulfamethoxazole 29 10 0 20 10 0 20 30 (100) 0 (0) 0 (0) 0 (0) 

Chloramphenicol 9 4 3 2 4 3 2 9 (100) 0 (0) 0 (0) 0 (0) 

Colistin  15 3 0 12 3 0 12 15 (100) 0 (0) 0 (0) 0 (0) 

Meropenem 45 14 6 25 14 8 23 45 (96) 2 (4) 0 (0) 0 (0) 



 

 

Imipenem 29 12 0 17 12 0 17 29 (97) 0 (0) 0 (0) 1 (3) 

a Total number of isolates tested by antibiotic 

b Number of isolate tested classified with reference method by R resistant; I, intermediate; S, susceptible. 

c Number of isolate tested classified with evaluated method by R resistant; I, intermediate; S, susceptible 

d PtCA, categorical agreement with PROMPT inoculum. 

e PtmE, minor error with PROMPT inoculum. 

f PtME, major error with PROMPT inoculum. 

g PtVME, very major error with PROMPT inoculum. 

Table S8: Results for specific resistance test using MICNEG1 or MICPOS1 using Prompt inoculum method and visual reading versus AST 

reference methods 

 
No. of isolates	

AST	Referenceb 

No. of isolates 

MSF panelc 

   

Multidrug resistant organism Totala R S R S 
PtCAd	

(no. [%]) 
PtMEe 

(no. [%]) 
PtVMEf	

(no. [%]) 

Methycillin resistant Staphylococcus	aureusg 47 33 14 34 13 46 (99) 1 (1) 0 (0) 

Inducible clindamycin resistant Staphyloccoccig 74 26 48 26 48 74 (100) 0 (0) 0(0) 

Vancomycin resistant Staphylococcus	aureusg 47 2 45 4 43 43 (96) 3 (4) 1 (1) 

High-level gentamicin resistance Enterococcig 49 25 24 25 24 47 (100) 1 (2) 1 (2) 

Vancomycin resistant Enterococcig 49 23 26 23 26 49 (100) 0 (0) 0(0) 

Extented spectrum beta lactamase Enterobacteralesh 112 19 93 19 93 112 (100) 0 (0) 0(0) 

Carbapenem resistant Enterobacteralesh 112 33 79 32 80 0 (0) 0 (0) 1 (1) 

Colistin resistant Enterobacteralesh 112 12 77 13 76 112 (97) 2 (2) 1 (1) 

Carbapenem resistant Pseudomonas	aeruginosah 15 4 11 4 11 15 (100) 0 (0) 0 (0) 

Colistin resistant Pseudomonas	aeruginosah 15 4 11 4 11 15 (100) 0 (0) 0 (0) 

Carbapenem resistant Acinetobacter	baummanniih 14 8 6 7 7 15 (100) 0 (0) 1 (3) 

a Total number of isolates tested by antibiotic 

b Number of isolate tested classified with reference method by R resistant; I, intermediate; S, susceptible. 

c Number of isolate tested classified with evaluated method by R resistant; I, intermediate; S, susceptible 

d PtCA, categorical agreement with PROMPT inoculum. 

e PtME, major error with PROMPT inoculum. 

f PtVME, very major error with PROMPT inoculum. 

g Resistance test evaluated on the MICPOS1 panel. 

h Resistance test evaluated on the MICNEG1 panel. 

 



 

 

 

(a)  (b) 

Figure S1. Extraction of the Prompt® Inoculation System‐D Instruction For Use with Microdilution Susceptibility Tests with, (a) 

general instructions and (b) bench aid like part with more comprehensive instructions 

Table S9: Results of the repetition done for AMC discrepant results using different AST methods and brand for disc, media. Were 

used in this experiment disc from Liofilchem(Liofilchem, Roseto degli Abruzzi, Italy), Biorad, I2A; MH agar from Biorad, Li‐

ofilchem, Biomerieux MH Enterobacterales, E‐test Gradiant strip (E‐test, bioMérieux, Marcy l’Ètoile, France) and for Broth Microdi‐

lution Sensititre (Sensititre, Thermo Fisher Scientific, UK), MICNEG1 (Microscan, Beckman Coulter 

N° 

isolat 

Type of method 

Brand Disc / Brand agar 

BMD 

MIC‐

NEG1 

BMD   

Sensi‐

titre  

GD 

E test/ 

Bio 

KB 

Lio/Bio 

KB 

I2A/Bio 

KB 

Bio/Bio 

KB 

Lio/Lio 

KB 

I2A/Lio 

KB 

Bio/Lio 

KB 

Lio/BM 

KB 

I2A/BM 

KB 

Bio/BM 

128  Salmonella typhimurium  16  R  >8  R  4  S  21  S  21  S  21  S  21  S  19  S  21  S  18  R  17  R  19  S 

129  Salmonella typhimurium  16  R  >8  R  6  S  20  S  17  S  20  S  20  S  18  R  21  S  19  S  16  R  19  S 

130  Salmonella cholerasuis  16  R  >8  R  8  S  21  S  20  S  21  S  21  S  18  R  21  S  18  R  17  R  20  S 

131  Salmonella cholerasuis  16  R  >8  R  3  S  20  S  18  R  21  S  22  S  18  R  22  S  20  S  17  R  23  S 

133  Salmonella cholerasuis  16  R  >8  R  3  S  23  S  19  S  24  S  23  S  20  S  24  S  21  S  17  R  22  S 

135  Salmonella cholerasuis  8  R  >8 R 3  S  20  S  19  S  22  S  22  S  21  R  22  S  15  R  22  S  23  S 

138  Salmonella typhimurium  32  R  >8  R  4  S  18  R  17  R  19  R  18  R  17  S  19  S  19  S  15  R  19  S 

139  Salmonella typhimurium  32  R  >8  R  6  S  17  R  15  R  17  R  17  R  15  S  18  R  16  R  14  R  17  R 

140  Salmonella typhimurium  32  R  >8  R  4  S  19  S  17  R  20  S  21  S  17  S  21  S  19  S  17  R  19  S 

141  Salmonella typhimurium  8  S  >8  R  4  S  20  S  18  R  21  S  21  S  18  S  20  S  19  S  19  S  20  S 

142  Salmonella typhimurium  8  S  >8  R  4  S  22  S  20  S  22  S  21  S  19  R  23  S  21  S  18  R  21  S 

*Abreviations: BMD= Broth Micro Dilution; GD= Gradient Diffusion; KB = Kirby Bauer; Bio = Biorad; Lio = Liofilchem; I2A=I2A 



 

 

 
(a)  (b) 

Figure S2. Extraction of Mini‐Lab Bench aid user manual Version1 2022 with, (a) description of type of growth and (b) visual de‐

scription of the identification of MIC and mechanism of resistance 


